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This work presents the NeoASAS project that was developed at the Bioengineering Group, 
Consejo Superior de Investigaciones Cientificas (CSIC) in Madrid. Further, it continued with 
adaptations and improvements at Minho University with the Adaptive System Behavior Group 
(ASBG) in Guimarães, being designated by ASBGo Project. 
These developments include the conceptual design, implementation and validation of Smart 
Walkers with a new interface approach integrated into these devices. This interface is based on a 
joystick and it is intended to extract the user’s movement intentions. It was designed to be user-
friendly and efficient, meeting usability aspects and focused on a commercial implementation, but 
not being demanding at the user cognitive level. Considering the ASBGo walker, the overall 
assemblage, mechanical adjustments, electronics and computing have been performed.   
First, a review about the mobility assistive devices is presented, specially focused on Smart 
Walkers. Despite the intensive research, in current literature, there are not many works providing a 
"point of the situation", and explaining the role that robotics can play in this domain.  
Healthy users performed preliminary sets of experiments with each walker, which showed the 
sensibility of the joystick to extract command intentions from the user. These signals presented a 
higher frequency component that was attenuated by a Benedict-Bordner g-h filter, considering the 
NeoASAS walker and by a Butterworth circuit, considering the ASBGo walker. These methodologies 
offer a cancelation of the undesired components from joystick data, allowing the system to extract 
in real-time user’s commands. Based on this identification, an approach to the control architecture 
based on a fuzzy logic algorithm was developed, in order to allow the control of the walkers’ 
motors. In addition, a set of sensors were integrated on the walker for safety reasons: an infrared 
sensor to detect if the user is falling forwards; two force sensors to make sure that the user is 
properly grabbing the hand support; and two force sensors in the support forearms to verify if the 
user is with his forearms properly supported. This will make sure that the device stops when one of 
these situations happens. 
Thus, an assistive device to provide safety and natural manoeuvrability was conceived and offers 
a certain degree of intelligence in assistance and decision-making. These results will be used to 
advance towards a commercial product with an affordable cost, but presenting high reliability and 
safety. The motivation is that this will contribute to improve rehabilitation purposes by promoting 






Este trabalho apresenta o projecto NeoASAS desenvolvido no Grupo de Bioengenharia, do 
Consejo Superior de Investigaciones Cientificas (CSIC) em Madrid. Este teve continuidade com 
adaptações e melhorias na Universidade do Minho com o grupo Adaptative System Behaviour 
(ASBG) em Guimarães, sendo designado por projecto ASBGo.  
Estes desenvolvimentos incluem o projecto concetual, implementação e validação de 
andarilhos inteligentes com uma nova interface integrada nestes dispositivos. Esta interface é 
baseada num joystick e tem como objetivo a extração de intenções de comando do utilizador, 
sendo intuitiva e eficiente. Atende a aspectos de usabilidade e está focada numa aplicação 
comercial, não sendo exigente a nível cognitivo. Considerando o andarilho ASBGo, foi realizada a 
construção deste, bem como, ajustes mecânicos, eletrónicos e programação. 
É apresentada uma revisão sobre os dispositivos de assistência à marcha, tendo especial 
enfoque os andarilhos. Apesar da intensa investigação, na literatura não existem trabalhos que 
apresentem o ponto de situação desta área, bem como o seu papel na robótica de reabilitação.  
Depois foram realizados testes com utilizadores, mostrando a sensibilidade que o joytick tem 
na identificação de inteções de comando do utilizador. Além disso, os sinais apresentam uma 
componente de alta frequência que foi atenuada, no caso do NeoASAS, com um filtro g-h Benedict-
Bordner, e no caso do ASBGo, através de um filtro Butterworth implementado em hardware.  
As metodologias apresentadas oferecem um cancelamento componentes indesejáveis, 
permitindo ao sistema a extração das intenções de comando do utilizador em tempo real. Desta 
forma, uma arquitetura de controlo baseada em fuzzy logic foi desenvolvida de maneira a fornecer 
uma assistência segura ao utilizador, através do controlo dos motores. Foram também integrados 
um conjunto de sensores no andarilho por razões de segurança: um sensor infravermelho para 
detetar a queda frontal do utilizador, dois sensores de força nos apoios de mão para detetar se o 
utilizador está a agarrá-los, e dois sensores de força nos suportes de antebraço para certificar que 
o utilizador está devidamente apoiado.  
Assim, foi concebido um dispositivo que garante a segurança do utilizador e oferece um certo 
grau de inteligência e tomada de decisão. Estes resultados serão utilizados para a criação de um 
produto comercial com custo acessível, mas com alta confiabilidade. A motivação deste trabalho 
reflete-se na contribuição que este dispositivo terá na melhoria da reabilitação e desenvolvimento 
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The number of people with reduced mobility capacities increases every year. The reduction on 
mobility is a factor that influences both people quality of life and their dependence of others in daily 
life.  
This demands the development of devices that can support and aid this people. Among the 
existing mobility assisting devices, walkers play an important role on giving lateral stability, balance, 




In this context, it is presented a project of a robotic walker that was first developed in the 
Consejo Superior de Investigaciones Cientificas (CSIC) with the Bioengineering Group, in Madrid, 
called NeoASAS project. Further, it continued in Minho University with the Adaptive System 
Behavior Group (ASBG) at Portugal, being designated by ASBGo project. 
These projects propose the development of a command and control interface of a robotic 
walker. It is based on an earlier project called SIMBIOSIS, in which was demonstrated the great 
rehabilitation and functional compensation potential of an instrumented walker. The SIMBIOSIS 
also allowed the conclusion that a new instrumentation system was necessary if a commercial 
focus was to be faced. 
The purposed walker will give continuity to the SIMBIOSIS project, developed in CSIC, 
maintaining its stability and reliability, but with a simplification on the instrumentation system, 
giving the aim on a commercial focus. Therefore, this system has to be implemented with simple 
and low cost sensors that can provide for an active safety device and generate strategies for a 
more natural and secure command interface to guide the walker. This walker is based on a 
conventional four-wheeled walker.  
This thesis focuses on the characterization of assisted human-machine interaction during gait, 
using a joystick and other safety low cost sensors systems. It is aimed at the development of an 
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interaction strategy between the user and the walker to control two separate motors that will push 
the device, in a safe and user-friendly way. The integration of this interface pretends to decrease 
the cognitive effort required to the user when he is guiding the walker.  
The work developed in CSIC was coordinated by Dr. Anselmo Frizera and Professor Ramón 
Ceres and was divided into four stages that were implemented over the five months of work.  
The first stage consisted on reviewing the existing literature about the assistive devices for 
human mobility, conventional and Smart Walkers, among others and human-machine interfaces. 
On the second stage it was performed an introduction to the programming oriented to the NeoAsas 
using RT Matlab xPC Target. Then it was made the assembly of the electronic to acquire and 
extract the signals from the joystick. On the third stage, the walker was experimented using healthy 
volunteers. The experiments with the users were done without any motorization of the device. This 
was done to acquire the natural signals obtained through the interface without the interference of 
any control strategy. So, by studying the signals that are capture from the interface the real 
movement intentions of the user can be seen. Then, with this information it was characterized the 
interaction between both agents. It was found that the signal was composed by two components: 
one related to the vibrations caused by irregularities on the device’s wheels or the floor, and the 
other composed by transient events related to the guidance intentions. For each one of the 
components, a study to estimate them and/or eliminate them was necessary. Therefore, it was 
created a g-h filter to eliminate the vibrations from the signal. 
After obtaining the data processing, a control strategy was implemented in the NeoASAS walker. 
This control strategy was based on fuzzy logic. The algorithm was developed to classify the signals 
sent by the joystick and transform them into motor inputs (direction and velocity). These algorithms 
were made in Simulink, MATLAB. 
Finally, on the fourth stage it was made the validation of the control strategies of the guidance 
of the walker, adapting the programs to the electronic architecture. Necessary improvements were 
made during the validation. Then, new sensors and their localization were studied to improve the 
detection of dangerous situations.  
This study was made with the help of a motion analysis system to analyse the position of the 
patient related to the walker, determining the possible places to integrate sensors that could detect 
possible falls of the user. 
This study took continuity in Minho University, Industrial Electronics Department, under the 
supervision of Dr. Cristina Santos.  
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In the first stage of this work a new robotic walker was built, as well as its electronics. Through 
the mechanical modification of a conventional four-wheeled walker, the ASBGo was built. Thus, the 
first months were dedicated to the search of materials (steel, motors, pulleys, chains, sensors, 
forearm supports, handles, etc.) to the construction of the walker. A protocol was created with the 
company Orthos XXI that contributed with the conventional four-wheeled walker.  Among the 
different types of walkers it was selected a four-wheeled to become possible the installation of 
sensors and motors for the driver of the walker. Among the four-wheeled walker it was given priority 
to one that allow the installation of the electronics and heavy components in the lower zone of the 
walker to improve the general stability of the set user-walker.  
Then, it was searched for materials to modify the walker, as well as, DC motors, supports, 
handles, pulleys and others. When all material was found, the ASBGo was assembled. An 
additional structure was implemented to integrate the motors of the robotic walker and then an 
additional support base for the upper limbs, in order to find the best way to frame the interface that 
will be studied on the support.  
The second stage consisted in surveying and extend the initial started state of art and write a 
journal review as well as an article about human-machine interfaces in Smart Walkers, including 
the work that is being developed in this thesis.  
In the third stage, a study about the existing filter strategies suitable for this application, able to 
attenuate the noise components present in the joystick signals, was made, as well as experiments 
to find the best one to use here. The previously implemented g-h filter was more detailed studied 
as well as the Kalman filter. This stage involved both analytical, modelling and simulation phases.   
The fourth stage consisted in designing the acquisition and processing architecture for the 
ASBGo walker. First, a hardware circuit to acquire, filter and amplify the joystick sensors was 
designed. Then, an Arduino platform was programmed with the control strategy studied in CSIC 
and adjustments were made. Finally, the connection to the motors through H-bridges was 
established.  
The fifth stage began with experiments performed by 5 healthy volunteers. The joystick signals 
were acquired and analysed, as well as the signals sent to the motors. The validation of the 
designed hardware and the control strategy based in fuzzy logic was analysed and studied.  
The sixth stage addressed additional safety issues. Firstly, research consisted in studying 
potential sensors to provide safety to the user during the use of the walker, to then select the more 
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suitable for this purpose. The decision about the sensors was based on price, precision 
measurement, type of power source and consumption, among others.  
The idea was to find areas in the walker that could cover and identify dangerous situations, 
such as the backwards and forwards falls of a user. So these areas were studied and three were 
found: handles, forearm supports and upper base at the chest height.  
In order to experiment and validate these areas, among some selected sensors, two types of 
sensors were selected: infrared sensors and Flexiforce sensors. These sensors were experimented, 
including experiments with users and its suitability was proven. The electronics and algorithm to 
classify the sensor signals were also developed and experimented.  





In order to achieve the main aim of the proposed thesis, the following objectives have to be 
attained: 
 
• Development and assembly of a Smart Walker platform based on a conventional four-
wheeled walker and provide for the required modifications.  
• Elaborate a critical review of the state of the art in the robotic technology for mobility 
assistive devices for people with mobility disabilities. The important role that robotics can 
play in mobility assistive devices is presented, as well as the identification and survey of 
mobility assistive devices subsystems with a particular focus on the walkers technology. It 
is presented a review of the available literature of walkers and it is discussed major 
advances that have been made and limitations to be overcome. 
• The design of a robotic walker system. The sensory system must be integrated into an 
overall architecture to analyse the user interaction with the walker and to provide for his 
safety during the use of the walker. 
• The development and implementation of control strategies, as well as the fusion of 
information of the sensors interface to detect the user’s intentions so that he can guide the 
walker. 
• The development and implementation of additional safety measures for the proposed 
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walker. 
• To delineate and implement the required experiments to validate the proposal. 
 
This work aims to build a walker with an autonomous system capable of controlling the 
movement of the walker through the extraction of the users’ movement intentions obtained by the 
integrated sensory system. Thus, it seeks to develop a tool that provides for a clear benefit to a 
large number of people with limited ability to walk by improving the safety and reliability of walkers. 
Therefore, the users will avoid to inadequately resort to wheelchairs, that have disabling effects, 
thus contributing to the maintenance/improvement of the physical and cognitive capabilities of the 
user, through functional compensation. 
 
1.4. Results from the thesis 
 
A Smart Walker was built, implemented and validated, being a safe and stable device to support 
and help people with disabilities. In addition, a simple, user-friendly and intuitive interface was 
integrated into the device to allow an intuitive driven of the Smart Walker. 
1.5. Structure of the thesis 
 
This thesis is organized as follows. 
In Chapter 2 it is presented a critical review of mobility assistance devices, with a special focus 
on the walkers as a tool for functional rehabilitation and compensation. This chapter has been 
proposed as an article review. 
Chapter 3 does a brief presentation of the ASAS and SIMBIOSIS projects, followed by a 
presentation of the goals of the walker covered in this thesis. 
In Chapter 4 it is described the main components of the signals obtained through the joystick and 
its potential to detect the intentions of the user to guide the walker. A processing strategy to 
improve/filter the signal is also presented.  
In Chapter 5 it is described the additional safety measures included in this thesis and the 
characteristics of the applied infrared and FlexiForce sensors, as well as their potential to detect 
dangerous situations, such as, the fall of a user.  
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In Chapter 6 it is presented the control strategy implemented on the walker to attend the user 
movement intentions, as well as its validation on healthy subjects. 
In Chapter 7 it is presented the conclusions and major contributions of this thesis, indicating 
possible areas of interest for future research on this area and to continue this work. 
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During the twentieth century the proportion of older people had an important rise, and this trend 
is expected to continue into the twenty-first century. The proportion of population over 60 years old 
was 8% in 1950, and 10% in 2000, and it is estimated to reach 21% in 2050 [1]. Loosing complete 
or part of mobility, affects not only the ability to walk but also the ability to perform personal tasks, 
which is a major determinant in life quality and causes dependence of others in daily life.  
In an aging society it is extremely important to develop devices, which can support and assist 
the elderly in their daily life, since their mobility degrades with age. This situation requires a great 
medical care, incurs large costs and can be fatal in some cases. Elderly tend to have cognitive 
impairments and experience more serious falls but there is strong evidence that daily exercise may 
result on fall prevention and postural stability [2]. So, it becomes more and more relevant to find 
ways and tools to compensate, to improve or to restore and to enhance this mobility.  
For several years, researchers have been addressing the needs of persons with mobility 
disabilities alternative or augmentative devices [2]. These solutions are selected based on the 
degree of disability of the user. On the one hand, in case of total incapacity of mobility, alternative 
devices are used. These devices are usually wheelchairs or solutions based on autonomous 
especial vehicles [3-4]. On the other hand, the augmentative devices are developed to users with 
residual mobility capacities. They are used to avoid, whenever possible, the inadequate use of 
alternative devices, thus improving the physical and cognitive capabilities. These elements can be 
used as training mobility devices, self-ported devices, such as protheses or orthoses, or external, 
such as crutches, canes and walkers. 
Among the external augmentative devices, the walkers assume an important role, due to the 
large number of potential users, considering its simplicity and ambulatory potential. They were 
designed to improve pathological gait, through a support base for the upper limbs that improves 
the balance of the individuals and reduces the load on their lower limbs [5]. In addition, use the 
person’s remaining locomotion capability in order to move [5], avoiding the early and deteriorative 
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use of wheelchairs. Over the past years, technological advances allowed the incorporation of 
sensors and actuators in conventional walkers, providing the stability of four-legged walkers, 
without affecting the resultant naturalness of the users’ gait patterns. Besides, these devices 
enable to identify the movement intentions of the users and therefore control the mobility 
assistance accordingly.  
It is intended to cover all of the major developments in the mobility assistive devices described 
before, particularly focusing on the walker devices. In this chapter, it is presented a brief review of 
the causes and consequences of the gait dysfunctions that lead patients to use mobility assistive 
devices. Then, it is reviewed the literature regarding the corresponding mobility assistive devices. 
Finally, the literature regarding the walker’ devices is focused, presenting a more detailed review 
about the various existing models to date. It is presented a discussion of this information, 
summarizing the major accomplishments in the field and identifying the limitations to be overcome 
in future researches. 
 
2.2. Gait Dysfunctions 
 
The causes that affect the human mobility are rarely associated to only one disease [6].  
The elderly are the ones that suffer more of mobility disorders, because the age causes a number 
of changes to mobility. Speed tends to decrease slightly and this is thought to increase efficiency of 
body motion since less energy is expended per stride. Less speed also allows better compensation 
of major muscle groups for any difficulties such as pain or weakness and allows less force to 
descend on any particular joint. There also tends to be some decrease in stride length. A decrease 
of speed and length may also play a role in maximizing balance and stability and be a natural way 
of helping prevent excess fall risk. [6] 
The danger of falls in elderly people is due to high susceptibility to injuries caused by prevailing 
diseases e.g. osteoporosis or reduced protective reflexes. Besides the direct risk of fall-related 
injuries (e.g. major fractures or head trauma) another important consequence of falls is reduced 
mobility and loss of self-confidence, which in turn leads, therefore, to a significant reduction of 
quality of life. [7] 
Disordered mobility, defined as a gait that is slowed, aesthetically abnormal, or both, is not 
necessarily an inevitable consequence of aging but rather a reflection of the increased prevalence 
and severity of age-associated diseases. These underlying diseases, neurologic and non-neurologic, 
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contribute to disordered mobility. Elderly patients usually have more than one condition 
contributing to their mobility disorder. 
When asked about difficulties in walking, patients most often cite pain, stiffness, dizziness, 
numbness, weakness, and sensations of abnormal movement. Conditions seen in the primary care 
setting that can contribute to mobility disorders include degenerative joint disease, acquired 
musculoskeletal deformities, intermittent claudication, impairments following orthopedic surgery 
and stroke, and postural hypotension. Other conditions that cause mobility dysfunctions are 
hemiplegia, knee and hip diseases and metabolic disorders [6].  
Walking is traditionally seen as an automatic motor task that requires little, if any, higher mental 
functions. In the past decade, new insights have drawn attention to the importance of cognition in 
daily walking. Normal walking requires strategic planning of the best route, as well as continuous 
interaction with the environment and with internal factors. 
Failing to understand the significance of an obstacle, choosing an inappropriate route, or 
misinterpreting one’s own physical abilities can lead to falls. The safety and efficacy of normal 
walking rely not only on sensorimotor systems, but also critically depend on the interaction 
between the executive control dimension (integration and decision of action) with the cognitive 
dimension (eg. navigation, visual-spatial perception, or attention) and the affective dimension 
(mood, cautiousness, and risk-taking). A common situation where such integration is challenged is 
observed when people must walk while performing one or more secondary tasks. Lundin-Olsson 
and colleagues [8] were the first to note the significance of a failure to maintain a conversation 
while walking (“stop walking while talking”) as a marker for future falls. The ability to maintain 
normal walking while performing a secondary task has become the classic way to assess the 
interaction between cognition and gait. 
In elderly people, this dual task ability deteriorates because central resources decline, 
secondary to subclinical disease processes or medication. This deterioration leads to a mismatch 
between the limited personal resources of elderly people and the complexity of the demand (the 
combined walking and secondary task). As a consequence, elderly people slow down or have 
increased stride variability (suggesting reduced automaticity) while performing a secondary task 
during walking. Gait becomes less secure and the risk of falling increases. In patients with overt 
disease, such as stroke or Parkinson’s disease, gait deteriorates even more during dual tasking [9]. 
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It is noteworthy, that the elderly are not the only age group to suffer from mobility disorders. Any 
person that has cardiovascular problems, strokes, etc., can be affected with the mentioned 
consequences.  
To reduce the degree of mobility disorder, the patient can be exposed to a medical intervention. 
This intervention is effective, but usually leaves some residual damage that cannot be reverse. 
Thus, it is important to consider other types of interventions like the use of mobility assistive 
devices for rehabilitation or functional compensation of the mobility, so that the patient can recover 
from his dysfunction without injuries.  
 
2.3. Mobility Assistive Devices 
 
Because of the many available devices and the importance of selecting the one best for each 
individual patient, a formal evaluation should be carried out by an experienced physical therapist 
before purchasing a device. Once the device is purchased, the therapist can make the appropriate 
equipment adjustments to meet the specifications of each patient and can provide training in the 
proper use of the device. Potential problems can be assessed by the physical therapist before the 
device is used [10]. In Table 2.1 is presented the different categories of assistive mobility devices 
and the corresponding purposes. 
In case of total incapacity of mobility, considering both bipedestation and locomotion, the 
alternative devices, represented by the wheelchairs and the special vehicles, are the optimal 
solution. These have been the targets of intensive research, especially considering Autonomous 
Robotic Wheelchairs (ARW) [11-13].  
Beyond the manual wheelchairs (Figure 2.1a) [14], offer robotic solutions able to provide for 
autonomous and assistive navigation to wheelchairs (Smart Wheelchairs) making use of human-
machine interfaces, like BCI’s (Brain Computer Interfaces) and EMG (Electromyographic) signals 
[15-17] (Figure 2.1b). Additionally, some smart wheelchairs also enable a bipedestation position 
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Table 2.1 Assistive Mobility Devices 
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Figure 2.1 a) Manual Wheelchairs [14] and Smart Wheelchairs with b) BCI interface [18] and c) 
bipedestation position [19]. 
 
Nevertheless, the continuous use of this kind of devices can cause problems of health due to 
remain for a long time in a sitting position, such as loss of bone mass, osteoporosis, degradation of 
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blood circulation and physiological functions, skin sores, among others. For these reasons 
considering the remaining locomotion capacities, it is interesting to encourage, whenever possible, 
the use of augmentative devices [5].  
The augmentative devices can help the patient with reduced mobility to avoid the previously 
presented health problems and allow using the user’s patient remaining locomotion capability. In 
some cases, users can even relearn to walk safely and efficiently, in order to retrieve all the 
necessary movements for a normal gait. In other cases, these devices actuate like functional 
compensation elements that assist movements that the patient has lost. This means that the 
patient can learn new strategies to move, contributing to his independent locomotion on the daily 
life.  
So, the augmentative devices can be used as 1) mobility-training devices during rehabilitation; 
2) self-ported devices such as prostheses and orthoses, or 3) external devices, such as crutches, 
canes and walkers. 
In the following, each of these types of augmentative devices will be described in more detail as 
well as the motivation for their use and evolution to more robotic systems when appropriate. 
 
2.3.1. Mobility Training Devices  
 
The mobility-training devices purpose is to help on the rehabilitation of the patient’s movements 
that have gait disabilities.  
The most basic mobility-training devices are the parallel bars [20] (Figure 2.2). Their objective is 
to help people regain their strength, balance, range of motion, independence and to recover from 
some injuries, and other debilitating conditions. Patients are required to repeat concise movements 
that work more than one joint and muscle. Parallel bars are also used for ambulatory exercises to 
improve a patient’s ability to walk independently or with assistance. This kind of technique has 
shown to produce good results in terms of rehabilitation of patients [20].  
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Figure 2.2 Parallel Bars [20]. 
 
However, this therapy requires the involvement of two or three therapists to assist patients in 
walking, holding their lower limbs to control movement. Thus, it is required a substantial 
commitment and effort on the part of therapists [21] 
Robotics appears applied to rehabilitation, resorting to the use of robots for mobility training of 
patients with disabilities. 
It is known [22] that a new movement, or a qualitative improvement to an existing movement, 
can be achieved only through repetitions. Thus, therapy intensively addresses movement repetition 
in the training. This is the type of tasks that can be attempted by robotic devices. Research on this 
field led to the existence of robotic mobility training devices capable to expand the work of 
therapists so that each patient can receive enough therapy to easily attain an optimal recovery.  
However, previous studies [23-25] have shown that patients have to be intensively engaged on 
the procedure; otherwise they lack interest with time, with a passive or no participation at all, 
causing bad results at the rehabilitation level. Their engagement must go beyond the novelty of the 
first sessions. Robotic mobility training devices are expected to provide to the therapists the 
necessary assistance to allow the patient to complete a certain task on locomotion; repeat as much 
as possible cyclic movements while motivating them to actively participate in the training.  
Robotic mobility-training devices can be further divided into three different types of devices, 
according to the patients’ pathologies. 
The first are the treadmill-training devices, which apply a treadmill while training. Some 
examples use a partial body-weight support, assisting patients to re-learn which reduces the weight 
supported by the patient while training; therefore patients can re-learn walking movements through 
repetition and task-oriented training. The main aim is to eliminate the need of the patients to deal 
with balance during the gait, focusing their concentration on the lower limbs movements. The 
treadmill-based training devices have been the most common method for mobility training. 
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The target patients of these devices are neurological target users (stroke, spinal injury, cerebral 
palsy) [22]. Their training mainly aims at improving the functional movements and sensorial 
stimulation through repetition. On the literature, there are well known devices like Lokomat [22], 




a)                                           b)                        c) 




The second type of devices, denominated by ambulatory-training devices, is quite similar to the 
previous ones, but do not use the treadmill. Comparatively to the former type of devices, these 
propose an over ground training that can be as effective as training over a treadmill, with the 
advantage that requires less equipment. 
Their target users are patients, which suffer from musculoskeletal or neurological disorders 
(muscular dystrophy, amputee, multiple sclerosis, spinal cord injury, lower extremity joint pain). 
One of the most debilitating aspects for musculoskeletal or neurological disorders is the loss of the 
ability to ambulate [28].  
Ambulatory devices explore the ability of the device to provide dynamic assistance in order to 
facilitate the movement of the patient, so that the patient can learn to walk with proper upright 
posture. On the literature, there are examples like the LiteGait [29], Walkaround [30], WalkTrainer 
[31], KineAssist [32], Where-II [33] (Figure 2.4) and Standimovi (Figure 2.5). 
 
 Online Control of a Mobility Assistance Smart Walker | 17 
 
a)                                               b)                                                           c) 
Figure 2.4  Ambulatory-traning devices : a) LiteGait [34], b) KineAssist [32], c) Where-II [33]  
 
Standimovi is currently in development at the Bioengineering Group – CSIC and the author of 
this thesis has actively participated in the first stages of the development and validation of its 
electronic platform.  
This device is a self-guided ambulatory training device based on the integration of a human-
machine interface to drive and adapt the device to the user’s requirements. Thus, this system aims 
to provide a higher degree of technical aid, to help patients to get autonomy to improve their 
remaining mobility capacity and mental state. Additionally, Standimovi also allows the patient to be 
transferred from the wheelchair to a walking position, without the help of others, with a safely and 
easily mechanism. The device and its mechanism are shown in figure 2.5.  
 
 
Figure 2.5 Standimovi mechanism. 
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Finally, the third type of devices denominated by feet-manipulator training devices, are based on 
holding the patient’s feet to a robotic manipulator. It supports and gently leads the patients in the 
continuous practice of walking situations. The wheelchair-bound patient is attached to a steel frame 
in a type of harness, their feet on plates whose trajectories can be fully programmed and imitate 
everyday walking situations: walking on a level, tripping, slipping or climbing up and down stairs. 
Reacquiring these abilities is essential for mobility in everyday life. The objective is to copy these 
movements as naturally as possible. As a result of these artificial feet movements the slack 
muscles between the toes and the hips are forced into action again. 
These devices address patients who have neurological disorders. In the literature it can be 
found examples like the GaitTrainer [35] and the HapticWalker [35] (Figure 2.6). 
 
 
Figure 2.6 a) GaitTrainer [35], b) HapticWalker [35]. 
 
The described devices manipulate the legs, according to the kinematics provided by each 
mechanism and the speed desired. However, they need to be permanently installed in a room. 
They require that patients have to be moved from their beds to that room to experience the robotic 
rehabilitation. Unfortunately, depending on the healthy state of the patients, it may not always be 
possible to move the patient out of his bed to start the rehabilitation therapy. Additionally, waiting 
may imply destruction of cortical tissues, and less possibilities of recovering these neural 
functionalities [36]. 
To overcome the above-mentioned limitations, it was designed the NEUROBike [36] presented 
in figure 2.7. The NEUROBike system is a robotic device dedicated to the recovery of walking skills 
in stroke patients during the acute phase, when they are on bed, not yet able to keep a safe upright 
posture and walking. The system has been designed in order to provide, as soon as possible, 
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rehabilitation therapy, thus avoiding as much as possible further damages of the cortical tissues 
due to their non-use [37], and to facilitate neural function recovery with repetitive exercise. 
 
 
Figure 2.7 NEUROBike [36] 
 
2.3.2. Self-ported Devices 
 
Self-ported devices are carried by the user either to improve function of movable parts of the 
body (orthoses) or to substitute a lost member (prostheses) [38]. Between these two, orthoses are 
the ones that present an intense physical and cognitive interaction with the user, and are intended 
to offset the loss of mechanical function and work together with the movements of the patient. 
Orthoses allow the patient to perform a wide range of locomotor tasks on the ground, compared 
with the other mobility-training devices. Their function is to mechanically compensate or enhance 
functionally of the damaged member, acting in parallel with it [39]. 
Orthoses can be active or passive. Active orthoses bring the necessary energy to enable the 
movement by applying actuators or motors. These types of orthoses use actuators or motors. For a 
detailed survey verify work of AM Dollar [38] and N Costa [51]. HAL-5 (Hybrid Assistive Limb) [40], 
ReWalkTM [41], RoboKnee [42], MIT active AFO (ankle-foot orthoses) [43], MIT active ankle-foot 
orthoses [44] (Figure 2.8), and GAIT [45] are some examples that can be found in the literature. 
Passive orthoses (Figure 2.9) don’t provide energy, and remain passive. Energy is provided by 
the user. These devices only use springs and links and are based on the Gravity-Balancing principle 
[46]. This principle takes advantage from the gravity force to balance the gait of the patient.  
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a)                b)                                   c)                     d)              
Figure 2.8 Self-ported devices: Orthoses a)HAL-5 exoskeleton [40], b) ReWalkTM [41], c) RoboKnee [42], d) MIT 




Figure 2.9 Passive Orthoses based in the Gravity-Balancing Principle [46]. 
 
2.3.3. External Devices 
 
Canes, crutches and walkers represent the external devices. These devices are indicated to help 
users with balance problems and for partial weight-support.  
Canes are more commonly used to increase the gait stability than to partial weight-support. A 
simple single point cane may prevent or reduce falls in patients with imbalance. An example is the 
standard cane [47] (Figure 2.10a). However, it does not seem to help falls due to retropulsion, 
which contributes to falls. So, there are canes that can provide greater support, like the multi-feet 
cane [47] (Figure 2.10b).  
Crutches (Figure 2.10c) are orthopaedic devices that allow a direct support of the body thus 
providing great stability and balance in walking and a greater weight support compared with the 
canes. However, the crutches are cumbersome and are increasingly out of favour because they 
provide an unnatural gait.  
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As robotic examples of canes, it can be found the SmartCane [48] and the GuideCane [49]. 
(Figure 2.10d and figure 2.10e) 
 
 
   a)                   b)                  c)                 d)                              e)  
Figure 2.10 External Devices: a) Standard Canes [59], b) Multi-feet cane [10], c) Crutches [50], d) SmartCane 
[48] and e) GuideCane [49] 
 
Finally, walkers are the devices from this group that provide greater support. They can have feet 
or wheels and are pushed by the user using hands or the forearms to guide the device. As this 
work is devoted to the study of these specific devices, it will be presented, on the following section, 




Walkers assume an important role due to its simplicity and rehabilitation potential. These 
devices are interesting once they work as a supporting device during bipedestation and, in addition, 
use the person’s own remaining locomotion capability in order to move [5] avoiding the early and 
deteriorative use of wheelchairs. 
Walkers are prescribed to improve patients’ mobility and help them maintain balance [10] [52]. 
The devices can increase confidence and sense of safety, which can raise a patient’s level of 
activity and independence. There may be physiological benefits of limiting osteoporosis, reducing 
cardiopulmonary deconditioning and improving peripheral circulation [10]. 
Static equilibrium is maintained when the body’s centre of mass is positioned over the base of 
support. Loss of balance can result when the centre of mass is displaced in relation to the base of 
support because of voluntary movements or external perturbations, such as slips, trips or pushes. 
Use of a walker increases the base of support, thereby allowing a greater tolerated range for centre 
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of mass [66]. They can also prevent instability by allowing stabilizing reaction forces such as 
holding on or pushing against the ground [10]. 
There are many types of walkers, considering their constitutive materials, accessories, sizes and 
structural configurations. These are classified them in two types: Conventional and Smart Walkers, 
detailed described on the following. 
 
2.4.1. Conventional Walkers 
 
 An important aspect that classifies conventional walkers is the ground contact configuration, so 




    a)                              b)                                          c) 
Figure 2.11 Conventional Walkers: a) Standard walker [55], b) Front-wheeled walker [55] and c) Rollator  [10]. 
 
The Standard walker (Figure 2.11a) is a metal, four-legged frame with rubber tips, which must 
be lifted and moved forward while walking. This type of walker is used when maximum assistance 
with balance is required or when restrictions on weight bearing are present. While easier to use 
than a cane, this type of walker does require some degree of upper body strength and cognitive 
ability to use safely, and results in a fairly abnormal gait [61]. This device has also little value for 
retropulsion (many patients fall over backwards still holding their walker) and propulsion [10].  
The Front-wheeled walker (Figure 2.11b) is designed for people who have weaker upper-limbs 
or that tend to fall backwards when lifting the device. This type of walker promotes a forward 
displacement of the center of gravity and allows a more normal gait, as the person can continue 
walking without stopping to lift the walker. It is particularly useful in patients with Parkinson’s 
disease, as it reduces the risk of falling backwards. Cubo et al. [54] studied Parkinson patients who 
had gait freezing with objective measures and found that although standard walkers may stabilize 
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patients and may increase confidence, walking speed actually slowed when using a walker. In this 
study, the standard walker increased freezing and the wheeled walker had no effect on freezing. 
 In addition, it is less likely to allow the patient to pick up speed as he goes along, relatively to 
the four-wheeled walker [5]. 
The studies [10] show that most patients now prefer the Rollators (four-wheeled) compared to 
the other conventional walkers (Figure 2.11c). They do not need to be picked up, but have modern 
wheel systems so they roll and pivot smoothly and with little effort. They promote the most natural 
gait patterns. They are the easiest to use of the three types, but also provide the least stability. 
Wheeled walkers for use in the community can be equipped with baskets for shopping, and a seat 
that allows the person to stop and rest, if required [5]. Hand brakes can be selected to stop the 
device when squeezed or when released [10]. However, the user must be capable of learning to 
apply the brakes in order to use them safely [5]. Another option is the presence of a padded bar 
across the front that initiates braking if the patient presses or falls onto it. This bar is useful for 
patients with poor grip strength, speed or dexterity [10]. 
For example, Boomer [53], presented in figure 2.12, was designed by Daniel Molloy, Australia, 
and has a futuristic aesthetic. It allows the user to climb stairs: by pushing a bottom the front 
wheels can move along to near the back wheels so that it becomes a kind of cane that helps in the 
up and down of the stairs. The user can support his weight on the structure safely, because the 
wheels are locked and have a linear motion from top to bottom in order to help to climb the stairs.  
 
 
Figure 2.12 Climbing the stairs with Boomer [53]. 
 
Another example is the U-Step walking stabilizer [56], of the In-Step Mobility (Figure 2.13). Its 
velocity can be adjusted through crank, as well as the height. Its structure can have also a compact 
form (Figure 2.14).  
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Figure 2.14 Adjustment system of velocity and compactation of the U-Step Walker [56]. 
 
Despite potential benefits, looking at a variety of conditions in which assistive devices are 
prescribed, studies have shown that 30–50% of people abandon their devices soon after receiving 
them [67]. These findings raise questions about effectiveness, proper selection, appropriate 
training and potential problems. 
Some reports have pointed out that walkers may actually increase the risk of falling by a variety 
of mechanisms [68][52]. A walker can potentially cause a patient to trip if it catches their foot. 
Similarly, a trip or fall might be precipitated by a device ‘‘catching’’ objects in the environment 
such as carpets, furniture or doorframes [69]. An unexpected perturbation of balance might occur 
if the device slips or tips over [69]. The potential instability of patients, like the ones with Parkinson, 
may make it more difficult for a patient to prevent a fall in these circumstances.   
Recent research has pointed to the need for patients to allocate adequate cognitive resources to 
control an assistive device [52]. This may be challenging for patients with executive dysfunction, 
which impairs the ability to engage in more than one activity at a time and to switch attention and 
tasks, or dementia [10]. 
Other disadvantages of walkers include the need of more space in which to manoeuvre 
comparatively to a cane; difficulties on rolling on carpeting, and difficulties in crossing obstacles. 
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The use of any walking aid, in particular walkers, results in a slower gait speed and requires 
considerably more energy and cardiovascular fitness than walking unassisted. In this context, the 
assistance during the gait process is a clear application on the assistive robotic field [57].  
 
2.4.2. Smart Walkers 
 
Smart Walkers have emerged with the same structure as the conventional ones but they include 
additional robotic and electronic components, that promote a better assistance to gait, especially 
considering navigation [58], gait monitoring [59], and partial body weight support [59] [60]. 
However, some of these devices are too complex to use. Therefore, it is needed to take into 
account not only the users’ disabilities in locomotion but also the fact that many of these users 
have additional deficiencies at cognitive and sensory levels. For instance, elderly people usually 
present slower behavior and are not familiar with mechatronic devices. Walkers should be designed 
to continually evaluate and correct their actions based on their perception of the needs of the user. 
Furthermore, the walkers need to be used during the daily routines of the user, such as, go to the 
bathroom, elevator, etc. Therefore, they have to be completely accepted by the user to their daily 
life. 
Before building a prototype of a Smart Walker, it is needed to take into account usability issues, 
such as, safety, comfort and simplicity of use of the device. In addition, with the development and 
evolution of technologies it has been possible to integrate a range of useful features to the Smart 
Walkers, so these become easier to command and more comfortable to the user. 
Thus, Smart Walkers have evolved to provide assistance to the user at different levels, 
depending on the user’s needs. Generally, they can present the following functionalities [61]: i) 
Physical support; ii) Sensorial assistance; iii) Cognitive assistance; iv) Health monitoring and v) 
Advanced human-machine interface. This last functionality was proposed within this work. 
In the following subsections these functionalities are presented along with a critical review 
regarding the most relevant Smart Walkers existing in the literature. 
 
2.4.2.1. Physical Support 
 
By its purpose, almost the totalities of the Smart Walkers present among their features some 
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kind of physical support functionality among their features to provide a better gait stability to the 
user. There are mainly two types of physical assistance: passive and active. 
Passive physical support functionality introduces mechanical or structural enhancements to the 
device improving stability during gait. Usually, the improvements performed consist on the 
enlargement of the base of the device or the balanced placement of heavy elements (motors, 
batteries, electronics, etc.) at lower planes of the walker increasing the dynamic stability. Other 
passive change, not as commonly observed as these last ones is the replacement of the 
conventional handlebars of the walker by forearm support platforms [61][63]. This change has 
been introduced in the Mobil walker [64] (Figure 2.15), which was designed to offer more support 
assistance through the platform that supports the forearm, and additional help to the user when he 
is standing up or down. 
 
 
Figure 2.15 Smart Walker Móbil [64] 
 
The ASAS [63] and SIMBIOSIS [65] Smart Walkers have also used forearm support platforms. 
These supports were clinically tested with elderly and injured spinal cord users. These supports 
eliminate the degree of freedom of the elbow articulation and a higher fraction of the user’s weight 
is supported by the device, making it easier to push and increasing the friction component of the 
system, reducing the risks of glide. Other possible enhancement concerning the reduction of 
gliding with the ground is the selection of materials with high coefficient of friction for the walker 
wheels.  
Considering the walkers with three or four wheels, a common problem is the control of the 
device’s free motion. More specifically, breaking a conventional walker is a task that requires 
muscular strength, motor coordination and good reaction time from the user, once these devices 
have usually a brake system similar to the installed on bicycles. If any of the before presented 
human faculties fail, there is a risk of an excessive acceleration of the device and a consequent fall. 
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In addition to the breaking problems, it is important to emphasize that the strength and 
coordination are necessary to push/guide the walker can be high and thus difficult depending on 
the degree of disability of the user. In this case, it is important to provide external and controlled 
pushing energy to the system.  
To prevent such situations active physical support functionalities are explored at most Smart 
Walkers [65] [70] [72]. Usually, these devices have motors installed on their wheels to control the 
brakes [70], to compensate gravity on inclined grounds [72] and to provide the pushing energy 
necessary to move the device [65] [71]. Different Smart Walkers explore different solutions to 
control wheels direction and velocity. 
An example is the PAM-AID walker (Personal Adaptive Mobility AID)  [70] [71], presented in 
figure 2.16, which aims to provide to the user the maximum control of the device during the entire 
time of its use in a more practical way. The controller of the PAM-AID just acts on the front wheels 
to control the direction of the device and it is composed by a handlebar that can rotate +/- 15º on 
the vertical axis. Besides, this walker has two operating modes: manual mode, where the control of 
the device is done only by the user, and assistive mode, where the system controls the front 
wheels to avoid obstacles. 
 
 
Figure 2.16 PAM-AID walker [70] 
 
Another example is the iWalker [72] (Figure 2.17), which incorporates inclinometers on its 
system that can detect if the surface is inclined or not. This information enables the walker to 
increase or decrease its velocity depending if it is an up or down slope. 
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Figure 2.17 i-walker [72] 
 
Similarly to the aforementioned projects, the walker developed in this work will have support for 
the forearms, the heavy components will be at the lowest part of the walker, and the back-wheels 
will be motorized and controlled. 
 
2.4.2.2. Sensor ial assistance 
 
The Smart Walkers may also provide sensorial assistance to the user, according to navigation 
and security issues.  
Normally, the navigation and obstacles detection employ ultrasonic, vision or infrared sensors 
capable of detecting static and dynamic obstacles. The control system assists the user in obstacle 
avoidance by sound or vibration alerts or operating directly on the device’s actuators, momentarily 
changing the path introduced by the user. This function is usually designed to help users with 
visual problems or to help navigation on environments with multiple obstacles. 
The PAM-AID [70] (Figure 2.16) aims to guide blind people and is equipped with three types of 
sensors that are used to provide information of the surrounding environment: sonar, infrared 
proximity sensors and bumper switches. The information obtained by the environment is given to 
the user in the form of voice messages that describe the surrounding and warn about the 
emergence of obstacles. The data gathered is sufficient for obstacle avoidance and is simple 
enough to allow rapid processing. Another function is that the device can detect descending stairs, 
not dragging the user after it.  
Similarly, the MARC Smart walker [73] includes a forward bumper and laser/infrared sensors to 
indicate the presence of an obstacle or stairs in the user’s path.  
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Another example is the prototype that has been built on top of a Nomad XR4000 mobile robot 
platform [58]. This walker is equipped with two circular arrays of Polaroid ultrasonic transducers, 
two circular arrays of Nomadics infrared near-range sensors, three large touch-sensitive doors, and 
a laser range finder. These sensors enable our system to perceive obstacles at various heights and 
the laser range finder is used for navigation. 
Early obstacle detection is extremely important for people who use walkers. Due to the effects of 
impaired balance, sudden changes in terrain can sometimes present serious challenges to 
balance, even when one is using an ambulatory aid.  
However, none of these systems address the safety issue concerning about the risks of falls or 
other mishaps that could happen while the user is guiding the walker, or when the walker stops. 
They just evaluate the state of the environment and forget that the space area where the user is 
walking is also important to be aware of. So, it is necessary to develop subsystems that are alert to 
the situations of danger in that space. For this reason, the walker must have the capability to 
predict and avoid falls or similar situations that involve risks to the user and, then, stop. This is 
possible with the use of sensors that evaluate the gait of the patient relatively to the walker, like it 
will be done on this work.  
 Another problem is the possibility that the walker may roll away from the user while walking. 
This will be attended in this work by creating a sensing system, using infrared sensors, that 
measures how far the user is from the walker, detecting dangerous situations such as falls. 
Besides these solutions, it will be created a system with force sensors on the handlebars and in the 
forearms support that make sure the user is effectively guiding the walker with the two hands and 
supported by the supports, respectively. 
 
2.4.2.3. Cognit ive assistance 
 
In this group, devices that assist user navigation and (auto-) localization in structured 
environments and outdoors (using GPS, for example) were considered. These Smart Walkers are 
very important to people that have cognitive issues and problems related to memory and 
orientation. Some Smart Walkers [72] [58] are programmed to follow predetermined paths inside 
clinical environment or to achieve a certain location in a map of a house or medical facility. Other 
devices are capable of creating maps of an unknown environment or auto-localization in a map 
using markers placed on the surroundings. 
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Smart Walkers may also be able to communicate bidirectionally with the user through a visual 
interface or voice commands, receiving directions from the user, or informing him about the 
present localization in a map and the environment conditions, e.g. obstacles.  
The iWalker [72] (Figure 2.17), for example, has a navigation service that disposes to the user a 
map of the environment and their localization on it. They can ask for a route to reach some 
destination and real time indications to follow it. If navigation is interrupted by non-avoidable 
obstacles, the system can suggest a new route or offer to ask for help to a caregiver.  
 
2.4.2.4. Health M onitor ing  
 
In more specific situations, the Smart Walkers can be used to monitor some health parameters 
of the user. This health information is used to keep a medical history of the user or inform through 
a wireless communication network a health centre or the medical staff in the case that an 
emergency situation is detected. 
The PAMM Smart Walker [74] focuses specifically on the users’ needs in an eldercare facility 
(Figure 2.18). It provides greater support for walking; monitors the health of the user (e.g. 
electrocardiogram), and it informs the user about his scheduled of tasks (e.g. taking medications).  
These functions were developed so that the elderly people can live more independently.  
 
 
Figure 2.18 PAMM Smart Walker [74]. 
 
2.4.2.5. Advanced Human-M achine Inter face 
 
Systems or machines have increasingly evolved in capacity and functionalities, so now they can 
assist humans in tasks of higher level of abstraction. The elements that establish a bridge of 
interaction between human and machine, called interfaces, must establish a dialogue between 
these identities as user-friendly and efficient as possible [75].  
 Online Control of a Mobility Assistance Smart Walker | 31 
The interface should be able to adapt to users with different levels of physical and cognitive 
capabilities and this adaptation should be done in a user-friendly manner. 
In interfaces, the role of the sensors is very important since they measure the environment and 
human interaction and transmit the information to device so that it can accomplish the task that is 
being demanded by the user [76].  
The Smart Walkers can present two different kinds of interface: direct interface in which the 
user commands or the user intentions can pass directly to the device; and indirect interface if 
otherwise. 
One example of a direct interface is the joystick. Hashimoto et al. [77] developed a walker that 
is driven by a direct manipulation of a joystick (Figure 2.19). This joystick besides transmitting to 
the motors the user’s intention of direction, it has a user-friendly hand force feedback system that 
allows the user to perceive obstacles and thus walk with greater safety. According to a repulsive 
force from the joystick, the user can know the distance and direction to the obstacles. 
 
 
Figure 2.19 Walker with a joystick as an interface [77]. 
 
Force sensors have also been the focus of direct interfaces, because by detecting the user’s 
intentions through physical interaction, the force sensor interface offers a user-friendly and 
intuitively way to reach that goal. 
Handlebars are usually employed to provide for the support and stability in ambulatory devices. 
They require the user’s hands to grip firmly. Morris et al. [58] developed a robotic walker based on 
the XR4000 platform with two-force sensors embedded into the handlebars. The idea is that by 
incorporating force sensors inside the handlebars, the user can maintain a steady hold and 
manipulate the robotic walker in a manner more consistent with contemporary roller-based 
walkers. The process runs as follows: each handlebar is equipped with a prismatic handgrip that is 
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motion constrained. Semi-pliable foam is inserted between the handgrip and motion stops to 
dampen the displacement exhibited by the grippers (Figure 2.20). A pair of force-sensing resistors 
is embedded into the foam to detect pressure when force is exerted along the handlebar. These 
pressure readings are transformed into planar translational and rotational velocities. 
 
 
Figure 2.20 The haptic interface handlebars of the Morris’s walker [58]. 
 
The latest version of PAM-AID, Guido [78], is guided by the user with spring-loaded handlebars, 
which are equipped with sensors to determine the intended direction of travel (Figure 2.21). Turn 
buttons are located on the end of each handlebar. Pressing these buttons causes the front wheels 
to turn parallel to each other in the same direction and thus allows the walker to rotate in a circle 
about its rear wheels. Brake levers are also positioned on the handlebars. If the user squeezes the 
brakes, the front wheels will both turn inward to stop the walker.    
 
 
Figure 2.21 Guido Walker [78] 
 
The Walkmate [79] has two force sensing resistors embedded into the handlebar (Figure 2.22). 
These sensors are fixed with the handlebar directly so it can detect both pull and push pressure of 
the handlebar. Moreover, the force sensors embedded into the handlebars offer a natural negative 
feedback loop of the motion control. When the user wants to keep a constant velocity, the handle 
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will be pulled to decelerate the walker if the walker is faster than the user. If the walker is slower 
than the user, the handlebar will be pushed to accelerate the walker. 
 
 
Figure 2.22 The Walkmate and its handle-bars as a force interface [79]. 
 
The ZJU Walker [80] is a motorized intelligent mobility aid that is being developed in Zhejiang 
University to help the elderly in the outdoor environment. It can extract a user’s walking intent from 
the operations on the handlebars that include two torque sensors. The interface is natural and 
intuitive. The forces applied to the handlebars of the walker are transferred to the wheels’ velocities 
through the dynamics of the walker, so with these sensors it can detect the directional, pace and 
rotary intent. For elderly users with degrading physical and cognitive functions, they may have 
difficulty in operating the handlebars appropriately; consequently the walker would not run as they 
thought. But the operations on the handlebars reflect their thoughts of how to operate the walker to 
some degree. 
Other works addressing interfaces with force sensors are UTS [81], Chuy et al. [82], MARC [73] 
and SIMBIOSIS [65] and Sprint [88]. 
Another kind of direct interfaces is the voice communication. To help the visually impaired, for 
example, it was developed by Gharieb at King Saud University [83] a walker that has the ability to 
avoid obstacles and steer by following the user’s voice. The walker receives the voice command 
from the user and determines the required tasks. If the speed of the walker exceeds a maximum 
limit value an audio alarm will be activated, and when there is an obstacle it warns the user with an 
audio alarm, too. 
On the other hand, indirect interfaces have to recognize user’s movement and/or intent without 
requiring manual operations. Examples include visual recognition using cameras [84], and 
detection of human gait using pressure sensors [85] and ultrasonic sensors [61]. 
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A recent prototype of a walker is the JARow [84], which was developed to provide to the users 
the opportunity to recover from their disabilities in an efficient and economical way (Figure 2.23). 
The development of this walker took into account that elderly people have a very slow performance, 
and are not familiar with electronic and mechanical controls. Thus, the prototype JARow applies a 
pair of infrared sensors on the lower base of the walker to control the rotating speed of the motors. 
These sensors detect the position of the lower limbs of the user, which is used to calculate which 
direction and speed the walker must perform to follow the user. 
 
 
Figure 2.23 Prototype of the JARow [84]. 
 
Research has mainly focus on developing direct interfaces with force/torque sensors, because 
unlike the joysticks, buttons and switches, for example, the force sensors are more robust, precise, 
and intuitive and provide better information. For instance, when the joystick is moved in any 
direction during the gait, due to the foot strike or uneven terrain, vibrations may appear. 
Relatively to the buttons, switches and touch screens, they might be simpler and easy to 
control, but they have an intermittent or discrete operation that is mentally heavy for the user. 
Moreover, these interfaces may cause confusion for elderly users, which might result in an 
accident. The voice communication, for example, has an advantage of transferring effective high-
level commands as a bilateral communication tool. However, there are critical problems such as 
interference and recognition yet to be resolved. 
Indirect interfaces have strong demands on visual recognition, and to achieve progresses, it 
requires complex recognition algorithms with high computational costs and high performance 
devices.  
Another problem is the human gait detection. Normally, these interfaces use ultrasonic or 
infrared sensors. In some cases, ultrasonic sensors require the user to worn an additional device 
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on the human body, which is a major disadvantage. Interfaces based on infrared sensors such as 
in the JaRoW prototype, besides being sophisticated, still have several issues to be resolved. For 
instance: the human gait control system is nonlinear; the gait parameters vary across users; the 
gait of users with disabilities is slow and irregular, and the sensors can mix the legs causing the 
controller to make wrong decisions about the intentions of the user.  
Despite all these advances in the current state-of-the-art user-walker interaction field, there are 
still many unsolved questions and key areas in determining user-friendly and efficient interfaces. 
Further, it is very important to remember that these interfaces should not increase the cognitive 
burden or cause confusion and frustration to the elderly or to the lower limb disable users. 
Recent studies on walker interfaces [77-87] have not focused on the characterization of the 
signals gathered by the interface sensors, and it is currently lacking an exhaustive analysis of the 
main parameters involved in the interaction between the user and the device. It is required to 
identify these parameters and their connection to the subsequent algorithms used for detection, 
attenuation, recognition and estimation. Different approaches may lead to a better manoeuvrability 
of the walker. Previous work [61] in which algorithms were developed to effectively estimate the 
cadence and significantly attenuate or eliminate the components of the force signals related to the 
oscillations of the trunk, achieving, thus, the intentions of the subject on the guidance of the 
walker. The approaches can be based on applying fuzzy control [61], model based-approaches 
[79] [88], probabilistic models [90] and others. 
The Walkmate [79], for example, has two force sensors that detect both pull and pressure of 
the handlebar (Figure 2.22). These pressure signals are then sent to the computer to calculate the 
output to the motor control board. The velocity of the robot and the acceleration are set 
proportional to the force applied to the force sensor interface in the handlebars, which mean the 
robot will run or stops when the user’s hands hold or leave the handlebars, respectively. However, 
this algorithm does not provide great stability to the guidance of the walker.   
Another walker from MacLachlan et. al [81] that is being developed at the University of 
Technology, Sydney, takes two user intent variables from its force sensors: travel speed and turn 
rate. To measure user intent, two strain gauges have been placed on each handlebar of the walker 
based on FEM (Finite Element Method) analysis. Outputs from the individual circuits on each 
handlebar are combined to determine the user intent. The sum of the outputs gives the forward or 
backward moment on the handlebars and the difference gives the left or right turning force.  
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Another study from Chuy et. al [82] implements a control motion based on an applied force by 
the user that is passed to an apparent dynamics to determine the desired state of the system 
(velocity and position). Each desired wheel velocity is determined based on the inverse kinematic 
equation of the system. This implementation has shown to be instable to the system, so it requires 
a better evaluation of the control algorithm that uses the user’s intentions to avoid instability. 
Model-based approaches require having a precise model of the walker, user and the surround 
environment and thus are prone to errors and have difficulty to adapt to variations, which are 
essential in real time applications. 
Other examples of control systems can be found in [60] [80] [86-87]. 
The studies evaluated here lack a detailed description of the main parameters that describe the 
interaction between the user and the device, because it is necessary to improve detection and 
recognition algorithms used in interfaces.  
It is therefore a key area to characterize the signals gathered by the interface sensors, by 
performing an exhaustive analysis and description of the main parameters involved in the 
interaction between the user and the device concerning the driving of the device according to the 
user’s intention. In order to improve the reading of the users’ intentions it is required to identify the 
parameters involved in these signals and their connection to the subsequent algorithms used for 
detection, elimination, attenuation, recognition and estimation. Further, due to the limitations on 
current recognition and control algorithms and computational costs that need to be decreased, 
there is room for further improvements and this is being a turning point for research. 
In addition, the developed interfaces are uneconomic. It is noteworthy to call for the attention 
that the major prototypes [80-82] [84-85] were not evaluated with elder users or user with 
disabilities, which are in fact the target population. 
Generally, the motion control algorithms are developed without taking into consideration the real 
interaction that happens between the user and the walker. To gather this knowledge it is necessary 
to run tests with the user using the walker without any control, and with the motors disconnected. 
With this it can be detected for sure the signals that represent the movement intentions of the user 
[90].  
These experiments enable to collect the natural signals obtained through the interface without 
the interference of any control strategy, and thus to verify the real intentions of the user. This 
enables to develop a natural interface that does not require a learning phase or special skills to 
drive the walker.   
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So, the capture of signals that represent the intentions of the user will be captured by this 
explained form, so than it can be constructed the motion control algorithm to control the direction 
and velocity of the walker. This information will be applied to characterize the interaction between 
both agents. 
 
2.5. Conclusions  
 
On this chapter it was made a brief review of the dysfunctions that can affect the mobility, and 
was presented a critical review about the assistive mobility devices existing on the literature, giving 
emphases to the walkers, and more specifically the Smart Walkers. 
The review about the walkers has shown that in the last years their development has witnessed 
a huge increase due to their enormous potential for rehabilitation and functional compensation. 
This potential emerges since this device makes use of the residual mobility capacities of users, 
maintaining and/or ameliorating them. Thus, it is provided the opposite effect of the wheelchairs, 
which have an incapacitive effect on the mobility of the users. 
Evaluating the works that were presented in this chapter, one can infer that, in general, almost 
all the Smart Walkers have an assistive navigation system with sensors that detect obstacles, as 
well as, a design that has been studied to provide and improve a stable gait. This factor is possible 
with different designs of the guide platform that can have, for example, a forearm support. Another 
aspect that increases stability is the fact that electronics and other heavy components are put on 
the lower base of the walkers, giving a greater balance and stability to the device.   
A general concern among Smart Walkers is the braking system that has to be easily 
manipulated, intuitive and effective, to avoid dangerous situations, such as, great accelerations of 
the walker on descending surfaces and the fall of the user.  
The studies about interaction between the walker and the user are beginning to take place on 
the list of concerns with the Smart Walkers. This is an area that needs to be more explored 
because the interfaces that are being now studied, and that were presented on this chapter, are 
based on the direct supply of information from the sensors that detect the users’ commands to the 
motors. There is a lack of description about what signals represent and what information they can 
give us about the commands of the users. This is necessary because the interface needs to be 
intuitive and natural to not require an excess of effort of the users’ cognitive capacities. In addition, 
the interface has to adapt to all the users. 
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These developments have also a lack of detailed description of the main parameters that 
describe the interaction between the user and the device, requiring an improvement of recognition 
algorithms, as well as studies that evaluate the behaviour, gestures and posture of the user when 
is using the walker.  
Future researches should improve the safety and stability of walkers, and avoid to inadequately 
resort to alternative devices such as wheelchairs, that have disabling effects, thus contributing and 
reinforcing to the maintenance or to the improvement of the physical and cognitive capabilities of 
the user. It is also necessary to better understand how the connection between the user and the 
walker works, as well as the benefits those walkers can bring to the gait, posture and motivation of 
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3. Background and Presentation of the 




The critical review about mobility assistive devices, held in Chapter 2, highlights a considerable 
number of mobility assistive devices, including Smart Walkers that are being developed throughout 
the world. This highlights the importance of this matter today. 
The research on walkers has been focused on implementing assistive navigation and driven 
control, not focusing on the use of forearm support, manoeuvrability, safety and the cost of the 
walker. Further, the focus is generally on the evaluation of the walker surrounding, not paying due 
attention to the area where the user is walking. 
These considerations have, however, been addressed recently. The Smart Walkers proposed in 
the NEOASAS and ASBGo projects, aim to provide for safety, a natural manoeuvrability and try to 
offer a certain degree of intelligence in assistance and judgement. Information gathered by several 
sensors is used to inform the Smart Walker about the status of the user, i.e. identify the movement 
intentions of the user considering direction and velocity, as well as additional safety, by detecting 
possible falls of the user. 
Results will be used to advance towards a commercial product with an affordable cost but high 
reliability and safety. The motivation is that this will contribute towards better rehabilitation 
purposes by promoting ambulatory daily exercises and thus extend users’ independent living and 
improve their life quality.  
The NeoASAS project began on CSIC and its continuation is taking place in University of Minho 
with the ASBGo walker, under the work proposed in this thesis. NeoASAS emerges as the evolution 
of two projects, ASAS (Andador Pseudorobótico de Alta Seguridad) [63] and SIMBIOSIS [61], 
previously developed in CSIC. In this chapter, it will be done a brief presentation of the ASAS and 
SIMBIOSIS projects, followed by a presentation of the goals of the NeoASAS and ASBGo projects 
covered in this thesis. 
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3.2. Background: Project ASAS and SIOMBIOSIS 
 
The Project ASAS [63] of the Bioengineering Group at IAI – CSIC aims to develop a Smart 
Walker to the rehabilitation and the maintenance of the natural mobility [63]. 
ASAS (Figure 3.1) is a modification of a commercial device in which the base has been 
enlarged, the handles have been replaced by a forearm-supporting base and the heavier 
components have been placed on the lower plane close to the ground. These modifications were 
made to increase its stability during the gait of the user. It has been also installed self-blocked dc 
motors on the rear wheels, pushing energy to the displacement of the walker and braking control. 
The control of the motors is made through push buttons installed on each handle.  
 
 
Figure 3.1 ASAS walker [63]. 
 
Although the good results achieved with this walker during clinical evaluations [91], the system 
presented poor user-interface. The fact that each motor is controlled by one push-button makes the 
control of the walker unnatural to the user. The project evolved onto the SIMBIOSIS project. 
SIMBIOSIS is a Smart Walker [61], presented in figure 3.2, and is intended to be guided by the 
user’s intentions, according to his gestures and postures. In order to do this a series of sensors 
acquire and process the required interaction parameters.  
The user interface of the SIOMBIOSIS walker is divided in three subsystems: i) feet/user relative 
position, ii) lower-limb kinematic and iii) upper-limb force interaction. 
Subsystem (i) is compounded by ultrasonic sensors and it was designed to obtain the temporal 
evolution between the feet of the user and the walker. [92] The information acquired enabled to 
analyse the gait during the use of the device, providing information related to the walker’s velocity 
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and also related to safety such that the device is stopped in case of excessive separation or 
approximation to the walker, diminishing the risks of falling. 
 
 
Figure 3.2  SIMBIOSIS walker and a scheme of the orce sensors installed on the SIMBIOSIS walker [90]. 
 
Subsystem (ii) is compounded by a series of inertial sensors placed along each leg of the user. 
Each inertial sensor enables to estimate the orientation and evolution of the lower limbs on the 
space.  
These sensors constitute a portable gait analysis system to determine parameters related to the 
gait phases, and also spatial-temporal parameters, velocity and step lengths, as well as the 
irregularities in the gait process. All this information is relevant to inform if the gait parameters of 
the user improve with the use of certain control strategies.   
Finally, subsystem (iii) is compounded by a series of force sensors installed on the forearm-
supporting base (Figure 3.2).  This subsystem is used to study the interface of the forces of 
interaction between the user and the walker during the gait, in order to extract patterns during the 
execution of certain tasks with the device. These patterns are then used to infer the intentions of 
the user’s navigation, defining the basic commands for the robotic system [90]. 
The results obtained with this project were quite satisfactory. It was possible to increase and 
characterize the load due to user’s partial body weight support to improve the gait patterns and to 
increase the stability and safety of the gait. Testes performed with paraplegic at the Spinal Cord 
Injury Hospital of Toledo (Spain) demonstrated the large rehabilitation and functional compensation 
potential of the developed walker. [93] These two projects, ASAS and SIMBIOSIS, allowed to verify 
that a new sensorial system was necessary if a commercial focus was envisage. The NeoASAS 
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Project emerged in order to give continuity to the ASAS and SIMBIOSIS projects, but with a 
commercial focus. It is intended that the NeoASAS walker has the same reliability and stability that 
the SIMBIOSIS walker [61], using a sensor system for the characterization of the user-walker 
interaction during assistive gait. Nevertheless, in order to make it more robust and considering 
economic aspects it requires a simplification of its sensorial configuration. Thus, the device should 
be implemented with simple and low cost sensors. However, the interface of this new prototype 
must remain user-friendly without requiring additional cognitive capacities or training, since many 
users have many difficulties related to these factors. These were the problems tackled in this thesis 
that fits in the NEOASAS project. In Minho University these goals were also implemented in the 
ASBGo walker, as well as other considerations related to the security of the user while he is walking 
with the device. 
The NEOASAS and ASBGo walker, in their final state, will be an autonomous system capable of 
controlling the movement of the walker through the extraction of the users’ movement intentions 
obtained by the integrated sensory system. These projects are unique in the sense that they try to 
improve the safety and stability of walkers, and avoid to inadequately resort to alternative devices 
such as wheelchairs, that have disabling effects, thus contributing and reinforcing to the 
maintenance or to the improvement of the physical and cognitive capabilities of the user, through 
functional compensation. 
The NEOASAS and ASBGo goals directly related or addressed in this thesis will be detailed in 
the following. These comprise mechanical modifications to a standard four-wheeled walker, 
additional sensorial subsystems and cognitive improvements onto the control architecture. 
 
3.3. NEOASAS walker and ASBGo walker  
 
3.3.1. Considerations about the NEOASAS and mechanical modifications 
 
The use of four-wheeled walkers is increasing in a number of countries around the world and 
their users seem to be satisfied with their assistive device. Because of this information and 
according to the following considerations, the NeoASAS walker was chosen to be a modification of 
a four-wheeled walker [61]: 
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• It enables the user to achieve a more natural gait, since it is not necessary to lift the 
device to walk.  
• It enables a broad base of support, since there is always contact between the walker 
and the ground. 
• As it was presented in [94], it was observed a reduction of reaction time to external 
stimulus when comparing the use of a four-wheeled walker with a standard walker.  
• In the study presented in [95], it was observed a 50% reduction of the energy 
consumption when using the four-wheeled walker compared with the conventional 




Besides these considerations, were analysed the disadvantages/limitations of the four-wheeled 
walker [52]. This walker presents problems concerned with handling and manoeuvring. For 
instance, users with reduced strength on the arms have many difficulties on driving the four-
wheeled walker [52]. Other problems are relative with the brake system that usually requires 
strength the users do not have and the brake cables are loose. Moreover, the four-wheeled castor 
wheels revolve and can get stuck; the suspension is poor as well as the directional control, which 
transmit insecurity to the user, as well as instability to when he is guiding the walker.  
 In order to tackle these problems, the NEOASAS walker (Figure 3.3), was integrated with two 
support platforms, for the hands and forearms, which allow a greater unload of the partial body 
weight of the user on the walkers’ structure.  This reduces the load on the lower limbs and extends 
the use of the device to individuals that have muscle weakness, joint pain and certain types of 
lesions. At the same time, it is possible to reduce the uncontrolled movements of the wrist since 
this is weak, difficult to control and prone to errors. Additionally, it was integrated in each rear 
wheel a DC motor that allows the control of the walker movement and braking, resulting in a more 
secure and stable walker. 
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Figure 3.3 NeoASAS walker. 
 
Beyond these mechanical modifications it has been installed on the walker a user interface 
based on a joystick, that measures the commands of the user (navigation intentions related to 
direction and velocity), so that it is easier for the user to guide the walker. The joystick is intended 
to substitute the force sensors of the SIMBIOSIS, since it is a simpler sensor with a lower cost. 
 
3.3.2. Considerations about the ASBGo and mechanical modifications 
 
At Minho University the concepts presented in the NeoASAS walker were reproduced and a four-
wheeled walker (Figure 3.4a), given by Orthos XX1, was modified to build the ASBGo walker (Figure 
3.4b)). This walker has the same mechanical modifications as the NeoASAS walker, as well as the 
joystick interface, but with some improvements: 
• The upper base of the NeoASAS walker, where the joystick is integrated, is made from 
steel that bends when the user pushes it to guide the walker. This introduces errors on 
the reading of the movement intentions made by the joystick. In the ASBGo walker a 
stronger material, iron, that does not bend when the user forces it, was applied (Figure 
3.5).  
• The joystick was not well fixed on the upper base of the NeoASAS, so some intentions 
were not well read. In the ASBGo it was introduced a plate that forces the joystick to 
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follow the movements of the upper structure, as well as a rubber that fixes the joystick 
onto the plate (Figure 3.5). 
• The upper structure was not well aligned in the NeoASAS walker, being other reason to 
introduce errors and noise to the joystick. While the ASBGo structure was built a special 
attention to these alignments was paid. 
• The height-adjustment system was difficult to manipulate in the NeoASAS, and now the 
ASBGo has a better one and easier to adjust (Figure 3.6). 
• The supports of the forearms are more comfortable in the ASBGo walker (Figure 3.4b). 
 
 
            
   a)      b) 
Figure 3.4 a) Four-wheeled walker given by Orthos XX1 anf b) ASBGo walker. 
    
        
Figure 3.5 Upper structure of the ASBGo walker. 
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Figure 3.6 Structure for the height-adjustment. 
 
Additionally, an infrared sensor has been added to the ASBGo walker at the user’s chest height 
to detect if the user is falling. Two force sensors have been placed on each forearm support to 
verify if the user is correctly supported and other two force sensors have been added to verify if the 
user is grabbing properly the hand support. These sensors have been introduced for safety 
reasons. The author of this thesis suggested all these considerations. 
 
3.3.3. Subsystem for evaluation of user’s command intentions 
 
In order to provide for walking support, the NeoASAS and the ASBGo have to capture the 
direction that the user intends to go based on the user manipulation. The directional intent will be 
identified from physical manipulation because the user’s directional intent and his physical 
manipulation usually are mutually consistent. In this work, a novel interface is proposed to 
recognize the user’s directional intention according to the manipulation of handles on the upper 
base support. 
The development of this interface took into account that walking is a complex combination of 
omni-directional motions, including forward, translational (right and left), oblique motions and 
rotations. The interface must have the capability to “read” and interpret all these kind of intended 
motions, to follow the user’s movement, and to provide for a good walking support. Additionally, 
the novel interface has the advantage of using the forearm supports, improving safety during 
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walking and helping to unload the lower limbs. Moreover, the user does not have to intentionally 
manipulate the device in order to set direction instructions and it is low-cost, if compared to other 
commonly used technologies in this field, such as force sensors or Brain Computer Interfaces 
(BCI’s). 
The system proposed for reading the intentions of the user’s walking movement is based on a 
joystick that is integrated into the upper base support at its middle. This joystick is the key of the 
interface. 
 
3.3.3.1. Specif ications of  the inter face 
 
During the SIMBIOSIS project it were observed and studied which efforts were the most 
important to drive the walker. According to these studies, in the NEOASAS and ASBGo project were 
proposed to use a new interface that consists on placing, at the centre of the upper base support, 
a joystick associated to a spring that is moved according to user’s manipulation (Figure 3.5). When 
the user forces the handles, this slight movement is transmitted to the upper base support, 
mechanically coupled to the joystick that reads the user intention. When the user begins his gait, 
he has to slightly move the handlebar through the handles, moving the joystick, informing the 
walker which direction and velocity he wants to take. Hence, the user’s efforts are successfully 
converted into small movements through this new interface, which is simpler, but is developed to 
be optimized for commercial implementation.  
The handlebar is a base and in its centre is integrated the joystick associated to springs, and in 
each one of the two extremes was placed a handle, so that the user can hold on to it (Figure 3.5). 
The joystick (CH-Hall effect – Appendix A.1) is a robust and low cost device that does not require 




Figure 3.7 The joystick CH-Hall Effect.  
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The base is supported by two load springs (Figure 3.8, appendix A.1), in order to make the base 
more manoeuvrable (Figure 3.5). Their position was chosen by placing them along the upper base 
evaluating the necessary effort to move the base, the comfort and effectiveness to move the 
joystick. Additionally, it was necessary to take into account the hardness of the springs. On one 
hand, they cannot be very flexible and malleable, so that the base is not too sensitive and loose, 
thus transmitting a state of insecurity to the user. On the other hand, it cannot be too hard, or 
would turn the base to be less sensitive to the users’ intentions and require a lot of effort by the 
user, taking him, eventually, to fatigue. The choice of the springs as well as its position was made 








~To extract the signals from the joystick and then study them it was performed an user study 
with healthy volunteers, with no history of any dysfunction on either upper or lower limbs. These 
volunteers had to perform simple tasks like moving forward and then turn left or right. It is 
noteworthy that these tests were performed without any motorized system. This enables to 
evaluate the real interaction between the user and the upper base support of the walker without the 
interference of any control strategy. These signals enable to characterize the interaction between 
both agents. 
The joystick outputs three different signals (X,Y,Z), measured in Volts that specify the imposed 
movement described on the XYZ-axis attached to the joystick. These axes are depicted in figure 
3.9. However in this work it is just used two of these signals, Y and Z. 
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Figure 3.9 Schematic of the joysticks’ displacement. 
 
These signals are measured in Volts and are proportional to the rotation angle (θi, i=y,z) of the 
joystick around the Y and Z axes of the joystick that results from the force that is applied by the 
user on the handles. Signal Y is the angular rotation around the Y-axis and represents the straight 
or forward movement intention of the user. Signal Z is the angular rotation around the Z-axis and 
represents the curvilinear movement intention of the user. These are converted by the joystick as 
follows: 
Y = 0.125 x θ y + 2.5 (Volts) 
Z = 0.125 x θZ + 2.5 (Volts)                              (3.1) 
 
Where θy is the rotation angle around the Y-axis and θz is the rotation angle around the Z-axis 
applied to the joystick. Both can vary within the range [-18º, 18º] and are express in degrees. Thus 
if the joystick is in the rest position the Y and Z are 2.5 V. The value 0.125 is express in Volt per 
degree. 
The acquisition of these signals from the joystick allowed the identification of two main 
components of the signal. One represents the highest frequency noise caused by the vibrations 
introduced by the ground and wheels irregularities of the structure, and this component should be 
eliminated. The other one is the voluntary component that contains the information of the walking 
movement intentions of the user to guide the walker. This is the one that really interests to guide 
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3.3.3.2. User’s gestures w hile guiding the Smart W alker  
 
As it was told the directional intent will be identified from physical manipulation of the upper 
base of the walker. This manipulation is depicted in figure 3.10.  
 
a)  
                   b)   
      c)    
Figure 3.10 The user is a) walking forward, b) turning left and c) turning right. 
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3.3.4. Fall and Grasp Detection – Safety considerations 
 
The possibility to detect possible falls of the user was one of the concerns and aims integrated 
on the ASBGo project. Additional safety is envisaged by several sensorial subsystems that 
complement each other. A motion analysis system has been used to analyse the position of the 
lower limbs relatively to the walker in order to determine the region of space in which the lower 
limbs are always present when the user is walking with the walker. A sensor will be put there to 
detect that area (Figure 3.11a) If the user leaves this area it means that he is possibly falling. 
Another option to detect possible falls of the user is by monitoring the approximation of the user 
with infrared sensing at the height of the chest (Figure 3.11b). If the user is falling forwards, the 
distance between the user’s chest and the walker will decrease. The proposed subsystem is 
composed by infrared sensors and will improve the detection of falling forwards situations during 
gait and stop the walker in time accordingly if required. 
To detect if the user is falling backwards three steps were introduced. Firstly, the walker cannot 
move backward. So, if the user pushes the upper structure in his direction, the walker stops. 
Another subsystem ensures the user is guiding the walker grasping the two handlebars. The 
proposed safety system is compounded by sensors on each handlebar (Figure 3.11b). If the two 
handlebars are not grabbed, two situations may occur: if the gait is starting, the walker will not 
move; if the user is already walking with the device, the walker will immediately stop. A third step is 
based on two sensors, one on each forearm support, that will verify if the user is with his forearms 
properly supported on the base supports (Figure 3.11b).    
 
3.3.5. Modular Architecture for Data Acquisition and Processing 
 
The proposed sensorial subsystems have to be integrated onto an electronic architecture with 
communication possibilities, able to do data acquisition, processing and control in real time.  
 
3.3.5.1. NeoASAS Architecture  
 
For this purpose, in the NeoASAS walker, MATLAB Real-Time Workshop was used, which allows 
the creation of real-time systems from SIMULINK blocks. A full application, including the program 





Figure 3.11 Schematic of the sensors integrated in a) the lower base and b) the upper base of the walker. 
 
that will be executed on real-time, can be developed in short time, taking the advantage of using all 
analysis and data processing tools of MATLAB.  
In CSIC, the processing elements used were: 
• Conventional PC portable, ThinkPad Z61m of Lenovo. 
• CPU of Seco, M585R model. This one belongs to a PC/104-Plus platform Intel Celeron 
650 MHz, with 128 MB of RAM and 32 MB of FLASH-IDE. 
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• There is an increase of computational capacity of the system, allowing the 
implementation of complex algorithm in real-time; 
• Possibility of using other programs in parallel with the system of real-time executed in 
the PC/104, allowing a more universal system and increasing the possibilities of 
communication with other existing systems.  
• It enables to develop a system without taking into consideration the programming 
problem, and focus first on the development and validation of concepts.  
  
There is also the possibility to connect the sensor subsystems incorporated on the walker 
through an acquisition card (PC/104 Standard) of the Diamond Systems Corporation, DMM-32X-
AT model. This card has input/output digital (3 ports with 8 bits) and analog (32 single-ended with 
16 bits and auto calibrated) channels. 
To program the PC/104-Plus and the communication with the portable PC during the 
acquisition, it is used a network card from Advantech, PCM-3663 model. 
To control de motors it was used a board with a dsPIC304011, which had been programmed to 
receive data from the PC/104 and then sent to the motors of the walker. 
Finally, to power the system it was developed a source powered with a battery of 12V 9Ah, 
which outputs 5V 16A based on the converter of Texas Instruments PTH08T220W. 
 
3.3.5.2. ASBGo Architecture 
 
At University of Minho, it was chosen other architecture to acquire and process the signals sent 
by the sensorial systems to control the motors of the ASBGo walker. 
The PC is a fundamental element to control, acquire and analyze data, however it incurs high 
cost. 
As a low cost alternative it was selected an Arduino board (Chip Kit Max 32), based on a 
versatile microcontroller that potentiates his functions beyond a simple passive interface of data 
acquisition, operating alone on the control of various devices and this having applications in 
embedded instrumentation and robotics.  
Arduino is a hardware open source platform of simple use, ideal for creating an interaction 
between input sensors (sound, light, etc) and output LED’s, motors, etc. The platform has a 
bootloader and a friendly interface on the computer that uses language Processing [96] based on 
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C/C++, which is also open source. Through the bootloader it is dispensed the use of programmers 
for the chip (ATMEL), and requires no additional hardware and compilers. In this development 
environment, libraries are available and allow interfacing with other hardware, allowing the full 
development of simple or complex applications in any area. 
So, Arduino will substitute the PC/104 and the motor board control. This option relies onto the 
reduction of the amounts of electronics, lower cost device and focusing the concentration on 
executing the tasks faster, using a platform where it is possible to develop software in a easy and 
faster way. Thus, this can be an autonomous and complete platform that receives inputs from the 
sensorial systems and directly controls the motors. Moreover, it is low cost and low battery 
consumption. Despite being more robust, the PC/104 consumes a lot of energy, is expensive and 
requires more electronics, such as the motor board control.  
For this propose, to develop a device with a commercial focus, Arduino seems to be a good 




In this chapter is done a brief presentation of the ASAS and SIMBIOSIS projects, followed by a 
presentation of the goals of the NeoASAS and ASBGo walkers.  
Therefore, the NEOASAS and ASBGo projects emerged in order to give continuity to the ASAS 
and SIMBIOSIS projects, but with a commercial focus.  
The NeoASAS and ASBGo aim to provide for good support through the use of the forearm 
supports and stability by placing the heavy elements on the lower base of the walker. These 
projects also aim to try to offer a certain degree of intelligence in assistance and judgement. 
Information gathered by several sensors is used to inform the Smart Walker about the status of the 
user, i.e. identify the movement intentions of the user considering direction and velocity through a 
joystick placed onto the upper base of the walkers, as well as additional safety with infrared and 
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4. Validation of the Proposed Interface 
4.1. Introduction 
 
To qualitatively evaluate the information and sensibility that the joystick, as an interface, can 
provide regarding user’s command intentions, a series of experiments were performed. The 
joystick was mounted onto the walker as previously described in Chapter 3. An acquisition platform 
was built to acquire and process the signals obtained from the joystick. Experiments were 
performed without any motorization in order to evaluate the real interaction between the user and 
the walker without the interference of any control strategy. Experiments consisted on three different 
pre-established trajectories with five individuals. The purpose was to obtain a qualitative 
relationship between the performed trajectories and the signals sent by the joystick.  
A comparison among these showed that the amplitude of the joystick signal depends on the 
rotation of the joystick due to the force applied by the user on the handles when walking and on the 
intention to perform the pre-established trajectory. So, it was experimentally observed that the 
joystick, as an interface, presents enough sensibility to make a correct and effective interpretation 
of the users’ commands. 
It was also noticed that the acquired signals have two types of components: one that contains 
the user’s command intentions and other a higher frequency components. This last one may 
interfere in the readings of the joystick, and cause a misinterpretation, and therefore has to be 
eliminated by a filter strategy. 
The performed experiments and the achieved results with the NeoASAS and ASBGo joystick’s 
signals are presented and discussed in this section. An introduction and comparison between filter 
strategies to estimate the user commands on the joystick signals, eliminating the higher frequency 
components, are presented for each walker, as well as the performance of these filters, which 
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4.2. Evaluation of the signal related with the users’ command intentions 
in the NeoASAS and ASBGo walkers. 
 
To begin with the study of the filter and control strategies for the motorized movement of the 
NEOASAS and ASBGo walkers, it is first necessary to perform some experiments with the user 
walking with the walker, and then analyse the joystick signals that are obtained. 
These experiments were executed without any motorization in order to enable the evaluation of 
the real interaction between the user and the walker without interference of any control strategy. 
Thus, three different trajectories were established with five subjects, and each was repeated five 
times. The three trajectories are presented on table 4.1. 
 
Table 4.1 Description of the three trajectories (A, B and C) performed by five individuals, five times each. 







S3 Turn Right 90º. 








S3 Turn Left 90º. 
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The duration of the experiments depend on the subject and his velocity, but took around 25-30 
seconds. 
On each experiment two types of signals are acquired and evaluated – forward (Y) and rotation 
(Z). The rotation around the Y-axis of the joystick (Figure 3.9), measured by Y-signal, gives an 
indication of the user intention to move forward. According to the applied force on this axis, the 
signal will have more or less amplitude, depending on the user’s command intention to go forward 
with more or less velocity. The rotation around the Z-axis of the joystick (Figure 3.9), measured by 
Z-signal, gives an indication of the user intention to perform a curve. The signal will present high or 
low amplitude depending if the performed curve is more or less accentuated. The intention to turn 
right or left is detected by the sign of the signal, i.e. turn left causes negative signal and turn right 
causes positive signal. 
To study the signals it was taken the offset (2.5V) of the amplitude of the Y and Z-signals, 
making them to oscillate around zero.  
 Figure 4.1 show typical Y and Z joystick data, corresponding to the three different trajectories 
(Table 4.1) performed with the NeoASAS walker.  
Figure 4.2 present typical Y and Z raw joystick data, obtained when the user was performing the 
three different trajectories (Table 4.1) with the ASBGo walker.   
Comparing the signals of the two walkers, for the corresponding trajectories, one can see that 
the two integrated joystick systems read the performed trajectories in the same way. The signals 
are similar, as it was expected.  
To analyse the pre-established trajectories represented by the joystick signals (Y and Z), the 
ensemble of the two figures was made and is illustrated in figure 4.3. 
First, it is illustrated, in figure 4.3, the two signals, Y and Z, acquired during trajectory B. The 
different steps performed during the B trajectory are identified in the figure by letters Si, 
i=1,2,3,4,5. 
Initially the user is stopped (S1) and both Y and Z signals are zero. When the user begins to 
walk forward (S2), he pushes forward the handles (Figure 3.5) of the walker and the Y-signal 
becomes negative, because the joystick is moved around the Y-axis (Figure 3.9). The Z-signal stays 
zero, since the joystick is not rotated around the Z-axis when the user walks forward. Z-signal may 
present small variations when the user is moving forward, caused by asymmetrical efforts applied 
by the user. This can cause the joystick signal to present a slight variation towards one direction of 
the Z-axis.     




             
            a)            b)                         
 
           a)                                                                               b) 
       
                                                  a)                                           b) 
Figure 4.1 Typical raw Y (a) and Z (b) joystick data in the NeoASAS walker when the user is performing the three 
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a)                                                                                   b) 
 
a)                 b) 
             
                      a)                                   b) 
Figure 4.2 Typical raw Y (a) and Z (b) joystick data in the ASBGo walker when the user is performing the three 
different trajectories explained in table 1: Top) A, Middle) B, Bottom) C trajectories.  
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Figure 4.3 Different phases of the trajectory B. S1- The user is stopped; S2- User starts walking forward; S3- User 
turns right; S4- User walks forward; S5 – User stops. 
 
 
When the user turns right (S3), the joystick is made to move around the Z-axis to the right side 
also, presenting a negative Z-signal. At the same time, in the Y-axis the joystick tends to go to rest, 
presenting a zero Y-signal. This happens because the user wants to make a tight curve, making the 
walker to rotate 90º, approximately. This is called a rotational curve, where no forward movement 
is made. On the other hand, when the user wants to make a slight curve the joystick doesn’t go to 
rest in the Y-axis, because the user continues to want to go forward, while turning to a side. This is 
called a translation curve. An example of a translation curve performed in a B trajectory is depicted 
in figure 4.4. A translation curve is performed during the time in between the two dashed lines, t= 
[15, 20] s. During this time, the Y-amplitude almost does not change but it is not zero. However, 
the Z-signal detects the rotational intent as expected 
 




















    a)              b) 
Figure 4.4 Typical raw Joystick data a) Y-signal and b) Z-signal obtained when the user is performing a translation 





While performing trajectory B, the next step is to move forward (S4), and the Z-signal returns to 
zero while the Y-signal becomes negative (Figure 4.3). At the end of the trajectory the user stops 
(S5), and the Y-signal returns to zero. Z-signal remains in zero. This happens when the user wants 
to stop, pushing to himself the handles of the walker. 
The analysis of trajectory A is analogous to trajectory B. The only difference is that the Z-signal, 
in a curve, becomes positive instead negative.  
In trajectory C (Figure 4.5), steps (S1) and (S2) are analogous to steps (S1) and (S2) in 
trajectory B. However, step (S3) is to stop and the Y-signal returns to zero. Steps (S4) and (S5) are 
analogous to steps (S1) and (S2), where the user begins to walk forward, and then stops, pushing 
the handles to himself. Let it be considered the Y-signal depicted in top figure 4.2, relative to 
trajectory A when performed with the ASBGo walker. The Y-signal is positive from t= [28,30] s. As it 
will be discussed later, this situation depicts a dangerous situation to be detected. 
 
S3 S3 
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Figure 4.5 Differente phases of the trajectory C. S1- The user is stopped; S2- User starts walking forward; S3- 
User stops; S4- User walks forward; S5 – User stops. 
 
As it was expected the Z signal is always zero since the user doesn’t want to turn aside. 
After this discussion, one can conclude that the joystick system read correctly the user’s 
command intentions. 
Observing now the Z and Y signals, two main components of the signals: (1) One represents the 
highest frequency noise caused by the vibrations of the structure due the irregularities of the 
ground; electromagnetic noise and wheel eccentricities. This component must be eliminated in 
real-time, without causing a considerable delay on the signal. For that, it will be used a tracking 
filter and the choice will be presented in detail on the next section. 
The other component (2) is the voluntary component that contains the information relative to 
the walking movement intentions of the user to guide the walker. This is the one that really 
interests to guide the walker. It enables to characterize the trajectory that the user pretends to 
follow, making possible the continuous monitoring of the users’ movement, allowing the 
development of robust and secure control strategies.  
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4.3. Joystick’s Signal Processing Architecture 
 
For each walker, an architecture to process the acquired joystick signals was developed. 
In the NeoASAS platform, the signal acquisition consisted in sending the raw Y and Z signals 
through PC/104 to a signal processing architecture based on Matlab Real-Time xPC Target Toolbox 
with a sampling period of 1 ms, as it was presented in Chapter 3. The architecture, constructed in 
Matlab, Simulink, consisted in three blocks: Offset, Filter Strategy and Amplification (Figure 4.6).  
The offset block eliminates the offset from the Y and Z-signals, making them to oscillate around 
zero, Yo and Zo. These signals Yo and Zo are filtered in the filter strategy block using a filter which 
choice is made in section 4.4.1, resulting in Yf and Zf. Each of these signals is afterwards 
multiplied by a different gain in the Amplification block resulting in Yg and Zg.  
 
 
Figure 4.6 Diagram of the processing architecture of the Y and Z-signals. 
 
In the ASBGo walker, it was used the ChipKit Max 32 (Arduino platform) to acquire the signals 
with a 0.01s of sampling period, as it was presented in Chapter 3. This hardware has a voltage 
limit of 3.3V, in contrast to the maximum voltage of 5V of the joystick, and a resolution of 3 mV. 
The three blocks in Figure4.6 were implemented in hardware circuit. If necessary, the signals are 
then filtered by a digital filter in the Arduino platform.  
These architectures will be explained in more detail in the next sections.  
 
4.4. Signal processing architecture of the NeoASAS walker 
 
The Signals processing architecture blocks implemented in the NeoASAS were: 
 
i) The Offset block 
The Offset block of the architecture, (Figure 4.6), eliminates the 2.5V offset from the input Y 
and Z-signals. In order to do so, the signals are subtracted with the mean of the first 1000 signal 
samples, which corresponds to 1s of sampling. The resultant signals oscillate around zero as 
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shown in figures 4.1 and 4.2. 
 
ii) Filter Strategy  
The Filter Strategy block aims to eliminate in real-time the noise (high-frequencies) components 
present in the acquired signals. The higher-frequency components are related to noise caused by 
structure vibrations, the irregularities of the ground, electromagnetic noise and wheel eccentricities.   
The output of this block is the signal used to control the device’s movement, converting user’s 
command intentions into motor inputs.  
This specific block will be presented and discussed in detailed in the next section. 
 
iii) Amplification block  
The Amplification block will amplify the Y and Z-signals, since their amplitudes are very small. 
The gain chose to amplify the Y signal is equal to -3 and for the Z-signal is 30. These gains were 
chosen to amplify the signals to the range [0,1] for the Y-signal and [-1,1] for the Z-signal to then 
be used on a control strategy to control the motors of the walker, as it is going to be seen in 
Chapter 6.  
 
4.4.1. Selection and implementation of a filter strategy 
 
The data that was collected yields that the user’s commands intentions occur in a frequency 
range between 0 and 2 Hz in both Y and Z-signals. In figure 4.7, one can see the spectrum for two 
typical Y and Z-signals. 
 
 
a)                                                                             b) 
Figure 4.7 Example of a Frequency Spectrum for a) raw Y-signal and b) raw Z-signal. It is observed that user’s 
command intentions are below 2Hz and have considerable more energy than the noise components (higher 
frequencies). 
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    The Z-signal has more accentuated higher-frequencies than the Y-signal, mainly between 15-20 




=SNR                               (4.1) 
where µ is the signal mean and σ is the standard deviation of the noise.  
The SNR was calculated for all the acquired data and then it was calculated the SNR mean for 
each signal.  
Table 4.2 presents the SNR average value for each signal. The SNR of the Z-signal is much 
lower than the one of the Y-signal. This means that Z-signal has to be further filtered comparing 
with the Y-signal.   
 
Table 4.2 SNR (signal-to-noise ratio) of the Y  and Z signals (raw and filtered with the Butterworth filter). 
Signal Y Y(filt) Z Z(filt) 
SNR 48.98 59.72 2.37 9.95 
 
The higher frequency components present in the signals can be eliminated with forth and back 
recursive digital filters, such as Butterworth filters, without causing phase distortion [98]. This 
technique consists in filtering input data in both the forward and reverse directions: after filtering in 
the forward direction, the algorithm reverses the filtered sequence and runs it back through the 
filter, which yields precisely zero-phase distortion. However, this approach is not real-time 
implementable. In figure 4.9, it is shown the result of the filtering of the Y and Z-signals with a cut-
off frequency of 2 Hz.  
Observing these results, one can conclude that this filter eliminates/attenuates with efficiency 
the higher frequency components (above 2 Hz), having a higher SNR (Table 4.2). As this technique 
is not suitable for real-time applications, this results show that this filter is a good reference for an 
ideal signal to be achieved by the filter strategies to be chosen. Thus, this filter is set as a basis to 
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a)                                                                                  b) 
 
c)      d) 
Figure 4.8 Attenuation of higher frequency components by means of recursive digital filters (Butterworth) with 
2Hz of cut-off frequency. a) The raw Y-signal (black) and the filtered Y-signal (red) with the digital filter; b) and d) 
Frequency Spectrum of Y and Z filtered, respectively,; c) The raw Z-signal (black) and the filtered Y-signal (red) 
with the digital filter. 
 
As it was discussed above, the user’s command intentions are performed between 0 and 2Hz. 
Thus, the filter will be designed to neglect components above 2 Hz.  
Considering equation (4.2), which represents a Taylor series, the second derivative can be 
neglected if either the sampling period Ts or the acceleration itself are small [99]. Since the second 
derivative maximum average value is 4.16x10-10 rad/s-3 for the Y-signal and 2.48x10-9 rad/s-3 for the 
Z-signal, and the sampling period Ts is 1ms, one can neglect the second derivate ( 0=x ) and all 
the higher order. 
 







                                               
 (4.2) 
 
Thus, the user’s command intentions can be modelled as a first order process.  
The filter to be chosen has to be suitable to be implemented in real-time. Additionally, the filter 
will have to estimate the user’ command intentions, neglecting the noise. A low computational cost 
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considerable temporal delay on the filtered signal, because in the real application when the signal 
is used to control the walker, the user should not perceive the delay between his commands and 
the movement of the walker. This human perception is around 200 ms [100]. 
In the literature [98-99] [101-102], two types of filters were identified to be frequently used as 
potential candidate algorithms to eliminate components of higher-frequency in real-time. These 
filters are the g-h filter (Benedict-Bordner and Critically Damped) and the Kalman filter, and they 
are usually called as tracking filters. 
  
i) g-h Filter   
 
 g-h filters are simple recursive filters that estimate future values of the signal based on a first 
order model of the process. Measurements are used to correct these estimations/predictions, 
minimizing the estimation error [99]. 
The follow derivation comes from [99]. 
Let 
 
xk  and kx  denote a state and its derivative at time step k, and 
 
xk +1 and 1+kx  denote a state 
and its derivative at time step k+1. 
 
     Txxx kkk +=+1               (4.3) 
     kk xx  =+1                     (4.4)  
where T is the time between time steps. 
These equations are called the system dynamic model.  
Suppose at time k, a measurement yk is different from the estimated state of 
 
xk  based on past 
measurements (
 
ˆ x k,k −1). This requires an update of the first derivative state kx , as follows: 
 





xx             (4.5) 
 
where Ts is the sampling period. hk is a small parameter that determines the fraction of the 
measurement error applied to the first derivative prediction. 
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1,
ˆ
−kkx  is the predicted estimate, i.e. the estimation of kx  at time step k based on past 
measurements. kkx ,ˆ  is the filtered estimate, i.e. the estimation of  kx  at time step k based on past 
measurements as well as on the use of the current measurement yk. 
The estimated state can be updated in a similar way: 
 
    
 
ˆ xk,k = ˆ xk,k −1 + gk (yk − ˆ xk,k −1)                     (4.6) 
 
where gk is a small parameter that determines the fraction of the measurement error applied to the 
state prediction. 
Taken together, the two estimation equations form the g-h track update or filtering equations: 




hxx                (4.7) 
    
 
ˆ xk,k = ˆ xk,k −1 + gk (yk − ˆ xk,k −1)               (4.8) 
 
Now, the system dynamic equations can be used to predict the state and its derivative at time 
step k+1, according to equations (4.3) and (4.4). 
First, equations (4.3) and (4.4) have to be rewritten using the new notation to obtain the g-h 
state transition or prediction equations: 
 
    kkkk xx ,,1 ˆˆ  =+                  (4.9) 
    skkkkkk Txxx ,,,1 ˆˆˆ +=+  
              skkkk Txx ,1, ˆˆ ++=                                                     (4.10) 
  
In equation (4.10) the estimated first derivative at time k+1, kkx ,1ˆ + , is equal to the value kkx ,ˆ  at 
time k, because a constant first derivative model is assumed. In this application this can be 
assumed considering the human movements are slow. This assumption is reasonable as long as 
the time between observations Ts  (sampling period) is small or the second derivative x  is small or 
their combination is small [99]. As it was seen previously in this section, this application follows 
these requirements.  
The equations (4.9) and (4.10) allow the transition from the estimated state and its estimated 
first derivative at time k, 
 
ˆ xk,k  and kkx ,ˆ , to the estimated state and its estimated first derivative at 
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time k+1, 
 
ˆ x k +1,k  and kkx ,1ˆ + . So they provide a prediction of future state and its first derivative, 
 
ˆ x k +1,k  and kkx ,1ˆ + , based on a first order dynamic model of the system.  
The specific equations to update and predict the state and its first derivative are present below 
in table 4.3. 
 
Table 4.3 Uptade and Predictions equations of the g-h filter 
Update Equations Prediction Equations 








ˆ xk,k = ˆ xk,k −1 + gk (yk − ˆ xk,k −1)  
kkkk xx ,,1 ˆˆ  =+  
skkkkkk Txxx ,,,1 ˆˆˆ +=+  
 
These equations have two parameters that have to be tuned prior to operation of filter, which 
are gk and hk.  
These parameters can be constant, making the computations required by the filter to be very 
simple and the memory requirements very small. Specifically, for each yk only two storage variables 
are required, one for the latest predicted first derivative kkx ,ˆ  and one for the latest predicted state. 
Past measurements and past predicted states are not needed for future predictions. 
g-h filters are affected by two error sources [99]: systematic error, which is related to the 
constant first derivative assumption and the measurement error, which is inherent to the sensor 
and measurement process.  
Typically, the smaller gk and hk are, the larger the systematic error and the smaller are the 
measurement error [99]. The selection of these parameters determines whether we put the 
combined estimate closer to yk or to
 
ˆ x k,k −1. If 
 
ˆ x k,k −1 is much more accurate than yk, then the 
parameter gk will be smaller, so that the filter trusts less in the measurement then in the predicted 
state [99]. Therefore, when designing a g-h filter there is a degree of freedom in the choice of the 
relative magnitude of the measurement and systematic errors. 
To simplify the selection of parameters, it will be considered two filters that consider the g and h 
as constant. These filters are the Benedict-Bordner Filter [103] and the Critically Dampened Filter 
[99], described next. 
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, defined as the 
sum of the squares of the difference between the true state and the predicted state (4.11). In the 





the variance of the prediction error due to measurement noise errors (4.12):  
                                           
 





                                                 
 (4.11)     
                         
                 kkxkk
DxE
,1
)var( 1, ++= − λ                   (4.12) 
                        
According to the mathematical formulations found at [99], the BBF relates g and h by: 
 





                   (4.13) 
            
With this formulation, there is just one degree of freedom for the parameters choice. 
In figure 4.9, one can see the influence that the choice of the g parameter has on the 
performance of the BBF filter.  
If g=0.5 (Figure 4.9a), the filtered signal is equal to the raw signal. This indicates that the 
estimated and the measured signal have the same accuracy, and thus they are equal. Then, one 
can see that if g diminishes, the filter trusts less and less on the measurements, and starts to filter 
the signal, approximating to the ideal Z. In g=0.001 (Figure 4.9c) the filtered signal is starting to 
have a significant delay, which means that the filter is not trusting in the measurements, so it takes 
more time to adjust to the signal.  
With this analysis, one can conclude that the choice of the g parameter have to take into 
consideration that the high frequency components (noise) have to be eliminated, without 
introducing delay on the signal. The value of g will depend on the SNR of a signal. If a signal A has 
a small SNR (very noisy) when compared with a signal B, g should be lower for the signal A than 
for the signal B, because it has to be further filtered. Meaning that the filter should believe more in 
the estimates than in the measures. 
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       a)       b) 
 
         c)       d) 
Figure 4.9 Influence of the variation of the g parameter on the filter BBF. a) g=0.5, b) g=0.05, c) g=0.01, d) 
g=0.001. All graphs represent the raw Z signal in black, the filtered Z signal with BBF in green and the ideal Z in 
red. 
 
Critically Dampened Filter (CDF) minimizes the least squares fitting line of previous 
measurements [99]. The least square fitting line is the line that gives the minimum error between 
the line and the measurements. So, the intuit is to minimize the sum of squares of the difference 
between the measurements and the straight-line fit. The deviation between the straight line at time 
k and the measurement, at time k, is given by: 
 
           
 
εk = xk − yk             (4.14) 
                  
where 
 
xk  is the position range indicated by the straight-line fit at time k. Then the least-squares 
fitting line is the line that minimizes the total sum of squares of differences given by 
 
εT : 







              
(4.15) 
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where K is the number of measurements.    
This approach weights the old data equally as importantly as the latest data when calculating 
the least squares fitting line that predicts where the signal would be at the next measurement. 
However in the CDF approach, old data will have a reduced influence when predicting the future 
values of the signal. This is done by weighting the older errors,
 
εk
2  in equation (4.16), with a factor, 
 












                (4.16) 
    
 
According to the mathematical formulation, presented in [99], the CDF relates the parameters g 
and h to θ by: 
 
     
 
g =1−θ 2
h = (1−θ )2
             (4.17) 
 
In figure 4.10, one can see the influence that the choice of the θ parameter has on the 
performance of the CDF filter. If θ=0.5 (Figure 4.10a), the filtered signal is equal to the raw signal. 
This indicates that the estimated and the measured signal have the same accuracy, and thus they 
are equal. Then, one can see that if θ increases, the filter trusts less and less on the 
measurements, and starts to filter the signal. In θ=0.998 (Figure 4.10c) the filtered signal is 
starting to have a significant delay, which means that the filter is not trusting in the measurement, 
so it takes more time to adjust to the signal.  
With this analysis, one can conclude that the choice of the θ parameter has to take into 
consideration that the high frequency components (noise) have to be eliminated, without 
introducing delay on the signal. It can also be conclude that the value of θ depends of the SNR of 
the signal that is going to be filtered. So, in this case, if a signal A has a high SNR when compared 
with a signal B, θ should be higher for the signal A than for the signal B, giving more importance to 
the older errors of signal A. Consequently, g parameter should be lower and the filter will believe 
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        a)      b) 
       
         c)       d) 
Figure 4.10 Influence of the variation of the θ parameter on the filter CDF. a) θ=0.5, b) θ=0.95, c) θ=0.99, d) 
θ=0.998. All graphs represent the raw Z signal in black, the filtered Z signal with CDF in green and the ideal Z in 
red. 
  
ii)  Kalman Filter 
 
The Kalman filter has been subject of extensive research [98] [101-102] and application being 
the most widespread estimation algorithm. This filter provides an efficient computational tool to 
estimate the state of a process, in a way that minimizes the mean of the squared error [104]. The 
Kalman version here depicted is the conventional Kalman filter and is only suitable for linear 
systems. 
The Kalman filter addresses the general problem of trying to estimate the state vector 
 
Xk,k −1 of 
a process that is governed by the linear stochastic difference equation (4.18) [99] [102], 
designated by State equation: 
     
 
Xk,k −1 = AXk −1,k −1 +Wk −1,k −1          (4.18) 
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where k is the current instant of time. 
 
Xk −1,k −1  is the state vector, n x 1 dimensions, and A is a 
state transition matrix, with n x n dimensions, where n is the number of states. It relates the state 
at the previous time step k-1 to the state at the current time step k, in the absence of process 
noise.  This matrix can change with time, but here it will be assumed constant.     
The Observation equation (4.19) with a measurement Yk is represented by : 
 
     
 
Yk = HXk,k −1 +Vk,k −1            (4.19) 
 
Yk is the measurement vector and H is the observation matrix, with r x n dimensions, where r is 
the number of outputs. It relates the state 
 
Xk,k −1 to the measurement Yk. This matrix can change 
with time, but here it will be assumed constant.  
The random variables Wk, equation (4.18), and Vk, equation (4.19), represent the process and 
measurement noise vectors, respectively.  
Lets consider that vector 
 
Xk  contains all the information about the state of the system at time 
step k, but it cannot be measured directly. Instead, only the Yk can be measured. It is a function of 
 
Xk  that is corrupted by the measurement noise Vk , equation (4.19). 
The overall objective of the Kalman filter is to estimate 
 
Xk,k −1  by minimizing the error 
 
ε , which 
is a function of the difference between the true state 
 
X  and on estimated state 
 
ˆ X . 
Lets define a priori and a posteriori estimate error, respectively: 
 
    
 
εk,k −1 = Xk,k − ˆ X k,k −1
               (4.20) 
    
 




ˆ X k,k −1   is a priori state estimate vector at time k given knowledge of the process at time k-1, 
and 
 
ˆ X k,k  is a posteriori state estimate vector at time k given measurement Yk.  
The error 
 
ε  should be positive and increase monotonically. So the error function should be a 
squared error function as follows: 
 
    
2
1,1, )ˆ( −− −= kkkkk XXε                       (4.22)
 
 2,, )ˆ( kkkkk XX −=ε                                         (4.23) 
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The a priori estimate error covariance matrix, 
 
Pk,k −1, is represented by equation (4.24) and the 
a posteriori estimate error covariance matrix, 
 
Pk,k , is represented by equation (4.25). 
 
    
 
Pk,k −1 = E[εk,k −1εk,k −1
T ]                         (4.24) 
    
 
Pk,k = E[εk,kεk,k
T ]                          (4.25) 
    
where E(.) means the expected value. 
For minimization of the mean squared error in order to yield the optimal filter, it is assumed 
that is possible to correctly model the system errors using Gaussian distributions. Assuming that Wk 
and Vk are independent of each other, equation (4.26), white and with normal probability 
distributions (mean equal to zero), equation (4.27): 
     
    
 
E VkWk[ ]= 0               (4.26) 




              (4.27) 
   
The process noise and measurement noise covariance, Q and R, respectively, are assumed 
stationary over time k, i.e the distribution of the errors around its mean does not change over time.  
It is possible to write an equation for the new estimate,
 
ˆ X k,k , combining the old estimate, 
 
ˆ X k,k −1  
with the measurement data. So, to compute an a posteriori state estimate vector 
 
ˆ X k,k  as a linear 
combination of an a priori estimate vector 
 
ˆ X k,k −1and a weighted difference between an actual 
measurement vector Yk and a measurement prediction
 
H ˆ X k,k −1 it is used the equation (4.28). 
    
    
 
ˆ X k,k = ˆ X k,k −1 + Kk (Yk − H ˆ X k,k −1)            (4.28) 
    
The difference (
 
Yk − H ˆ X k,k −1) is designated by measurement innovation and reflects the 
discrepancy between the predicted measurement 
 
H ˆ X k,k −1 and the actual measurement vector Yk. 
An innovation of zero means that the two are in complete agreement.  
Kk is n x m matrix designated by gain that minimizes (4.25). This minimization is performed as 
a function of the a priori covariance error,
 
Pk,k −1: 
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Kk = Pk,k −1H
T (HPk,k −1H
T + R)−1            (4.29) 
 
Kk defines the credibility of the measurement vector Yk. 
Then, the new a posteriori covariance error,
 
Pk,k , can be find through the following equation: 
 
     
 
Pk,k = (I − KkH)Pk,k −1                 (4.30) 
 
I refers to the identity matrix. 
The equations for the Kalman filter are divided onto time update or predictor equations and 
measurement update or corrector equations.  
The time update equations are responsible for projecting forward (in time) the current state,
 
ˆ X k −1,k −1 , and error covariance, 
 
Pk −1,k −1, to obtain the a priori estimates for the next time k. 
According to some derivations from equations (4.18) and (4.24), these equations are represented 
by equations (4.31) and (4.32). 
     
 
ˆ X k,k −1 = A ˆ X k −1,k −1          (4.31) 
                          
 
Pk,k −1 = APk −1,k −1A
T + Q
        (4.32) 
            
 
Xk −1,k −1  and 
 
Pk −1,k −1 have to be initialized. 
The measurement update equations are responsible for the incorporating a new measurement 
into the a priori estimate to obtain an improved a posteriori estimate, i.e. feedback. These 
equations are represented by equations (4.28), (4.29) and (4.30). 
 
 
ˆ X k,k = ˆ X k,k −1 + Kk (Yk − H ˆ X k,k −1)              (4.28) 
                               
 
Kk = Pk,k −1H
T (HPk,k −1H
T + R)−1                          (4.29) 
         
 
Pk,k = (I − KkH)Pk,k −1                                                                (4.30) 
  
After each time and measurement update pair, the process is repeated with the previous a 
posteriori estimates used to predict the new a priori estimates. This is represented in figure 4.11. 
This recursive nature makes practical implementations much more feasible than, for example, 
Wiener filter [98] which is designed to operate on all of the data directly for each estimate. The 
Kalman filter instead recursively conditions the current estimate on all of the past measurements. 
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Figure 4.11 A complete Picture of the operation of the Kalman filter. 
 
In the current problem, consider the system dynamic equations [99]: 
 












1 ,                                              (4.33) 
 
In these equations it is presented a stochastic model that considers a first derivative influenced 
by a random noise 
 
uk, i.e. first derivative is not constant.  
The equation that links the actual state 
 
xk  and the measured yk is called the observation 
equation: 
          
 
yk = xk + vk                 (4.34) 
 
Thus the filter initial estimate parameters are defined as following:  






























































 and [ ]kk yY = . 
 
Then, the Kalman filter parameters, R  and Q, have to be tuned.  
In the actual implementation of the filter, the measurement noise covariance R is measured 
prior to operation of the filter. Measuring the measurement error covariance R is practical because 
generally it is simple to take some off-line sample measurements in order to determine the average 
variance of the measurement noise, 
        
[ ].2xR σ=         .                               
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Through equation (4.29) one can see that as the measurement error covariance R descreases, 
the gain Kk increases and will weigh the innovation (
 
Yk − H ˆ X k,k −1) more heavily. Thus, it is given a 
lot of credibility to the actual measurement vector Yk, while the predicted measurement 
 
H ˆ X k,k −1is 
trusted less and less. On the other hand, as the a priori estimate error covariance Pk,k-1 approaches 
to zero, the gain Kk weights the innovation less heavily. Thus, the actual measurement Yk is trusted 
less and less, while the predicted measurement 1,ˆ −kkXH  is trusted more and more. 
The determination of the process noise covariance Q is generally more difficult as it is difficult to 
have the ability to directly observe the process that is being estimated. Sometimes a relatively 
simple process model can produce acceptable results if one “injects” enough uncertainty into the 
process via the selection of Q.  
In this application the process noise covariance Q is formulated based on the first derivative 
noise, which affects the estimation of the user’s command intentions. The value of Q is related to 
the process error of the system. This represents the fact that real models are different than ideal 
models. Thus, a good choice of Q helps the filter to estimate more precisely the true state.  
It is calculated using of-line measures of the signal. For each measure the covariance of the 
signal is calculated. Finally, the process noise covariance is the average of all the calculated 
covariances. A piecewise small constant first derivative model is considered [99]: 
 



















2 is the variance of the random first derivative component of the process noise. 
After tuning these two parameters, the initial covariance error 
 
Pk −1,k −1 is set equal to Q, because 
before the initiation of the state variables estimation the process error already exists and the initial 
estimated state 
 
ˆ X k −1,k −1  equal the initial state 
 
X0. 
These initial definitions allow obtaining the time update equations (4.31) and (4.32). Then 
calculating the Kalman gain Kk using equation (4.29) and measuring the output Yk, it is calculated 
the updated state estimation (4.28).  
Finally the covariance 
 
Pk,k  is calculated through (4.30) and a new iteration starts beginning a 
new cycle.  
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To understand better the importance that the choice of Q and R have on the Kalman filter 
behaviour, two different values for these parameters will be given.  The influence that they have in 
the Kalman gain Kk and in the a priori and a posteriori covariance error, 
 
Pk,k −1 and 
 
Pk,k , will be 
verified. 
For Q = 2x10-9 and R = 1x10-5, the measured state, the estimated state and the true state are 
shown in figure 4.12. To clarify, the measured state will be “raw Z” and it is the process containing 
both measure and process errors (Vk and Wk); the estimated state will be “Z filt Kalman” and it is 
the output of the Kalman filter 
 
ˆ xk,k ; the true state will be “ideal Z” and it is the given process but 




Figure 4.12 Measured state (raw Z) in black; estimated state (Z filt Kalman) in green and true state (ideal Z) in 
red. 
 
If the Kalman filter had a perfect performance, the estimated state (Z filt kalman) would 
coincide with the true state (ideal Z). However, the error between the true state and the measured 
state is higher than the error between the true state and the estimated state, as it can be seen in 
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Figure 4.13 Black: error between the true state and the measured state. Red: error between the true state and the 
estimated state. 
 
Figure 4.14 presents the results for the Kalman gain, Kk , a priori covariance error 
 






              a)        b) 
Figure 4.14 a) The a pr ior i error covariance (black) and the a poster ior i error covariance (red); b)  The kalman 
gain. 
 
In figure 4.14a one can see that the a priori covariance error, 
 
Pk,k −1, is higher than the a 
posteriori covariance error, 
 
Pk,k . This means that the error after the measurement stage (a 
posteriori covariance error, 
 
Pk,k ) was reduced with the help of the Kalman gain, Kk (Figure 4.14b). 
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This conclusion is based in the fact that Kk is used to minimize the a posteriori error covariance, 
 
Pk,k , until both reach a steady-state.  
If R is increased to 1x10-3, it can be verified in Figure 4.15 that the estimated state (Z filt 
kalman) approaches more closely the true state (ideal Z). This means that the kalman filter 
believes less in the measurements and more in the estimations. However, this R value introduces a 




Figure 4.15 Measured state (raw Z) in black; estimated state (Z filt Kalman) in green and true state (ideal Z) in 
red. 
 
Figure 4.16 shows that the error between the true and the estimated state is closest to zero 
than the one represented in figure 4.13, which means that the Kalman filter had a better 
performance as a filter, attenuating the noise components. 
Looking to figure 4.17b, and compare it with figure 4.14b, it can be seen that the Kalman gain, 
Kk, was reduced with the increase of the R value, given less accuracy to the measurements. 
It can also be seen that the difference between the a priori covariance error, 
 
Pk,k −1, and the a 
posteriori covariance error, 
 
Pk,k , is minimum, however the a priori covariance error is still higher 
than the a posteriori. This can be explain by the reduced Kalman gain and by the fact that the a 
priori covariance error initial value is equal to Q, considering that the process error already exists in 
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          a)                      b) 
Figure 4.17 a) The a pr ior i error covariance (black) and the a poster ior i error covariance (green); b)  The kalman 
gain. 
  
The convergence of the covariance error increased in comparison with the figure 4.14a with a 
smaller R.  This is because the estimated state (Z filt kalman) takes more time to believe in the 
measurements (raw Z), following closely the estimated state. 
This time of convergence can be fundamental to the quality of the estimation of the Kalman 
filter. If it takes more time to estimate (higher time of convergence), it could achieve a better 
estimation. However, this increase of convergence time can introduce a significant delay between 
the measured state (raw Z) and the filtered one (Z filt kalman), as it can be seen in figure 4.15. 
So, it is needed to found a compromise between the quality of estimation and the delay 
introduced on the filtered signal, when the filter is designed. 
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If the Q value is increased the result states are presented in figure 4.18. 
   
 





Looking at figure 4.19, one can see that in this case the error between the true state (ideal Z) 
and the estimated state (Z filt kalman) is maximum, which means that the Kalman filter has a very 
bad performance as a filter, not attenuating the noise components. Comparing with the other 
results (Figures 4.13 and 4.16), it can be seen that these is the worst result from the three, 
presenting the highest error the true state and the estimated state. 
A good choice of Q helps the filter to estimate more precisely the true state. Which in this case 
that does not happen because the value of Q is higher than the optimal one. As figure 4.19 shows, 
the estimated state (Z filt kalman) is closer to the measured state (raw Z) than the true state (ideal 
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Figure 4.19 Black: error between the true state and the measured state. Red: error between the true state and the 
estimated state. 
 
It is also noteworthy that the higher Q the higher is the convergence of the Kalman filter, i.e. the 
Kalman gain, Kk, and the covariance errors, 
 
Pk,k −1 and 
 




Figure 4.20 a) The a pr ior i error covariance (black) and the a poster ior i error covariance (red); b) The kalman 
gain. 
 
With this brief study about the behavior of the kalman filter by varying the Q and R values, it can 
be concluded that the increase of the value of the measurement noise covariance R, decreased the 
kalman gain, as it was expected by the equation (4.29). Therefore, the measured state will be less 
trusted than the estimated one making the Kalman filter output to be closely to the true value, than 
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the measured one. On the other hand, if R is decreased, the kalman gain increase, equation (4.29) 
and the kalman output will trust more in the measurements. 
The R value should be set as real as possible, being the average variance of the noise 
components. If R is higher than it should be, the kalman filter will discard, perhaps, valuable 
information about the true state of the system. And if R is lower than the true covariance, the 
kalman filter will trust in false information that does not correspond to the true state, but to the 
noise state, using erroneous information about the system. 
It can also be conclude that the variation of R and Q influences the convergence of the Kalman 
filter. A smaller R indicates a faster convergence of the Kalman filter, because the Kalman will 
believe quickly in the measurements and will converge to a stable error covariance; and a higher R 
indicates a slower converge of the Kalman filter. 
On the other hand, the higher Q the higher is the convergence of the Kalman filter, and the 
smaller Q the slower is the convergence. 
A good choice has to be done, so that the kalman presents a good performance on 
eliminating/attenuating the noise components from the signal, by taking a trade-off between 
velocity of estimation and accuracy. 
When compared the g-h filter with the Kalman filter one can see that the g-h is a simplification 
of this filter. The g-h uses a deterministic description for the behaviour of the signal, considering a 
constant first derivative model, and the Kalman filter considers a stochastic model [99]. However, 
there are similarities between these filters. 
If the kalman gain is set constant and equal to: 
 
















The Kalman filter becames a g-h filter, if K is assumed constant and not adaptative.  
 
4.4.1.1. Selection of the filters parameters and their optimization 
 
The selection of the BBF parameter g, CDF parameter θ and Kalman filter parameter R and Q, is 
presented in this section. 
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For this selection the Kinematic Estimation Error (KTE) was used. KTE evaluates the 
smoothness, response time, and execution time of a tracking algorithm [105] and is expressed by: 
 
      
 
KTE = ε 2 +σ 2                         (4.35) 
     |𝜀|̅2 and σ2 are the mean and variance of the absolute estimation error between a desired signal 
and the measured signal. The desired signal is obtained by filtering offline the signals 
measurements with a Butterworth filter, i.e. zero-phase forward and reverse digital filtering. This 
filter provides for the reference signal. 
To select the filters parameters (g for BBF, θ for CDF, R and Q for Kalman), five individuals 
drove the walker without any motorization executing three experiments (Table 4.1) with five 
repetitions each.  
During the tests the signals of the joystick were acquired.  
These signals were then introduced off-line in the filters algorithm (Kalman filter, BBF and CDF) 
using a broad range of g, θ, R and Q parameters. The result was processed by the KTE. The best 
solutions for each filter, i.e. the ones with the lowest KTE, were chosen for each user, experiment 
and repetition. With these results, it was calculated the mean of the best 75 solutions for each 
parameter, as well as the mean of the delay between the input and the output for each case. 
 
i) g  parameter 
 
The g parameter of BBF filter was varied between 0.001<g<0.1, with a step of 0.0001, before 
experimenting some values to observe when a good attenuation of the noise was achieved.  
Table 4.4 presents the g parameters of the BBF filter, the corresponding delay between the Y-
signal and the filtered signal and the KTE, organized by subjects (1,2,3,4,5) and A,B,C trajectories. 
Table 4.5 is similar but to the Z-signal. 
In table 4.4, it can be seen that the average g for all the experiments for the Y-signal is 
44.29x10-3, with a standard deviation of 4.97x10-3. The average KTE presents the value of   
6.14x10-3, which is a small error value, showing a good performance of the filter. The average delay 
between the estimated signal (filtered signal) and the measured signal is also small, 3.7 ms. This 
delay is about 60 times inferior to the time of human perception (200 ms), not causing prejudice to 
the human-machine interaction. This means that BBF filter has high quality for this application. 
 Online Control of a Mobility Assistance Smart Walker | 91 
The dispersion of the g parameters (4.97x10-3) is small compared with its average, meaning 
that this value does not have a big variation between subjects and trajectories. 
 
Table 4.4 Average values* of the best solutions of the g parameter (BBF), delay between the Y original signal and 
the filtered signal and KTE for each Y joystick signal organized by subjects (1,2,3,4, 5) and trajectories (A, B, C). 
Table provides mean ± standard deviation. 
Subject Trajectory g (.10-3) KTE (.10-3rad/s) Delay(.10-3 s) 
1 
A 30.00±2.85 4.24±0.57 5.8±2.17 
B 31.14±4.69 4.64±0.55 6.0±2.0 
C 39.16±3.62 7.78±1.49 5.6±1.67 
2 
A 58.10±4.80 9.33±0.89 0.0±0.0 
B 58.94±5.13 7.42±0.93 0.2±0.44 
C 57.26±5.09 5.70±0.42 0.2±0.44 
3 
A 32.70±4.07 3.92±0.03 4.4±1.14 
B 42.94±5.38 7.04±0.97 4.2±1.48 
C 55.20±2.98 7.08±1.89 2.6±1.52 
4 
A 59.88±9.94 5.78±0.48 0.0±0.0 
B 42.24±5.73 8.02±1.03 4.4±1.52 
C 63.10±11.83 6.86±0.82 1.4±1.14 
5 
A 28.14±2.26 3.98±0.49 6.0±2.0 
B 31.15±3.03 3.70±0.31 4.6±1.82 
C 34.46±3.23 4.60±0.82 5.8±1.48 
 Total Mean 44.29±4.97 6.14±0.78 3.7±1.25 




In table 4.5, it is observed that the average g for all the experiments for the Z-signal is 
16.87x10-3, with a standard deviation of 2.51x10-3. The average KTE presents the value of   
1.64x10-3, which is a small error value. Thus, the filter had a good performance. The average delay 
between the estimated signal (filtered signal) and the measured signal is also small, 24 ms. This 
delay is about 10 times inferior to the time of human perception (200 ms), which means that the 
BBF filter showed is also suitable for filtering the Z signals in this application.  
The dispersion of the g parameters (2.51x10-3) is small comparing with is average, meaning that 
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Table 4.5 Average values* of the best solutions of the g parameter (BBF), delay between the Z original signal and 
the filtered signal and KTE for each Z joystick signal organized by subjects (1,2,3,4, 5) and trajectories (A, B, C). 
Table provides mean ± standard deviation. 
Subject Trajectory g (.10-3) KTE (.10-3rad/s) Delay(.10-3 s) 
1 
A 17.18±6.13 1.56±0.59 24.6±4.28 
B 15.70±2.58 1.60±0.18 23.2±6.45 
C 20.88±3.00 1.62±0.20 19±4.06 
2 
A 17.50±3.83 1.38±0.09 25.5±3.69 
B 15.77±3.25 1.37±0.01 24.6±5.18 
C 19.82±2.38 1.02±0.08 43.6±17.28 
3 
A 18.86±1.37 1.64±0.16 20.0±1.87 
B 20.42±2.80 1.84±0.16 17.8±3.42 
C 14.10±1.77 1.38±0.16 24±2.55 
4 
A 12.28±1.00 3.10±4.41 42.2±7.52 
B 19.56±2.67 1.46±0.18 20.6±5.68 
C 16.10±0.54 1.72±0.08 22±1.22 
5 
A 10.54±0.63 1.32±0.04 32.0±2.12 
B 10.00±0.74 1.36±0.08 32.8±1.30 
C 24.02±5.15 1.92±0.27 16.2±5.11 
 Total Mean 16.87±2.51 1.64±0.44 24.0±4.78 
*Each mean corresponds to the mean of the 5 repetitions that each user performed for each trajectory. 
 
Comparing the two values of average g for each signal (Y and Z), it can be verified that the 
average g parameter of the Z-signal compared with the average g parameter of the Y-signal shows 
a lower value. These results were expected, since the SNR (Table 4.2) of the Z-signal is much lower 
than the Y-signal, requiring to be further filtered. Thus, in the Z-signal case the filter will believe less 
in the measurements and more in the estimated signal (filtered signal).  
 
iii) θ parameter 
 
The θ parameter of the CDF filter was varied between 0.95<θ<1, with a step of 0.001, before 
an extensive analysis of the acquired data to detected when a good noise attenuation was 
performed by the filter. 
Table 4.6  presents the θ parameters of the CDF filter, the corresponding delay between the Y-
signal and the filtered signal and the KTE, organized by subjects (1,2,3,4,5) and A,B,C trajectories. 
Table 4.7 is similar but to the Z-signal. 
In table 4.7, it can be seen that the average θ for all the experiments for the Y-signal is 0.974, 
with a standard deviation of 3.85x10-3. The average KTE presents the value of 5.96x10-3, which is a 
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small error value, showing a good performance of the filter. The average delay is small, 4 ms, 
which means that it is 50 times inferior to the time of human perception (200 ms). So the CDF 
filter has high quality for this application. 
The dispersion of the θ parameters (3.85x10-3) is very small compared to its average, meaning 
that its value does not have a big variation between subjects and trajectories. 
 
 
Table 4.6 Average values* of the best solutions of the θ parameter (CDF), delay between the Y original signal and 
the filtered signal and KTE for each Y joystick signal organized by subjects (1,2,3,4, 5) and trajectories (A, B, C). 
Table provides mean ± standard deviation. 
Subject Trajectory θ KTE (.10-3rad/s) Delay(.10-3 s) 
1 
A 0.982±1.92x10-3 3.56±1.41 10.4±2.07 
B 0.981±2.07x10-3 4.54±0.49 6.4±1.81 
C 0.981±1.30x10-3 4.42±0.71 7.0±3.00 
2 
A 0.951±4.65x10-3 8.83±0.41 0.0±0.00 
B 0.962±6.89x10-3 7.45±0.92 0.0±0.00 
C 0.961±5.94x10-3 5.82±0.48 0.0±0.00 
3 
A 0.969±9.93x10-3 6.98±1.79 2.0±2.35 
B 0.975±4.09x10-3 6.80±0.93 4.8±1.92 
C 0.978±2.30x10-3 7.80±0.49 8.0±2.00 
4 
A 0.983±1.64x10-3 3.90±0.49 6.4±2.70 
B 0.982±1.92x10-3 3.60±0.32 5.0±2.23 
C 0.983±4.65x10-3 3.84±0.27 5.0±1.41 
5 
A 0.975±4.32x10-3 7.94±1.09 4.8±1.92 
B 0.962±3.44x10-3 5.76±0.39 0.4±0.54 
C 0.978±2.68x10-3 7.58±1.40 6.4±2.30 
 Total Mean 0.974±3.85x10-3 5.96±0.77 4.0±1.62 




In table 4.7, it can be seen that the average θ for all the experiments for the Z-signal is 0.990, 
with a standard deviation of 1.10x10-3. The average KTE presents the value of 1.5x10-3, which is a 
small error value, showing a good performance of the filter. The average delay is small, 25.6 ms, 
which means that it is 8 times inferior to the time of human perception (200 ms). So the CDF filter 
has high quality for this application. 
The dispersion of the θ parameters (1.10x10-3) is small, meaning that its value does not have a 
big variation between subjects and trajectories. 
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Table 4.7 Average values* of the best solutions of the θ parameter (CDF), delay between the Z original signal and 
the filtered signal and KTE for each Z joystick signal organized by subjects (1,2,3,4, 5) and trajectories (A, B, C). 
Table provides mean ± standard deviation. 
Subject Trajectory θ KTE (.10-3rad/s) Delay(.10-3 s) 
1 
A 0.991±2.05x10-3 1.44±0.48 26.2±3.83 
B 0.991±1.41x10-3 1.81±0.16 23.8±5.61 
C 0.991±0.00x10-3 1.72±0.01 22.8±1.30 
2 
A 0.991±1.70x10-3 1.32±0.12 27.8±1.71 
B 0.992±1.81x10-3 1.32±0.01 25.6±4.45 
C 0.993±0.84x10-3 1.04±0.10 40.4±8.35 
3 
A 0.989±0.08x10-3 1.60±0.18 21.8±1.64 
B 0.988±1.34x10-3 1.76±0.21 18.8±2.86 
C 0.985±1.31x10-3 1.88±0.22 13.0±1.58 
4 
A 0.994±0.04x10-3 1.28±0.05 30.6±2.51 
B 0.995±0.54x10-3 1.32±0.04 32.6±2.07 
C 0.992±1.00x10-3 1.72±0.08 22.0±1.22 
5 
A 0.988±1.67x10-3 1.97±1.23 24.6±2.07 
B 0.994±1.30x10-3 0.99±0.08 32.8±1.30 
C 0.988±1.52x10-3 1.52±0.20 20.4±3.21 
 Total Mean 0.990±1.10x10-3 1.50±0.21 25.6±2.91 
*Each mean corresponds to the mean of the 5 repetitions that each user performed for each trajectory. 
 
Similarly to the BBF filter, the noisier Z-signal requires more filtering. As expected, the θ 
parameter of the Z-signal is higher than the one of the Y-signal. 
 
iii) R  and Q parameters 
 
The R parameter (measurement noise) corresponds to the average variance of the 
measurement noise. Its average between all data is 8.82x10-5 rad2.s-2 for the Y-signal noise and 
1.3x10-5 rad2.s-2 for the Z-signal noise. Y-signal as a higher R value because the amplitude of its 
noise in time its higher that the noise of the Z-signal. 
Fixing this parameter, it was searched for the best Q parameter to obtain the slowest KTE. By 
calculating the average variance of the first derivative of the signals it was established a range 
1.00x10-7<Q<9.99x10-7 for the Y-signal, with a step of 1.00x10-8, and a range 1.00x10-9<Q<9.99x10-
9 for the Z-signal, with a step of 1.00x10-10, to then evaluate the performance of the Kalman filter. 
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Table 4.8 and 4.9 presents the mean values of the best solutions of the Q parameter, 
maintaining R constant, with the respective delay between the original signal (Y and Z, respectively) 
and the filtered signal (with Kalman) and KTE for each joystick signal. 
In table 4.8, it can be seen that the average Q for all the experiments for the Y-signal is   
3.21x10-7, with a standard deviation of 5.5x10-8. The average KTE presents the value of     
10.84x10-3, which is a small error value, showing a good performance of the filter. The average 
delay is small, 11.7 ms, which means that it is 17 times inferior to the time of human perception 
(200 ms). So the kalman filter has good quality to filter the Y-signal. 
The divergence of the Q parameters (5.5x10-8) is smaller than its average, meaning that its 
value does not have a big variation between subjects and trajectories. 
 
Table 4.8 Average Mean values* of the best solutions of the Q parameter (Kalman), delay between the Y original 
signal and the filtered signal and KTE for each Y joystick signal organized by subjects (1,2,3,4, 5) and trajectories 
(A, B, C). Table provides mean ± standard deviation. 
Subject Trajectory Q (.10-7)±(.10-7) KTE (.10-3rad/s) Delay(.10-3 s) 
1 
A 2.03±0.91 6.10±0.82 12.0±2.00 
B 2.20±0.89 6.64±0.84 13.6±3.61 
C 1.74±0.50 6.24±0.68 14.4±3.36 
2 
A 4.98±0.05 15.33±4.01 9.0±0.0 
B 5.34±0.06 14.29±1.71 7.4±0.55 
C 5.98±0.01 11.26±3.79 8.7±6.00 
3 
A 4.27±1.25 13.76±5.46 11.0±2.82 
B 2.85±0.58 28.78±42.71 12.4±2.07 
C 1.46±0.25 10.80±0.92 19.2±1.92 
4 
A 3.08±1.11 4.76±1.16 12.2±3.56 
B 1.99±0.90 5.26±0.73 11.6±2.51 
C 2.25±0.39 5.78±0.35 11.8±2.58 
5 
A 2.28±0.63 11.66±1.71 15.0±2.73 
B 5.98±0.00 11.30±1.09 7.6±0.55 
C 1.64±0.67 9.96±1.56 16.8±2.77 
 Total Mean 3.21±0.55 10.84±4.73 11.7±2.47 
*Each mean corresponds to the mean of the 5 repetitions that each user performed for each trajectory. 
 
In table 4.9, it can be seen that the average Q for all the experiments for the Z-signal is   
3.26x10-9, with a standard deviation of 8.78x10-9. The average KTE presents the value of     
1.63x10-3, which is a small error value, showing a good performance of the filter. The average delay 
is small, 34.8 ms, which means that it is 6 times inferior to the time of human perception        
(200 ms). So the Kalman filter has good quality to filter the Z-signal. 
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The divergence of the Q parameters (8.78x10-9) is small, meaning that its value does not have a 
big variation between subjects and trajectories. 
 
 
Table 4.9 Average values* of the best solutions of the Q parameter (Kalman), delay between the Z original signal 
and the filtered signal and KTE for each Z joystick signal organized by subjects (1,2,3,4, 5) and trajectories (A, B, 
C). Table provides mean ± standard deviation. 
Subject Trajectory Q (.10-9)±(.10-9) KTE (.10-3rad/s) Delay(.10-3 s) 
1 
A 2.22±0.74 1.48±0.42 22.4±14.7 
B 3.58±1.39 1.84±0.24 35.2±5.22 
C 3.45±0.54 2.00±0.12 38.2±1.64 
2 
A 2.67±0.82 1.40±0.14 37.0±14.2 
B 2.47±0.53 1.40±0.08 29.2±14.32 
C 1.92±0.04 1.05±0.12 41.2±9.39 
3 
A 3.93±0.77 1.84±0.26 40.0±3.82 
B 4.91±1.43 2.16±0.32 35.0±3.08 
C 6.90±0.13 2.38±0.30 38.2±1.09 
4 
A 1.75±0.05 1.32±0.04 12.6±2.40 
B 1.04±0.06 1.30±0.07 45.4±7.02 
C 2.48±0.80 1.52±0.24 44.2±8.19 
5 
A 5.07±1.55 1.68±0.29 34.8±4.08 
B 1.20±0.43 0.87±0.14 43.0±21.84 
C 5.22±1.78 1.82±0.34 34.0±3.81 
 Total Mean 3.26±8.78 1.63±0.20 34.8±7.65 




Table 4.10 resumes all the selected filter parameters and the respective KTE and delay. 
As it can be seen in Table 4.10, the KTE is very low for all the filters, being the lowest one, the 
CDF’s KTE value, as well as its dispersion. The BBF detains the lowest signals’ delay. 
In terms of dispersion of parameters values, Kalman has the lowest dispersion for Y-signal and 
CDF has the lowest dispersion for Z signal. 
Since CDF presents the lowest KTE for both signals and a lower dispersion of θ value, it seems 
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Table 4.10 Best parameter solutions for each filter (BBF, CDF and Kalman). 
Signal g (BBF) θ (CDF) Q (Kalman) 
Y 
Value 44.20±4.97(.10-3) 0.974±3.85x10-3 3.21±0.55(.10-7) 
KTE (.10-3rad/s) 6.14±0.78 5.96±0.77 10.84±4.73 
Delay(.10-3 s) 3.7±1.25 4.0±1.62 11.7±2.47 
Z 
Value 16.87±2.51(.10-3) 0.990±1.10x10-3 3.26x10-9±8.78(.10-9) 
KTE (.10-3rad/s) 1.64±0.22 1.50±0.21 1.63±0.20 
Delay(.10-3 s) 24.0±4.78 25.6±2.91 34.8±7.65 
 
 
However, these conclusions do not take into consideration the sensibility of the three filters to 
the variation of the selected average parameters. In order to do so, for the selection of the most 
suitable filter for this application, it will be ran all data again with the three filters but with the 
selected average parameters of BBF, CDF and Kalman. The best filter will be the one with the 
lowest KTE and delay.  
Due to the resultant delay, the initial value of
 
Pk −1,k −1  was set to the average P-steady-state 
value.  
As it was observed in figures 4.14a and 4.17a, there is a time of adaptation for the 
 
Pk +1,k  until it 
achieves the steady-state. If 
 
Pk +1,k  begins with this value, the time of convergence is diminished, 
taking less time to estimate, and as a consequence decreases the delay between the measured 
signal and the filtered signal.  
Thus, 
 
Pk +1,k  initial value was substituted by the average of 
 
Pk +1,k  steady-state between the 
acquired data. For the Y-signal, 
 
Pk +1,k  initial value is set to 0.5245 and for the Z-signal is set to 
0.2076. Comparing these values, the covariance error steady-state value of the Z-signal is lower 
than the Y-signal. As the Z-signal has a lower SNR (Table 4.2), the kalman filter considers 
trustworthier the estimations than the measures. So, the kalman gain will be lower, decreasing the 
covariance error value.  
Looking at tables 4.11 and 4.12, one can see that the delay decreased using the steady-state 
value. However, as it was expected (see Kalman filter section), the KTE increased. This happens 
because the time of convergence decreased, i.e. adaptation and estimation, decreasing the 
performance quality of the filter to attenuate the noise.  
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Table 4.11 – Comparison between P initial value equal to the steady value, 0.5245, and P initial value equal to Q, 
using the average values of KTE and Delay, related to Y-signal, for each subject. 
Subject P=0.5245 P=Q=3.21x10-7 
1 
KTE (.10-3rad/s) 6.37±0.31 6.37±0.31 
Delay(.10-3 s) 9.73±0.90 9.87±0.95 
2 
KTE (.10-3rad/s) 14.50±2.75 14.49±2.77 
Delay(.10-3 s) 10.48±0.83 10.68±0.63 
3 
KTE (.10-3rad/s) 10.56±0.45 10.53±0.45 
Delay(.10-3 s) 43.86±6.08 45.1±6.08 
4 
KTE (.10-3rad/s) 5.63±0.27 5.62±0.26 
Delay(.10-3 s) 8.8±0.92 9.0±0.72 
5 
KTE (.10-3rad/s) 11.44±0.56 11.32±0.51 
Delay(.10-3 s) 10.2±0.72 11.3±0.92 
Total Mean KTE 9.71±0.87 9.66±0.86 
Total Mean Delay 16.6±1.89 17.2±1.86 
 
Table 4.12 Comparison between P initial value equal to the steady value, 0.5245, and P initial value equal to Q, 
using the average values of KTE and Delay, related to Y-signal, for each subject. 
Subject P=0.2076 P=Q=3.26x10-9 
1 
KTE (.10-3rad/s) 1.81±0.23 2.01±0.22 
Delay(.10-3 s) 37.8±2.80 39.4±0.51 
2 
KTE (.10-3rad/s) 1.34±0.22 1.32±0.19 
Delay(.10-3 s) 32.9±4.61 32.6±2.85 
3 
KTE (.10-3rad/s) 6.76±0.40 6.72±0.41 
Delay(.10-3 s) 43.9±2.89 45.1±2.27 
4 
KTE (.10-3rad/s) 4.56±0.06 4.48±0.05 
Delay(.10-3 s) 29.2±5.12 30.7±4.47 
5 
KTE (.10-3rad/s) 1.55±0.43 1.54±0.44 
Delay(.10-3 s) 34.3±11.66 36.1±9.94 
Total Mean KTE 3.20±0.27 3.12±0.26 
Total Mean Delay 35.6±5.42 36.22±4.00 
 
 
It will be used the results from the column P=Q for the comparison between the three tracking 
filters.   
The results obtained for the KTE and Delay, for each signal, using the selected best solutions for 
each filter parameter, are shown in tables 4.13 and 4.14, respectively. 
Despite the previous conclusion the CDF would be the best option between the filters in study, 
in tables 4.13 and 4.14 one can see that BBF presents better results for the obtained experimental 
data. In both signals, it presents the lowest KTE and Delay.  
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Table 4.13 Comparison between the proposed filters using the average values of the selected parameters for the 
5 subjects for the Y  signal. The presented average values correspond to the mean between the means of each 
trajectory .Table provides mean ± standard deviation. 




KTE (.10-3rad/s) 5.46±0.82 5.65±0.25 6.37±0.31 
Delay(.10-3 s) 0.0±0.0 0.0±0.0 9.87±0.95 
2 
KTE (.10-3rad/s) 7.64±1.73 7.89±1.64 14.49±2.77 
Delay(.10-3 s) 0.0±0.0 0.0±0.0 10.68±0.63 
3 
KTE (.10-3rad/s) 7.50±0.54 7.25±0.65 10.53±0.45 
Delay(.10-3 s) 0.0±0.0 1.7±2.08 45.1±6.08 
4 
KTE (.10-3rad/s) 4.17±0.11 5.96±0.17 5.62±0.26 
Delay(.10-3 s) 1.8±0.56 2.8±0.34 9.0±0.72 
5 
KTE (.10-3rad/s) 7.36±1.35 7.30±1.06 11.32±0.51 
Delay(.10-3 s) 0.9±0.71 3.3±2.38 11.3±0.92 
Total Mean KTE 6.46±0.91 6.81±0.75 9.66±0.86 
Total Mean Delay 0.5±0.25 1.7±0.96 17.2±1.86 
 
 
Table 4.14 Comparison between the proposed filters using the average values of the selected parameters for the 
5 subjects for the Z signal. The presented average values correspond to the mean between the means of each 
trajectory .Table provides mean ± standard deviation. 




KTE (.10-3rad/s) 1.72±0.03 1.67±0.14 2.01±0.22 
Delay(.10-3 s) 23.0±2.13 24.0±1.40 39.4±0.51 
2 
KTE (.10-3rad/s) 1.40±0.20 1.64±0.05 1.32±0.19 
Delay(.10-3 s) 26.1±3.11 25.9±1.47 32.6±2.85 
3 
KTE (.10-3rad/s) 5.68±0.24 5.79±0.27 6.72±0.41 
Delay(.10-3 s) 21.6±1.01 24.8±1.27 45.1±2.27 
4 
KTE (.10-3rad/s) 4.44±0.06 4.46±0.08 4.48±0.05 
Delay(.10-3 s) 24.7±2.75 26.0±2.11 30.7±4.47 
5 
KTE (.10-3rad/s) 1.42±0.26 1.39±0.02 1.54±0.44 
Delay(.10-3 s) 23.7±3.43 25.1±1.74 36.1±9.94 
Total Mean KTE 2.93±0.16 2.99±0.11 3.12±0.26 
Total Mean Delay 23.8±2.90 25.2±1.59 36.2±4.00 
 
This can also be seen in an example of joystick signal in figures 4.21 and 4.22, where is 
presented the differences between BBF and CDF and BBF and Kalman. The BBF shows a higher 
attenuation on the oscillations than the other two filters. 
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Therefore, the BBF filter is selected as the best option to eliminate the higher-frequency 




        a)      b) 
Figure 4.21 a) The superposition of  the raw Z with the results of BBF, CDF and Butterworth; b) The superposition 
of  the raw Z with the results of BBF, Kalman and Butterworth. 
 
    
Figure 4.22 a) The superposition of  the raw Z with the results of BBF, CDF and Butterworth; b) The superposition 
of  the raw Y with the results of BBF, Kalman and Butterworth. 
 
 
In figure 4.23 one can observe that the noise was reduced in both signals in comparison with 
figure 4.7. It also denotes that there are still some oscillations (high-frequency components) in both 
signals (Figure 4.24), if it is compared with figure 4.8. These oscillations can be reduced by 
reducing the filter g parameter. However, this change implies an increase in signal delay relative to 
the reference signal, and therefore worst value of KTE. 
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     a)       b) 
     
       c)      d) 
Figure 4.23 Attenuation of higher frequency components by the BBF filter a) The raw Z-signal, the ideal Z and the 
filtered Z-signal with the BBF filter; b) and d) Frequency Spectrum of Z and Y filtered with BBF, respectively,; c) 




          
   a)                      b) 
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In table 4.15, it is also seen that the SNR increased in both signals, meaning that they were 
filtered, i.e. the noise was attenuated. 
 
Table 4.15 SNR of the filtered Y and Z signals. 
Signal SNR 
Y 50.05 
Z 7.77  
4.4.1.1.1. Conclusion of  the Filter  Strategy 
 
In this section, it was presented a method of user-walker interaction isolate the intentional 
commands by means of filtering. The interface is based on a joystick and is intended to be user-
friendly, simple, efficient, low cost and with little electronics. A series of experiments were 
performed which showed the sensibility of the joystick to extract navigation commands from the 
user. These signals presented a higher frequency component that was attenuated by a Benedict-
Bordner g-h filter. The g parameter was chosen to be 44.29x10-3 for the Y-signal and 16.87x10-3 for 
the Z-signal.  
The chosen filter has a low computational cost algorithm, making it a good option to this 
application, since it can run in a low cost hardware with enough robustness for a commercial 
device.  
 
4.5. Signal processing architecture of the ASBGo walker 
 
Before the acquisition of the Y and Z signals a pre-processing step was made with hardware. 
For each signal it was constructed a circuit with three main blocks: Offset block, Filter Strategy 
block and Amplification block (Figure 4.6). 
Each signal has a specific hardware to process it, and it will present in the next sections. 
After the pre-processing, the signal is acquired by the Arduino platform. These signals were 
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4.5.1. Y-signal Circuit Hardware 
  
The circuit architecture for the processing of Y-signal is presented in the figure 4.25. In 




Figure 4.25 Diagram of the circuit hardware for the processing of the Y-signal. 
 
The Amplification + Offset block (1) is compound by an inverting sum amplifier using one 
operation amplifier (electronic specifications are presented in appendix A). This component aims to 
eliminate the offset from the Y-signal, which value is around 2.5V and then amplify the result 
signal.  
The two inputs correspond to the raw Y signal acquired with the joystick and DC voltage of -2.5 
V, which is the offset that Y-signal brings from the joystick that will be summed to the signal 
eliminating its offset. 
It was chose to amplify the signal with a gain of -2. 
Thus, the result signal will be 2 times amplified and inverted. This inversion is desirable 
because as the Y-signal has a negative value, this circuit will invert it to positive, making it readable 
to the Arduino, since it doesn’t read negative voltages. 
 
The low pass filter block (2) is to attenuate the higher-frequencies. In this case, as the 
sampling time is 0.01s, being times smaller than the sampling period of the NeoASAS, the user’s 
command intentions are now located in the range of [0-10Hz]. The electronic specifications are 
presented in appendix A.  
 
The Amplification block (3) is a non-inverting amplifier (the electronic specifications are 
presented in appendix A). This block aims to amplify the signal with a gain of 1.5. Thus, the total 
gain of the circuit is 3, amplifying the signal to a range of [0,3.3], which corresponds to the range 
that the Arduino platform can read.  
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A typical output from this circuit is presented in figure 4.26a. This signal can be compared with 
the one showed in figure 4.26b.  
The raw Y in figure 4.26a is a result from the inversion and amplification in Matlab of the Y-
signal in figure 4.26b, so that it could be compared with the processed Y-signal represented in 
figure 4.26a in red (Y filt). With this comparison it can be seen that the processing hardware 
inverted the signal, added 1.6V (offset) and amplified it successfully. However is denoted a slight 








       
b) 
Figure 4.26 a) The raw Y-signal processed by software (black) and the Y-signal processed by hardware; b) The raw 
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In figure 4.27, one can conclude that the signal was successfully filtered, since the high-frequency 









4.5.2. Z-signal Circuit Hardware 
 
The circuit block for the acquisition of this signal is presented in figure 4.28. In appendix A the 
completed circuit hardware is presented.  
 
 
Figure 4.28 Diagram of the circuit hardware for the processing of the Z-signal. 
 
The Amplification + Offset block (1) is also an inverting sum amplifier using one operation 
amplifier (The electronic specifications are presented in appendix A). The aim is the same as 
previously, which is to eliminate the offset from the Z-signal, which value is around 2.5V and then 
amplify the result signal.  
The two inputs correspond to the raw Z-signal acquired with the joystick and a DC voltage of -2.5 V, 
which corresponds to the offset of the Z-signal. A gain of 9 was used to amplify the Z-signal. 
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The low pass filter block (2) has the same main as the one used in the Y-signal. 
 
The Amplification + Offset block (3) is compound by two amplifiers. First a non-inverting 
amplifier with a gain equal to 2. Then, an inverting sum amplifier with a gain of 1.  
In this case, instead of eliminate the offset from the signal it is summed one equal to 1.6V.  
The Z-signal provides the distinction between when the user wants to turn right or left. This 
distinction is made between a negative or positive sign of the signal. Since the Arduino platform 
doesn’t read negative signals, it is needed to sum an offset to the signal. This offset of 1.6 V is half 
the maximum voltage that the Arduino can read, which is 3.3V. 
The total gain of the circuit is 9, putting the signal into a range of [0,3.3].  
 
 
A typical output from this circuit is presented in figure 4.29a. This signal can be compared with 
the one showed in figure 4.29 b. 
The raw Z in figure 4.29a is a result from the inversion and amplification in Matlab of the Z-
signal in figure 4.29b, so that it could be compared with the processed Z-signal represented in 
figure 4.29a in red (Z filt). With this comparison it can be seen that the processing hardware 
inverted the signal, added 1.6V (offset) and amplified it successfully. However is denoted a slight 
attenuation in the Z filt, which means that experimentally the circuit has a gain lower than 9.  
In figure 4.30, one can conclude that the signal was successfully filtered, since the high-
frequency components were attenuated. In this case, the user’s command intentions are also 
located in the range of [0-10Hz]. 
 





Figure 4.29 a) The raw Z-signal processed by software (black) and the Z-signal processed by hardware; b) The raw 
Z-signal without processing. 
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4.5.3. Digital Filter Strategy  
 
A hardware circuit was built, and a pre-processing of the joystick’s signals was done. As it was 
seen in the previous section, the signal was amplified and filtered. Comparing the result obtained 
with the hardware circuit, and represented in figure 4.27a and figure 4.30a, with the ideal signal to 
be achieved (Figures 4.31a and 4.31c), one can conclude that a digital filter strategy in the Arduino 
platform is not necessary, since the signals are very similar. Looking also to figures 4.31b and 
4.31d, it is assured that in the frequency domain that both signals don’t need to be filtered 
digitally. This will reduce the computational cost of the algorithm that will be implemented in the 
Arduino platform.   
 
 
   a)       b) 
 
             c)      d) 
Figure 4.31 Attenuation of higher frequency components by means of recursive digital filters (Butterworth, first 
order). a) The Y-signal filtered by hardware (YH) in red and the YH filtered with the digital filter in black; b) 
Frequency Spectrum of Y and  Z , respectively,; c) The Z-signal filtered by hardware (ZH) in red and the ZH filtered 
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4.5.4. Digital Processing of the Joystick’s signals. 
 
The Digital processing consist in first acquiring the signal with a sampling period of 0.01s and 
then transform the range of values of the Y and Z-signals from [0,3.3] to the range [0,1] for the Y-
signal and [-1,1] for the Z-signal to then be used on a control strategy to control the motors of the 
walker, as it is going to be discussed in chapter 6.  
In order to accomplish this, the offset of 1.6V is eliminated from the Z-signal (it is not needed to 
eliminate the offset from the Y-signal since it is 0V) and then divide the Y-signal by 3.3 and the Z-
signal by 1.6. 
 
4.6. Conclusion of the Acquisition and Processing Architecture of the 
NeoASAS and ASBGo walker. 
 
The developed architecture for each walker was successfully implemented and tested. This is 
necessary to move forward in the workflow of the development of the walkers, since the acquisition 
and processing of the joystick’s signals are fundamental to develop the control strategy that will 
control the motors’ movement. 
The overall architecture implemented in NeoASAS and ASBGo is shown in figures 4.32 and 
4.33, respectively. 
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Figure 4.32 Complete system architecture implemented on NeoAsas walker. 
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Falls are very common in elderly people due to several reasons such as osteoporosis or 
reduced protective reflexes. This has several consequences. Considering the users of and walking 
assistive device, a fall can lead to loss of confidence on the device. 
Therefore the detection of possible falls of the user is one of the concerns and aims to integrate 
in the ASBGo walker. Additional safety is envisaged by several sensorial subsystems that 
complement each other. Two types of fall will be tackled: backward and forward fall. 
A proposed subsystem composed by infrared sensors will improve the detection of falling 
forward situations during gait and stop the walker in time accordingly if required. 
To detect if the user is falling backwards three subsystems were considered: (1) the walker 
cannot move backwards. So, if the user pushes the handles in his direction, the walker stops; (2) 
Another subsystem, based on two sensors, one on each forearm support, is intended to verify if the 
user is with his forearms properly supported on the base supports; (3) Two sensors placed on the 
handles ensure the user is guiding the walker grasping the two handlebars. If the two handlebars 
are not grabbed, two situations may occur: if the gait is starting, the walker will not move; if the 
user is already walking with the device, the walker will immediately stop. 
These subsystems will ensure that a user fall is detected, stopping immediately the walker, not 
leaving it to roll away from the user while his falling. Thus, the walker will be either a support for 
the fall, or even preventing it from happening.  
The sensors’ choice was based in their simplicity, low cost and performance for this application. 
 
5.2. Detection of a forward fall 
 
Two areas were analysed for the best detection of a forward fall: (1) the lower base of the 
walker, at the height of the user’s feet and; (2) the upper base of the walker, at the height of the 
user’s chest. 
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5.2.1. Walker’s lower base 
 
The idea is to integrate a sensor in the lower base of the walker, and detect an area in which 
the lower limbs of the user are always present, when he is walking with the walker. If the user 
leaves this area it means that he is possibly falling.  
For this purpose, the position of user’s lower limbs related to the walker was analysed.  
Firstly, it is necessary an analysis and a posteriori reconstruction of the movement of the lower 
limbs related to the structure of the walker in three dimensions.  A movement analysis laboratory 
developed by BTS Bioengineering that has six CCD cameras sensible to the infrared radiation with 
its respective IR illuminators was used. Thus, 4 markers were placed in the walker and 4 on the 
user’s lower limbs, displaced as figure 5.1 shows, to be detected by the BTS. 
 
 
Figure 5.1 a) Sketch of the walker with the markers and b) the lower limbs of the user with the markers. 
 
The trajectories, presented in table 4.1, were performed by three subjects, three times each, in 
the movement analysis laboratory and the results were analyzed in Matlab (Figure 5.2). In these 




Figure 5.2 Frames from the BTS shootings. The lower base of the walker and the lower limbs in 2D. 
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After an extensive observation and analysis of the shootings taken by BTS, it was verified that 
there are several areas in which a user could position his lower limbs, as well as variability of 
walking forms. This fact difficult the definition of a specific area in which a leg and/or foot are 
always present. In figure 5.2, it is possible to verify the variability of positions that the lower limbs 
can present. The lower limbs, related to the walker, are not always in the same place and if the 
user falls forward, it is difficult to define the area that they will cross in that situation. 
Therefore, it was determined that this was not a good solution to detect a forward fall. 
 
5.2.2. Walker’s upper base 
 
The walker’s upper base is at the height of the user’s chest, and it was observed that if the user 
is falling forward, the distance between the user’s chest and the walker decreases, and if not, this 
distance is maintained more or less constant. Thus, in order to measure this distance it is required 
a sensor in the upper base. 
Firstly it was chosen a sensor to be integrated in the walker, to then perform experiments. 
 
5.2.2.1. Sensor to detect the distance betw een the user’s chest and the w alker  
 
Since this work has a commercial focus, the sensor selected has to be robust, low cost and 
require little electronic and power. 
A laser solution is too expensive given the cost requirements. A solution using camera with 
structured light is possible to design for a reasonable price. It will reduce the amount of 
calculations for the processor depending on the structure of the light and therefore also the time it 
takes to implement a working system. The problem with this system is that different surfaces 
reflect different amounts of light. More calculations need to be added to determine where the 
person is if the camera cannot clearly detect it. Sunlight could also be a problem because it 
contains all wavelengths, and therefore could interfere with a structured light transmitter.  
Infrared (IR) distance sensors are very low price and have a narrow beam width, which makes it 
suitable for this proposal. 
A GP2Y0A21YK0F, in figure 5.3 (specifications in appendix B), from Sharp has been selected. It 
detects a distance from 7 cm to 80 cm with an analogue output, and has 5 ms of delay response. 
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Figure 5.3 Sharp IR sensor (GP2Y0A21YK0F) 
 
For the proposal presented here, to detect a forward fall, this sensor fits well, and it was chosen 
to be integrated on the walker. 
 
5.2.2.2. Detection of  a forw ard fall 
 
The IR sensor was placed in the upper base of the walker, as it is shown in figure 5.4. 
 
 
Figure 5.4 Sharp IR sensor integrated in the upper base of the ASBGo walker. 
 
The trajectories, presented in Table 4.1, were performed by five subjects, three times each, and 
the output responses of the IR sensor were acquired using the Arduino platform. These 
experiments were performed to try to see if the user’s distance related to the walker has a great 
variation, or not, and if it can be possible to define a “normal distance area” where the user is 
present when he is walking safely, and detect abnormalities when the user falls forward.  
A typical signal for each trajectory is presented in figure 5.5.  
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      a)      b) 
 
c) 
Figure 5.5 Typical IR output signal in trajectory a) A, b) B and c) C. 
 
Looking at all the graphics, it is possible to observe that all begin in the same value, meaning 
that the person’s distance to the sensor does not vary from usage to usage. This is ensured with 
the forearm supports that impose the person to be at a fixed distance relative to the walker.  
The signals show a small oscillating behaviour, demonstrating that the user has a little 
oscillation of his trunk when is moving with the walker. 
In figure 5.5a, it is denoted that the user approximates to the walker when turning right, 
between t=20-25 s, and the same happens in figure 5.5b, between t=14-17 s. However, its 
amplitude has not a significant difference in comparison with the rest of the signal’s amplitude, 
presenting a variation of approximately 0.2V.  
Thus, one can conclude that there is not a significance variation on the IR signal when the user 
is walking with the walker, besides the oscillations. And this was verified in all the experiments with 
the five users. Therefore, it can be defined a range of normal distance between the user and the 
walker, during a safety usage. 
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Figure 5.6 shows a typical signal of a user that is walking normally, and then starts to fall 
forward at t=18-19 s. As it was expected, the amplitude of the signal increased, since the distance 
between the user and the walker decreased. In comparison with the rest of the signal, this 
increase, in the order of 1V, is very significant and can be easily detected. 











The option of using this sensor to detect also backward falls was analysed. However, it was 
concluded that if a person increases his distance from the sensor, the signal amplitude variation is 
very small, not being suitable for a great detection of backward falls. This conclusion was taken 
with base on the output response of the IR sensor for high distances. As it can be seen in Appendix 
B.2, after the 50 cm, the variation of the signal is very small, and hardly detected. 
An algorithm was proposed to detect the variation of the signal, informing the walker if the user 
was walking normally, or falling. The algorithm is presented in figure 5.7. 
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Figure 5.7 Algorithm to detect if the user is falling or not through the readings of the IR sensor output signals. 
 
The algorithm input is the IR signal output. This signal is evaluated in terms of its behaviour, i.e. 
if it varies a lot or not, according to a non-stable variable. This is done to identify the behaviour of 
the signal, for example, here it can be observed the user’s oscillations, while he is walking. If the 
signal is stable, i.e. its value varies between an a priori defined stability range, the variable non-
stable decreases, if not, the centre of the range of stability is updated following the signal’s 
behaviour, i.e. its value is now equal to the input at that instant.  
Then, if the signal is stable, it is evaluated why this happened: the user is stopped and he is not 
oscillating his trunk or he is falling forward. So, first it is verified if the signal is around an a priori 
defined “safety zone”. If the user is within this zone, the walker is informed that the user is safe. If 
the user is out of the safety zone, it means the user might be falling forwards. First some samples 
are acquired and the variable “nº of normal distance in inputs” is decreased. If this variable 
reaches zero, the walker stops, because the user is falling. If not, it was a false alarm due to noise. 
Thus, the algorithm will detect if the output signal of the IR signal is around zero, inside an a 
priori defined safety range or if it exceeds the defined range, detecting a danger situation. 
This algorithm has the advantage of following near the behaviour of the signal, and does not 
require an extra filter to deal with noise and can thus detect false alarms. 
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Beyond the ability to detect if the user is falling, this algorithm has the potential of analyse the 
postural stability of the user and this can be used in the identification of patterns of trunk 
oscillations. This will be used in future works for identification of walking pathologies, interaction 
user-walker, etc. 
 
5.3. Detection of a backwards fall. 
 
To detect if the user is falling backwards three subsystems were considered: (1) the walker 
cannot move backwards. So, if the user pushes the handles in his direction, the walker stops; (2) 
Another subsystem, based on two sensors, one on each forearm support, is intended to verify if the 
user is with his forearms properly supported on the base supports; (3) Two sensors placed on the 
handles ensure the user is guiding the walker grasping the two handlebars. If the two handlebars 
are not grabbed, two situations may occur: if the gait is starting, the walker will not move; if the 
user is already walking with the device, the walker will immediately stop. 
Subsystem (1) will be not described in this chapter, since it will be integrated in the control 
strategy, presented in Chapter 6. The other two subsystems will be presented and explained in 
detail in the following sections.  
 
5.3.1. Detection of contact on the forearm supports 
 
The user has to guide the walker with his forearms properly relied on the supports, to have a 
suitable sustain. These supports can eliminate the degree of freedom of the elbow articulation and 
a higher fraction of the user’s weight is supported by the device, making it easier to push and 
increasing the friction component of the system, reducing the risks of glide.   
However, if the user falls backward he will release the forearm’s support. So, it is needed to 
make sure that the walker detects this situation and stop, accordingly. This is done by placing one 
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5.3.1.1. Sensor to detect user’s contact w ith the forearm supports  
 
Initially the idea was to place IR sensors on the supports, since they are low cost and small, 
fitting inside the support. So, an IR sensor (Sharp-GP2Y0A41SK0F) with a detection range of [0.6, 
10] cm was integrated on the supports and some experiments were run.  
After some experiments, it was concluded that this was not a good option because if the user 
was not in contact with the support, but still close (≈ 3cm), the sensor indicates that the user is still 
in contact with the support did not respond fast enough. This occurs mainly because of two 
reasons. First, the output response of the sensor for a distance of 6 mm and 3 cm is equal. 
Second, the structure of the support influences on the IR light reflection and causes a wrong 
reading of the distance between the user’s forearm and the support. 
Thus, IR sensors were replaced by force sensors, since they can detect if any weight is being 
supported by the supports. These sensors have to be small or thin, low cost and present a fast 
response.  
The FlexiForce sensors (Figure 5.8) fulfilled the criteria. The FlexiForce sensor is an ultra-thin 
and flexible printed circuit, which can be easily integrated into the forearm supports. With its paper-
thin construction, flexibility and force measurement ability, the FlexiForce force sensor can 
measure force between almost any two surfaces. 
 
 
Figure 5.8 Flex iForce  sensor. 
 
The sensors are constructed of two layers of substrate, composed of polyester film. On each 
layer, a conductive material (silver) is applied, followed by a layer of pressure-sensitive ink. 
Adhesive is then used to laminate the two layers of substrate together to form the sensor. The 
silver circle on top of the pressure-sensitive ink defines the “active sensing area”. Silver extends 
from the sensing area to the connectors at the other end of the sensor, forming the conductive 
leads. More details in appendix C.1. 
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FlexiForce sensors are terminated with a solderable male square pin connector, which allows 
them to be incorporated into a circuit. The two outer pins of the connector are active and the 
centre pin is inactive. 
The sensor acts as a variable resistor in an electrical circuit. When the sensor is unloaded, its 
resistance is very high (greater than 5 Meg-ohm); when a force is applied to the sensor, the 
resistance decreases. The implemented circuit is presented in appendix C.2. 
The sensing area of this sensor is only 9.5 mm of diameter. However, the user applies load in 
the entire support. This may lead to wrong detections or missing detections. In order to deal with 
this problem a mechanical device, depicted in figure 5.9, was developed for the physical 
integration of the FlexiForce sensor in the support forearms. The mechanical device is consisted on 
two metal plated with a rubber cube, smaller than the sensing area, placed above the sensing area 
of the sensor, to ensure that the entire load that is applied by the user on the support goes to this 
area.  So, when the user supports on the walker, the device will close, and the rubber will do a 
perpendicular pressure in the sensing area, transmitting to the walker the information that the user 






Figure 5.9 Mechanical device to support the sensor and ensure that the load made by the user on the forearm 
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Finally, the assembly of this mechanism on the walker is presented in figure 5.10. 
 
 
                 
Figure 5.10 Assembly of the Flex iForce sensor with the forearm support. 
 
 
A typical output from the FlexiForce is presented in Figure 5. 11.  
 
 
     Time (s)   
Figure 5.11 Typical signal of the Flex iforce sensor when first, the user is not loading the sensor, and then loads. 
 
When the user is not loading the sensor the output signal is zero. When the user relies on the 
support, the sensor immediately responds to the force, and the signal increases. When the user 
leaves the support, the sensor’s signals immediately decreases. 
In this application, the main aim is to detect if the user is or is not relied in the forearm support. 
Hence, the acquisition electronic was designed in a way so that the sensor responds quickly to the 
load of the user and saturates easily. This saturation is useful because in this way, the signal is 
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An algorithm was developed to read the signal and identify when the user was not loading the 
sensor, meaning that he is falling, or not properly supported on the supports. 
This algorithm is very similar to the one showed in figure 5.7, and is presented below:  
 
 
Figure 5.12 Algorithm to detect if the user is falling or not through the readings of the flexiforce output signals. 
 
With this algorithm, it is possible to detect whether there is a load, as well as, evaluate the 
stability of the support. Similarity to the algorithm used to detect backwards falls, here it is not 
needed a filter to attenuate the noise, and thus no additional computational cost is added to the 
final algorithm to control the walker’s movement. This fact is relevant when discussing real-time 
applications. 
The algorithm input is the force sensor signal output. The signal is evaluated in terms of its 
behaviour considering if it is stable, it is zero or if it is different from zero.  
If the signal varies, the algorithm follows its behaviour. But, if the signal is stable, i.e. varies 
between an a priori defined range of stability, two situations could be happening: or the user is 
safely supported, or he is falling. If the user is safely supported, the signal is around zero, and the 
walker is informed that the user is safe. On the other hand, if the user is falling, it is detected that 
the user is out of the pre-defined “range of zero”. Thus, some samples are acquired and the 
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variable “nº of load inputs” is decreased. If this variable reaches zero, the walker stops, because 
the user is falling. If not, it was a false alarm due to noise. 
For the moment, it was not considered the absolute value of the data measured by the force 
sensor. But this will be considered in future studies, to quantify the stability that the forearm 
supports provide to the user, as well as, identify asymmetries on the gait of the user, and other 
pathologies.  
This algorithm is integrated onto the Arduino platform code and is part of the walker’s 
movement controller.  
 
5.3.2. Detection of handles grasping.  
  
Another way to detect if the user is falling backwards is to verify if he is grasping properly the 
handles of the upper base of the walker. So, by placing sensors on the handles, one can detect if 
he is in contact or not with the handles. 
Since the previous study demonstrated that the FlexiForce sensors suit well to detect 
contact/force interactions, they were chosen similarly to also detect if the user is grasping the 
handles. 
Other approaches were considered, such as the use of capacitor sensors, piezoelectric sensors, 
IR sensors and buttons. All these were experienced and studied and shown to be suitable options. 
However, as the author of this thesis has the goal in the future to study the interaction between the 
user intentions and the movement commands transmitted through the handles, the FlexiForce 
sensors were the ones chosen, since the others just suit for an on/off control.  
The same algorithm, mechanism and electronics, applied in the detection of backwards fall 
were used as well for this detection. Each handle has its own algorithm for detection, i.e. if the user 




In this chapter were explained the different safety mechanisms considered in the developed 
walker. 
To identify if the user is falling forward, an IR sensor was integrated in the upper base of the 
walker structure. This sensor measures the distance between the user and the walker, 
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successfully, and with the help of a developed algorithm, the walker is advised to stop when the 
distance between the user and the walker decreases significantly.  
To identify if the user is falling backwards, FlexiForce sensors were integrated in the forearms 
support as well as in the handles of the upper base of the walker structure. This sensor measures 
the force that is made by the user when he relies onto the supports; and the force that he makes 
when grasping the handles. A proposed algorithm advises the walker to stop when no force is 
applied onto the support and/or in each handle.  
The proposed algorithm has been programmed in the Arduino platform combined with the 
























 Online Control of a Mobility Assistance Smart Walker | 127 
  

































 Online Control of a Mobility Assistance Smart Walker | 129 




This work aims to develop a Smart Walker that is driven intelligently, through the acquisition 
and processing of signals from a joystick sensor when the user is walking with the Smart Walker. 
With the joystick, it is possible to infer the user’s command intentions considering direction and 
velocity. 
Thus, in this Chapter it is addressed a control strategy to classify the signals sent by the joystick 
and transform them into motor outputs (direction and velocity), in such way that the walker drives 
the motors according to the user’s commands. Using two DC motors, the rear wheels of the Smart 
Walker were driven according to the commands of the user sent through the joystick. 
In this chapter, it was tackled the overall assembly of the sensors, the processing platform, the 
motors and the auxiliary circuits. This assembly took into account the mechanical stability of the 
walker, putting the heavier elements at the lowest part of the walker. 
 
6.2. Mechanical structure of the motor control unit 
 
To start the experiments with the motors, it was used a pair of DC motors connected to a 
controller designed to perform as an interface between the control strategy and the motors. This 
pair of motors is 24 VDC powered, has a rate speed of 40 rpm, nominal current of 2.5 A and 
nominal torque of 2.5 Nm (Appendix D.1).  They also include a self-locking system to improve the 
safety of the users in case of any technical fault or in the absence of sufficient electrical power, 
caused by battery discharge, for example. 
The motor controller is included in a circuit board that is also prepared to monitor voltage 
current or temperature problems, as well as short-circuits.  
Each motor is installed next to a rear wheel of the walker, leaving the two front wheels free to 
move omni-directionally. A mechanical connection between the wheel and the motor for both 
walkers (NeoASAS and ASBGo) is provided by a chain, as it is shown in figure 6.1. Since there is a 
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necessity of working with the walker without the motors, the wheels were not directly connected to 
the motor. Thus, it is always possible to perform certain experiments without any motorization.  
 
 









Considering the NeoASAS walker, the connection between the motors and the sensors is 
performed through a PC/104, which contains the control strategy developed to guide the walker. 
The inputs of the system (signals from the sensors) are an analog voltage between 0 and 5 V. The 
PC/104 analog outputs are between 2.5V and 5V and connect to the control board of the motors 
(Appendix D.2) that contains a microcontroller and H-bridges, which convert this voltage to the 
range of 0-24V, to power the motors. 
Three plumb batteries were used, one with 5 V and two with 12 V to power the control board, 
the sensors and the motors. 




















Considering the ASBGo, the connection of the sensors and their auxiliary circuits with the 
motors is performed through an Arduino platform (Chipkit MAX32), where the control strategy was 
programmed. The Arduino platform also works as a control board that is connected to H-bridges 
(Appendix D.3) that convert the PWM signals sent by the Arduino platform to the motors as a range 
of 0-24V.  
A digital lab as a power source of 12 V and -12 V, a positive voltage regulator (7805) to convert 
12V into 5V and a negative voltage regulator to convert -12 V into -5V power the overall system.  
 
                                     









3 Auxiliary circuits 
4 Power Source 
 
1 23
Figure 6.2 Processing platform, Board control and batteries located on the 
lower zone of the NeoASAS walker. 
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6.3. Design and implementation of a control strategy to drive the walker  
 
Intelligent systems have shown many advantages in the control and modelling of engineering 
system. They have the ability to exhibit advantages in performance over more conventional 
mathematical techniques by rapidly modelling and learning characteristics of multi-variant complex 
systems. [106]. 
Fuzzy logic is a problem-solving technique that derives its power from its ability to draw 
conclusions and generate responses based on vague, ambiguous, incomplete and imprecise 
information. To simulate this process of human reasoning it applies the mathematical theory of 
fuzzy sets [107]. 
This algorithm is based on the definition of rules that are evaluated in parallel and relate 
to input variables. This approach is consistent with the reasoning based on rules that define the 
problem of detection of user’s command intentions. 
It is also possible to incorporate an a priori knowledge in a direct manner in the model of the 
system, given the simple linguist approach. 
The purpose detection of command intentions presents variability between observations and 
subjects, which requires a method that defines a flexible and adjustable system for each specific 
case. Knowledge about the user’s command intentions is limited and there is no exact 
mathematical model that characterizes them. 
Thus, the management of the interaction between the user and the walker is exactly the type of 
problem and issue for which a fuzzy logic approach appears to be applicable and has the potential 
for making better, quicker and more accurate predictions than classic methods.   
 
6.3.1. Theory of the Fuzzy sets 
 
The theory of fuzzy sets is an extension of classical set theory and it is, in turn, mathematically 
rigorous. Within the logic of classical sets, an element is or is not part of a set in question. The 
distinctions between membership or not membership to a particular element of a set based on a 
precise and rigorous border, assigned as 0 or 1, to indicate the membership of that set don’t allow 
to consider a degree of partial membership of an element in a set. The theory of fuzzy sets on the 
other hand, accepts the definition of partial membership, extending the classical theory. An 
example is showed below to illustrate the concept: 
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Considering B a set of real numbers and, 
 
                                            }|{' negativeveryisbBbB ∈=    (6.1) 
The subset B’ is a fuzzy subset because is not accordingly defined with the classic logic. Then, 
if a membership function is introduced as a representation to measure the very negative property, 
a fuzzy set is defined. Figure 6.4 shows a membership function, which can be chosen for such 
representation. Here the b value corresponds to a membership value μ of a membership function 
μB that represents the very negative property. 
 
Figure 6.4 Membership function for a very negative value. 
 
6.3.1.1. The M odel 
 
Obtaining a fuzzy model corresponds to an approximate reasoning rather than fixed and exact, 
which refers to the methodology for describing complex physical systems (non-linearity, 
randomness, uncertainty, and so on).  Suppose that the system is known as a “black box”, which 
can measure only one set of inputs x1,…,xn and outputs z1,…,zm. 
The model of the system consist, in general terms, in obtaining a mathematical description 
using functions, formulas or classic linguistic statements of the relationship between inputs and 
outputs.  The model of the fuzzy system will consist of how to quantify linguistic logic by fuzzy logic 
and a functional mathematical model. The basic elements of the fuzzy system (Figure 6.5) are: 
• The knowledge base (rules); 
• An inference mechanism (Decision making logic); 
• A fuzzification interface (fuzzifier); 
• A defuzzification interface (defuzzifier); 





Figure 6.5 Fuzzy logic system diagram.  
 
And the steps in the fuzzy reasoning are: 
• Fuzzification: compares the input variables with membership functions (MF) of the 
premises (IF) to obtain the membership values, μ, between 0 and 1.  
• Inference: consists in the application of fuzzy logic operators (AND, OR, etc.) in the 
membership values of the premises to obtain a single numerical value between 0 and 1. 
• Generation: create the consequent part (THEN) from the fuzzy rule. 
• Defuzzification: consists in decoding the information after the aggregation of the fuzzy 
rules and turn the output into a numerical value.  
 
6.3.1.2. Fuzzif ication 
 
Through the fuzzification process it will be found the membership values μ of the inputs xn with 
the fuzzy sets. In table 6.1, the parameterized functions commonly used to define MF are 
presented. The MF parameters require that a knowledgeable human operator initialise them. The 
operator must optimise the parameter values to achieve a required level of accuracy of mapping of 
the physical system by the fuzzy system. The MF should overlap to allow smooth mapping of the 
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Figure 6.6 Examples of membership functions types [108]. 
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6.3.1.3. Inference and Generation 
 
The types of rules that can be defined for the design of the fuzzy model can be classificated as 
[109]: 
(1) Fuzzy rules with a constant output in the consequent: 
 
 Ri : IF x1 is A1 and … and xn is B1, THEN z1 is c1 and … and zm is cw            (6.2) 
 
(2) Fuzzy rules with a linear combination of the input variables in the consequent: 
 
 Ri : IF x1 is A1 and … and xn is B1, THEN z1 is g1(x1,…,xn)=a0+a1x1+…bnxn and … and  zm is 
gw(x1,…,xn)=d0+d1x1+…dnxn                  (6.3) 
 
(3) Fuzzy rules with a fuzzy set in the consequent: 
 
 Ri : IF x1 is A1 and … and xn is B1, THEN z1 is C1 and … and zm is Cw            (6.4) 
 
Where Ri is the i-nth fuzzy rule, xm (m=1,2,3,..n) are the inputs of the system that were 
introduced in the antecedent of the rule and y is the output, introduced in the consequent of the 
rule. A1, B1 and Cw are the fuzzy set and cw, bn and dn are constants. 
The approach (3) was the one used in this work.  
The next stages of these steps are represented in figure 6.7. 
After the definition of each fuzzy rule, a single numerical value between 0 and 1 is found for 
each antecedent. This numerical value C’i is the minimum μ between the inputs of the 
corresponding antecedent.  
Then each C’i will be the membership value of the consequent fuzzy set Cw corresponding to an 
output z (belongs to [zmin,zmax]) of this set. 
The aggregation of the rules is done through the calculation of the maximum, i.e. For each 
output z found, its corresponding output membership value will be the maximum between the C’i of 
each Ri. This maximum will be C’.  
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Figure 6.7 Inference and Generation steps of the Fuzzy logic system [108]. 
 
6.3.1.4. Defuzzyf ication  
 Defuzzification is such inverse transformation that maps the output from the fuzzy domain back 
into the numerical domain. As a defuzzifier, the combination of the results of the previous step can 
be done by different strategies. These strategies are depicted in figure 6.8.  
 
Figure 6.8 Various defuzzification shemes for obtaining a numerical output [108]. 
 
 The most frequently used defuzzifier is the centroid of area (COA) [110] and considering 
the results from Rotshteina, this method is the one with higher precision in comparison with the 
other methods. It computes the centroid of the composite area representing the output fuzzy term 
and is defined as: 
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where μC’(z) is the aggregated output MF. 
 
6.3.2. Design of the Fuzzy Inference System to control the walker’s motors 
 
In this proposal the system has two inputs and two outputs. The inputs of the system 
correspond to the signals of forward (Y) and rotation (Z) of the joystick, that were presented in 
chapter 4, and the outputs correspond to the signals that will be sent to the pair of motors, MR and 
ML.  
The inputs are in the interval [-1,1] and the output values belong to [0, 1], so that no negative 
outputs for activation of the motors. Thus, the walker cannot move backwards, not pushing the 
user backwards, which reduces the risk of causing falls.  
Considering the NeoAsas walker, the fuzzy system was implemented in Matlab using the Fuzzy 
Logic Toolbox. Considering the ASBGo walker, it was implemented in C/C++ into the Arduino 
platform. 
The first step to take is to quantify the MF accordingly with a criterion based on the analysis of 
the user’s command intentions, made in Chapter 4.  
Four MFs were defined to Y-signal and five MFs were defined to the Z-signal. Also, three MFs 
were defined for the two outputs. Each MF of the inputs considers a type of velocity and direction 
and try to cover all the information that is transmitted by joystick. With the Y-signal one can have 
four types of information for the velocity and direction: Negative (Neg) informs to go backwards, 
Zero means stopped, little positive (LP) is related to go forward but slowly and very positive (VP) is 
also related to go forward but fast. Z-signal transmits five types of information for the velocity and 
direction: much left (ML) is related to turn fast to left, little left (LL) is related to turn slowly to left, 
Zero means stopped, little right (LR) is related to turn slowly to right and much right (MR) is related 
to turn fast to right.  
The output’s MFs try to cover the three possibilities for the two motors:  Be stopped (Zero), go 
fast (F) and go slow (S). To turn left the right motor will have a faster velocity than the left one, and 
to turn right the left motor will have a faster velocity than the right one. 
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For the inputs and outputs two types of membership functions were defined: Gaussian and S-
shaped MF’s (Table 6.1).  
Due to triangular and trapezoidal simple formulas and computational cost efficiency, both MF’s 
have been extensively used, especially in real-time applications [108]. However since the MF’s are 
composed of straight-line segments, they are not smooth at the switching points specified by the 
parameters. Gaussian and S-shaped are smoother and with concise notation. So they were more 
suitable for this application, due to their smoothness. 
After defining these membership functions, the name and parameters values necessary to the 
inputs and outputs of fuzzy control system were tuned manually. These are shown in table 6.2 and 





















Little Positve (LP) c=-0.4; σ=0.15 
Very Positive (VP) S-shaped a=0.4; b=1 
Rotation (Z) 
Much Left (MR) S-shaped a=-1; b=-0.6 
Little Left (LL) 
Gaussian 
c=-0.6; σ=0.23 
Zero c=0; σ=0.3 
Little Right (LR) c=0.6; σ=0.23 




t Left and rigth 
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Figure 6.9 Membership functions for a) the forward input (Y), b) the rotation input (Z), and c) Motors.  X-axis 
represents the numerical values of the inputs/outputs, and the Y-axis represents the degree of membership μ.  
These images are a print screen of the functions generated in Matlab. 
 
The next step is to define the rule base that the system will operate under.  There were defined 
20 rules for the movement of the walker. These rules are the combination of the two inputs (one 
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1. IF rotation = ML AND forward = Neg THEN ML = Zero AND MR = S; 
2. IF rotation = ML AND forward = Zero THEN ML = Zero AND MR = F; 
3. IF rotation = ML AND forward = LP THEN ML = S AND MR = F; 
4. IF rotation = ML AND forward = VP THEN ML = S AND MR = F; 
5. IF rotation = MR AND forward = Neg THEN ML = S AND MR = Zero; 
6. IF rotation = MR AND forward = Zero THEN ML = F AND MR = Zero; 
7. IF rotation = MR AND forward = LP THEN ML = F AND MR = S; 
8. IF rotation = MR AND forward = VP THEN ML = F AND MR = S; 
9. IF rotation = LL AND forward = Neg THEN ML = Zero AND MR = Zero; 
10. IF rotation = LL AND forward = Zero THEN ML = Zero AND MR = S; 
11. IF rotation = LL AND forward = LP THEN ML = S AND MR = F; 
12. IF rotation = LL AND forward = VP THEN ML = S AND MR = F; 
13. IF rotation = LR AND forward = Neg THEN ML = Zero AND MR = Zero; 
14. IF rotation = LR AND forward = Zero THEN ML = S AND MR = Zero; 
15. IF rotation = LR AND forward = LP THEN ML = F AND MR = S; 
16. IF rotation = LR AND forward = VP THEN ML = F AND MR = S; 
17. IF rotation = Zero AND forward = Neg THEN ML = Zero AND MR = Zero; 
18. IF rotation = Zero AND forward = Zero THEN ML = Zero AND MR = Zero; 
19. IF rotation = Zero AND forward = LP THEN ML = S AND MR = S; 
20. IF rotation = Zero AND forward = VP THEN ML = F AND MR = F; 
 
By this, it is built the model for the discrimination between different types of user’s commands 
to guide the walker. 
A scheme that depicts the behaviour of the fuzzy system while the user is guiding the walker is 
shown in figures 6.10 and 6.11. In figure 6.10 the user is performing trajectory A and in figure 
6.11 he is performing trajectory B (Chapter 4). In these schemes are represented: sequence of 
snap shots of a user walking with the device while is performing the pre-defined trajectories (A and 
B); fuzzification of the outputs of the joystick (Y and Z-signals); and finally the representation of the 
inference and defuzzification that have as a result the centroid of area of the output MFs’ for each 
motor (ML-C and MR-C). These outputs will be converted to pre-set intervals in order to power the 
motors, so that they can follow the user’s commands.  
 












Figure 6.10 Scheme of the behaviour of the fuzzy system while the user is performing trajectory A.  
S5 S2 S3 S4 S1 













Figure 6.11 Scheme of the behaviour of the fuzzy system while the user is performing trajectory B. 
S1 S2 S3 S4 S5 
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6.3.3. Tuning, validation and results of the control strategy 
 
A series of experiments with healthy users were conducted to assess the functioning of the 
fuzzy system and allow the tuning of the gains and parameters of the implemented system. The 




i) NeoASAS walker 
 
The complete control system of the NeoASAS walker was designed in Simulink and then sent to 
the PC/104 platform through the MATLAB Real-Time Workshop. 
The final designed control flow system after the adjustments of the gains and parameters of the 
system is shown in figure 6.12.  
The “Compens offset” block eliminates the offset from the acquired signals and the resultant 
signals enter in the control block. In this block the signals are filtered by the BBF filter (BBF block), 
amplified according to gains, G and G1, restricted (ZM and Sat) and processed by the Fuzzy 
System. The outputs of the Fuzzy system are restricted (ZM), smoothed (integ block), amplified (G2 
and G3) and converted to the range of [2.5; 5] so that these could be sent to the control board 
hardware.   
The BBF filter parameter (g) was maintained during the experiments with the walker. This block, 
as it was shown in chapter 4, is required to eliminate/attenuate the noise of the acquired joystick 
signals. The ZM block is the dead zone block, and it prevents that small values of signal amplitude 
close to zero correspond to voltages that would activate the motors when is not necessary. The SAT 
block is the saturation block and it prevents the signal to have a value above or below a certain 
range, that in this case is [-1,1] for the input signals and [0,1] for the output signals. The 
amplification blocks of the inputs are necessary to adjust the signals amplitude to the range of [-
1,1] to then enter in the fuzzy system block and to improve the sensibility of the system to the 
signals. The integ block serves to smooth the output signal.    
While walking with the walker, the users felt that the movement of the wheel was not very 
smooth, and the resulting driving of the walker was instable. So after the fuzzy control, it was 
added an integrator block to smooth the signal, preventing the system from becoming unstable. 
This will cause the guidance of the walker to be smoother. However, it is necessary to take into 
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account that the integrator can cause the delay of the signal, causing the walker’s responses to be 
slower. It is, therefore, necessary to take into consideration the trade-off between the signal 











An example of the results obtained using the NeoASAS walker control system is presented in 
figures 6.13 and 6.14.  
In figures 6.13 and 6.14, two examples of results are shown. The signals were acquired while a 
user was performing the trajectory A and B (Chapter 4), respectively. Looking at panel a) in both 
figures it can be seen that the presence of the motors in the movement of the walker, led to a Y 
and Z-signal with a more accentuated noise, comparing with the one saw in chapter 4. This is 
because of the increase of the vibrations and electromagnetic noise due to the motors.  However, 
Figure 6.12 System Architecture and control flow of the NeoASAS walker designed in Simulink. The control 
block is presented in detail. 
Y 
Z 
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as it is shown in these same figures, the result from the filter BBF is very satisfactory, proving the 
good performance of the filter in attenuating the noise components.  
So, in what concerns the BBF filter, the real implementation did not required any adjustments, 
thus the values were kept as they were presented in chapter 4.  
The Y and Z-signals represented here are similar to the one’s showed in chapter 4, in the way 
that present the same response for the trajectory A.  
In panel b) it is shown the result obtained after the BBF filter block, as well as the gain, ZM and 
SAT blocks. The Y-signal was inverted, amplified 3 times and it is in the range of [-1,1]. The Z-signal 
is also in the range of [-1,1], it was amplified 30 times, and here the actuation of the ZM block can 
be noticed, as the little variations near zero were not amplified. These results can be verified if one 
compare these figures with the ones showed in a).  
In panel c) one can see the output of the fuzzy control system as well as the result from the 
integ block. Note that the signal was converted to the range of [2.5,5] to be sent to the control 
board hardware to be finally sent to the motors.  
A more descriptive analysis follows. The most important instants of time, described in the text, 
are identified in these figures by thick black vertical lines. 
In figure 6.13, the user performs trajectory A. At t=1s, the user transmits to the walker the 
intention to start walking. This can be seen in figure 6.13b, where the Y-signal increases its 
amplitude denoting an intention of the user to go forward. Consequently, both motors start to 
increase their velocity, as it can be seen in figure 6.13c at t≈1s. 
At t≈9s, the user wants to turn right, as it is shown in b), and the Z-signal turns positive 
(Chapter 4). This intention is reflected in the motors movement where the right motor decreases its 
velocity, and the left one maintains its. The walker starts to turn right, as the user commanded. At 
t≈13s the curve ends. 
At t≈16s, the user’s intention is to stop, so he pushes the handles to himself, decreasing the 
amplitude of the Y-signal. At the same time, the Z-signal also presents an increase in its amplitude. 
This happened because the user pushed the handles asymmetrically. However, this will not 
influence the movement of the walker, since it was implemented the rule that the walker cannot 
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a) 
       
b) 
      
c) 
Figure 6.13 Results from the system architecture of the NeoASAS walker acquired while the user was performing 
the trajectory A. a) raw acquired joystick signals and the result from the filtering with the BBF filter; b) signals 
before the amplification and restrictions; c) output of the fuzzy system (left) and the conversion and integration of 
these results to then be sent to the control board hardware (right). 
 
Looking now to figure 6.14 where the user performs the trajectory B, one can see that the user 
transmits to the walker at t≈2s the intention to start walking. This can be seen in figure 6.14b, 
where the Y-signal increases their amplitude, informing the walker the intentions of the user to go 
t≈1s t≈9s t≈16s t≈9s t≈16s t≈1s t≈13s t≈13s 
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forward. Consequently, both motors start to increase their velocity, as it can be seen in figure 
6.14c at t≈2s. At t≈4 s, the user decided to accelerate more. This was concluded by the 
observation of figure 6.14b, where the Y-signal amplitude increases even more, as well as the 




           a) 
 
     b) 
 
c) 
Figure 6.14 Results from the system architecture of the NeoASAS walker acquired while the user was performing 
the trajectory B. a) raw acquired joystick signals and the result from the filtering with the BBF filter; b) signals 
before the amplification and restrictions; c) output of the fuzzy system (left) and the conversion and integration of 
these results to then be sent to the control board hardware (right). 
t≈2s t≈7s t≈16s t≈2s t≈7s t≈16s t≈12s t≈12s 
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 At t≈7s, the user wants to turn left, as it is shown in b), where the Z-signal turns negative 
(chapter 4). This intention is reflected in the motors movement where the left motor decreases its 
velocity, and the right one maintains its. This way, the walker starts to turn left, as the user 
commanded. Then, the user transmits to the walker that he wants to increase the velocity of the 
execution of the curve, passing of a translation curve to a rotational curve. This happens at t≈10s, 
where the amplitude of Y-signal is increased. Thus, the right motor increases its velocity, as it can 
be seen in figure 6.14c. The intention to turn left ends at t≈12s. 
At t≈16s, the user’s intention is to stop, so he pushes the handles to himself, decreasing the 
amplitude of the Y-signal.  This is shown in figure 6.14c where at t≈16s the motors’ signals is zero, 
which means that the motors stopped.  
Despite the variations of the Y and Z-signal, the motors present a constant and safe movement. 
Therefore, the system is perfectly adjusted to read the user’s command intentions. 
Thus, it was successfully generated a control strategy which has low computational cost, 
allowing a smooth and enjoyable driving, fast response of the walker and no sense of delay. The 
user feels that has the control of the device and that it follows his intentions to move.  
     
i) ASBGo walker 
 
The complete control system of the ASBGo walker is shown in figure 6.15. 
 
 
Figure 6.15 A schematic of the complete control architecture system used in the ASBGo walker. It starts with a 
circuit hardware block that sends signals to the Arduino platform. Then the outputs are sent to the H-bridges, 
which power the motors. 
 
The raw joystick signals are first processed in the Pre-processing Hardware block. This is 
compounded by two parts, filtering and amplification, as described in Chapter 4. Then the joystick 
signals are sent to the Arduino platform where the offset of the Y-signal (if it exists) is eliminated as 
well as the offset of 1.6V of the Z-signal. After this, these signals are converted to the range of [-
1,1] and some restrictions are made for the amplitudes of the two signals, according to a dead 
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zone range  (ZM) as well as a saturation limits (SAT). Finally, the signals are processed in the Fuzzy 
System Control Block, where they are also smoothed and then sent as PWM outputs from the 
Arduino platform to the H-bridges. These components convert these digital signals into higher 
power signals to then power the motors.  
In figures 6.16 and 6.17 the results from these control systems when a user was performing 
trajectories A and B, respectively, are shown. 
Panel a) shows the resultant signals from the pre-processing hardware block. These signals are 
similar to the ones showed in Chapter 4. Despite the increase of the vibrations from the structure, 
this block still performed a good signal filtering.  
Panel b) depicts the signals after the elimination of the offset, conversion into the range of [-1,1] 
and restrictions. The dead zone restriction is more noticed in the Z-signal, in which small variations 
around zero were eliminated. 
Panel c) depicts the results from the fuzzy control system, as well as the ones after being 
smoothed. Then these outputs are sent as PWM outputs to the H-Bridges block of the control 
system.  
A more formal analysis of these figures follows. 
In figure 6.16 the user performs trajectory A with the ASBGo walker.  
In figure 6.16 one can see through the Y-signal that the user begins to walk at t≈0.5s and 
consequently both motors acquire the same velocity to start moving forward. Then, the user 
accelerates until t≈2s, after which he kept his velocity. Despite the variations of the Y-signal, the 
resultant signal sent to the motors is stable. At t≈5.5s, the user begins to turn right until t≈7.5s 
and the Z-signal reflects this intention. This command is transmitted to the motors, and the left 
motor loses velocity. A t≈9s, the user stops and the Y-signal becomes zero, as well as the signal 
send to the motors. 
A t≈9s, the user stops since the Y-signal turns zero, as well as the motors signal. 
Figure 6.17 depicts the acquired results while a user was performing trajectory B. This figure is 
built similarly to figure 6.14 The user begins to walk at t≈1.5s as shown by the Y-signal (Figure 
6.17a). Figure 6.17c shows the motors starting approximately at the same time to increase their 
velocity to move forward. Then, at t≈6s, the user turns left (Z-signal), ends the curve at t≈9s and at 
t≈11s, the user stops, and the Y-signals decrease to zero, as well as the motors signals. 
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Figure 6.16 Results from the ASBGo system of the acquired while the user was performing trajectory A. a) 
acquired joystick signals after the pre-processing with the hardware circuit. b) signals before the amplification 
and restrictions in the Arduino platform; c) output of the fuzzy system (left) and then the conversion and 




t≈0.5s t≈2s t≈5.5s t≈7.5s t≈9s t≈0.5s t≈2s t≈5.5s t≈7.5s t≈9s 










Figure 6.17 Results from the ASBGo  system architecture acquired while the user was performing trajectory B. a) 
acquired joystick signals after the pre-processing with the hardware circuit . b) signals before the amplification 
and restrictions in the Arduino platform; c) output of the fuzzy system (left) and then the conversion and 




t≈1s t≈6s t≈9s t≈11s t≈1s t≈6s t≈9s t≈11s 
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Observing both figures 6.16c and 6.17c and comparing with the respective a), it is possible to 
verify a little delay on the response of the motors. Users complained to feel a delay between their 
commands and the motors response. This delay is around the 200 ms, and as it was seen before, 
200 ms is the time of human perception. Thus this constitutes a drawback in the system platform 
that needs to be improved. This will be achieved by optimizing the employed algorithm and 




A control strategy that allows the walker to be driven intelligently through the use of a user-
friendly interface was presented in this Chapter.  
This control strategy is based in a fuzzy inference system, and it classifies the signals sent by 
the joystick, transforming them into motor outputs. This algorithm acts like a smart interpreter of 
the user’s command intentions sent through the joystick that gives orders to the motors to follow 
the user’s intentions.  
The NeoASAS control system architecture using the PC/104 showed very good results, 
generating a control strategy with low computational cost, allowing a smooth and enjoyable driving, 
fast response of the walker and no sense of delay. The user feels that has the control of the device 
and that it follows his intentions to move.  
However, the PC/104 is not a low cost platform, which makes it a drawback to the commercial 
focus of the device. 
In the case of the ASBGo control system architecture, the results were good in terms of 
acquisition, filtering, amplification and fuzzy control response. However, the time that the system 
takes to process the entire algorithm is very significant, i.e. the user has the sense of delay while 
using the walker. 
So, despite being a low cost and simple approach, some improvements have to be made to 
increase the performance of this platform. However, these considerations were not taken into 
account during the development of the proposed work and more care was given to the overall 
development of the walker and its assemblage. These improvements will be tackled in a near 
future. 
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7. Conclusions and Future Work 
 
7.1. Conclusions  
  
This section presents the conclusions of this work. 
In Chapter 2, it was presented a review of the state of the art in the robotic technology for 
mobility assistive devices for people with mobility disabilities. The important role that robotics can 
play in mobility assistive devices was presented, as well as the identification and survey of mobility 
assistive devices subsystems with a particular focus on the walkers technology. The advances in 
the walkers' field have been enormous and have shown a great potential on helping people with 
mobility disabilities. Thus, it was presented a more focused state of the art of walkers, more 
specifically Smart Walkers, and it was discussed major advances that have been made and 
limitations to be overcome. 
These studies enabled to conclude that there are important flaws in the Smart Walkers, 
considering security, stability, physical support, cost and, most important, the direct interaction 
with the user. Hence, there is effectively space and necessity of an economic Smart Walker that 
provides for proper support and security, being centred on the user and presenting a user-friendly 
interface that helps the user with the driving of the walker. 
In Chapter 3, it was done a brief presentation of the ASAS and SIMBIOSIS projects, followed by a 
presentation of the goals of the walkers covered in this thesis. Therefore, the NEOASAS and ASBGo 
projects emerged in order to give continuity to the ASAS and SIMBIOSIS projects, but with a 
commercial focus.  
The NeoASAS and ASBGo aim to provide for good support and stability. These projects also aim 
try to offer a certain degree of intelligence in assistance and judgement through the integration of 
several sensors that inform the Smart Walker about the status of the user, i.e. identify the 
movement intentions of the user considering direction and velocity through a joystick placed onto 
the upper base of the walkers, as well as additional safety with infrared and force sensors, by 
detecting possible falls of the user. 
Therefore, the interface is based on a joystick and it is intended to be user-friendly, simple, 
efficient, low cost and with little electronics.  
Chapter 4 presented a series of experiments performed by healthy users, which showed the 
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sensibility of the joystick to extract intention commands from the user.  
These volunteers had to perform simple tasks like moving forward and then turn left or right. It 
is noteworthy that these tests were performed without any motorized system to enable the real 
interaction evaluation between the user and the upper base support of the walker without the 
interference of any control strategy.  
The joystick outputs provided two types of signals: Y-signal representing the straight or forward 
movement intention of the user and Z-signal representing the curvilinear movement intention of the 
user.  
The analysis of the acquired data allowed to identify two main components in both Y and Z-
signals. The first one represents the highest frequency noise caused by the vibrations of the 
structure due to the irregularities of the ground, electromagnetic noise and wheel eccentricities. 
The second component represents the voluntary component that contains the information of the 
walking movement intentions of the user to guide the walker.  
Each component has been properly studied and processed. The first component had to be 
eliminated in real-time, not causing a considerable delay on the signal. Different approaches were 
taken for the two walkers. In the NeoASAS walker, this component was attenuated by a Benedict-
Bordner g-h filter. The g parameter was chosen to be 44.29x10-3 for the Y-signal and 16.87x10-3 for 
the Z-signal. The chosen filter presented low computational costs, making it suitable to this 
application, since it can run in a low cost hardware with enough robustness for a commercial 
device.  
In the ASBGo walker, a proposed hardware circuit was mounted, and a pre-processing of the 
joystick’s signals was done. This circuit included a filter that showed a good performance on 
attenuating the vibration component.  The performed different experiments allowed to conclude 
that a digital filter strategy was not necessary, allowing the reduction of the computational cost of 
the controller algorithm.    
The second component contains the voluntary movement information that can be used to guide 
the walker. It enables to characterize the trajectory that the user pretends to follow, making 
possible the continuous monitoring of the users’ movement, allowing the development of robust 
and secure control strategies.  
In Chapter 5 were presented the different safety mechanisms considered in the developed 
walker. 
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To identify if the user is falling forward, an IR sensor was integrated in the upper base of the 
walker structure. This sensor measures the distance between the user and the walker, 
successfully, and with the help of a developed algorithm, the walker is advised to stop when the 
distance between the user and the walker decreases significantly.  
To identify if the user is falling backwards, Flexiforce sensors were integrated in the forearms 
support as well as in the handles of the upper base of the walker structure. This sensor measures 
the force that is made by the user when he relies onto the supports; and the force that he makes 
when grasping the handles. A proposed algorithm advises the walker to stop when no force is 
applied onto the support and/or in each handle.  
Finally in chapter 6 it was built a control strategy based in a fuzzy inference system that classifies 
the filtered signals, transforming them into motor outputs. This works like a smart interpreter of the 
user’s command intentions sent through the joystick that gives orders to the motors to follow the 
user’s intentions. The user feels that has the control of the device and that it follows his intentions 
to move. 
The NeoASAS control system architecture using the PC/104 showed very good results, allowing 
a smooth and enjoyable driving, fast response of the walker and no sense of delay. The user feelt 
that he was in control of the device. However, the PC/104 is not a low cost platform, which makes 
it a drawback to the commercial focus of the device. Thus, another platform has to be built toward 
a commercial application. 
The ASBGo control system architecture also showed good results. However, the time that the 
system takes to process the entire algorithm is very significant, i.e. the user has the sense of delay 
while using the walker. 
So, despite being a low cost approach, some improvements have to be made to increase the 
performance of this platform. These improvements will be tackled in a nearby future. 
 
7.2. Future Work 
 
In future work a necessary step is the improvement of a Smart Walker capable of supporting the 
weight of the user but that can be used to stably and safely drive him with a high manoeuvrability. 
For instance, different handle bar designs must be addressed and it must be verified the best way 
to dispose the base support of the upper limbs of the user, in order to improve the manoeuvrability 
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of the walker and to improve the ergonomics. The walker will be based on the ASBGo project and 
also on the knowledge acquired while working with it. 
Additionally, it is also necessary to find components that are low consumption and the battery 
system has to be improved. For safety the electrical system has to be isolated from the 
environment in an enclosure to prevent damage from liquid-spills, etc. The re-charge time of the 
batteries should not be longer that eight hours to achieve full charge thus allowing re-charge 
overnight. And the runtime of the system should be of the order of six hours. The re-charge system 
should be simple to connect and monitor. 
The results obtained with these modifications should be used to advance towards a commercial 
product with an affordable cost but high reliability and safety. The motivation is that this will 
contribute towards better rehabilitation purposes by promoting ambulatory daily exercises and thus 
extend users’ independent living and improve their life quality. 
The filter and control strategies should be adaptive and dynamic. In this work a static approach 
showed very good results, however with healthy users. These people are more stable and 
predictive than the pathological users that may present unpredictable behaviours, and sometimes 
have asymmetrical gait patterns, etc. Thus, the objective is to provide assisted locomotion adapted 
to the user's needs and to short- and long-term changes in mobility capacities and modifications on 
gait patterns.  
To validate this it must be promoted contacts with both medical staff and clinics for medical 
evaluation and quantitative assessment of the walker‘s potential as a rehabilitation and functional 
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A.2. Y-signal Circuit Hardware 
 
3 main blocks constitute the circuit: Amplification plus Offset block, Low pass filter block and 
Amplification block.  
  
The Amplification + Offset block (1) is compound by an inverting sum amplifier (TL084) 






The input vs1 corresponds to the raw Y signal acquired with the joystick. The input vs2 
corresponds to -2.5 V, which is the offset that Y brings from the joystick that will be summed to the 
signal eliminating its offset. 
It was chose to amplify the signal with a gain of 2. So the output (v0) was calculated with the 
expression of the figure A.1 and for this R1 and R2 are both 2kΩ and R3 are 3.9 kΩ.  
The result will be a signal 2x amplified and inverted.  
 
The low pass filter block (2) is to attenuate the frequencies that are above a cut-off 
frequency of 1Hz.  
The filter used was a filter of 2nd order Salley-Key with Butterworth approximation (TL084). In 
figure A.2 is represented the low-pass filter and the respective equations.  
Figure A. 1 Inverting sum amplifier the respective gain equation. 
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Figure A. 2 Low pass Filter of 2nd order Sallen-Key and the respective equations. Au is the bandwidth  gain, Q is 
the quality , and fc is the cut-off frequency. 
 
As it desired to have a Butterworth response the Q value should be 0.707 and Kc equal to 1. As 
in this stage is not wanted to amplify the signal, Au should be 1. 
Using the expressions presented in figure A.2 the components used in the design of the low-
pass filter were: R1 and R2 equal to 10kΩ, C1 equal to 0.6pF and C2 equal to 1.2pF. 
 
The Amplification block (3) is a non-inverting amplifier (LM741) presented in figure A.3. 
This block aims to amplify the signal with a gain of 1.5. Thus, the total gain of the circuit is 3.5, 
amplifying the signal to a range of [0,3.3].  
 
     
Figure A. 3 Non-inverting Amplifier and the respective gain equation. 
 
Following the equation in figure 3 to obtain a gain of 1.5, R1 is equal to 6.8 kΩ and R2 is equal to 
3.6 kΩ.  
     Between elements (1)-(2), and (2)-(3) it was integrated a Voltage Buffer amplifier (LM741), 
shown in figure A.4. 
 
 
Figure A. 4 Voltage Buffer amplifier. 
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 A Voltage Buffer amplifier is used to transfer a voltage from a first circuit, having a high output 
impedance level, to a second circuit with a low input impedance level. The interposed buffer 
amplifier prevents the second circuit from loading the first circuit unacceptably and interfering with 
its desired operation. In the ideal voltage buffer, the input resistance is infinite, the output 
resistance zero (impedance of an ideal voltage source is zero). The voltage will be transferred 
unchanged so this is a unity gain buffer. 
The completed circuit is presented in figure A.5. 
 
 
Figure A. 5 Complete Y-signal acquisintion and processing circuit. 
 
A.3. Z-signal circuit 
 
3 main blocks constitute the circuit: Amplification plus Offset block, Low pass filter block and 
Amplification block.  
  
The Amplification + Offset block (1) is also an inverting sum amplifier using one operation 
amplifier (TL084). The aim is the same as previously, which is to take away the offset of the Z 
signal, which value is around 2.5V and then amplify the sum.  
The input vs1 corresponds to the raw Z signal acquired with the joystick and the input vs2 
corresponds to -2.5 V, which corresponds to the offset of the Z signal. A gain of 5 was used to 
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amplify the Z signal. Using the expression of the figure A.1, R1 and R2 are both 3kΩ and R3 are 15 
kΩ.  
 
The low pass filter block (2) was the same as used with the signal Y. 
 
The Amplification + Offset block (3) is compound by two amplifiers. First, a non-inverting 
amplifier (TL084) with a gain of 2, where R1 and R2 are both 3 kΩ. Then, an inverting sum amplifier 
(LM741) with a gain of 1, where R1, R2 and R3 are all 3 kΩ. And in this case it is summed an offset 
of 1.6V. With the Z signal it is possible to distinguish the user’s intentions to turn right or left. This 
distinction is made between a negative or positive sign of the signal. Since the Arduino platform 
doesn’t read negative signals, it is needed to sum an offset to the signal. This offset of 1.6 V is half 
the maximum voltage that the Arduino can read, which is 3.3V. 
The total gain of the circuit is 7, putting the signal into a range of [0,3.3].  
Between elements (1)-(2), and (2)-(3) it was integrated a Voltage Buffer amplifier, shown in 
figure A.4. 
The completed circuit is presented in figure A.6. 
 
 
Figure A. 6 Complete Z-signal acquisintion and processing circuit. 
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B.2. Sensor Operation 
 
The sensor uses triangulation and a small linear CCD array to compute the distance and/or 
presence of objects in the field of view.  The basic idea is to emit a pulse of IR light by the 
emitter.  This light travels out in the field of view and either hits an object or just keeps on 
going.  In the case of no object, the light is never reflected and the reading shows no object.  If the 
light reflects off an object, it returns to the detector and creates a triangle between the point of 
reflection, the emitter, and the detector (Figure B.1).  
 
            
Figure B. 1 Scheme of the Sensor operation. 
 
The angles in this triangle vary based on the distance to the object.  The receiver portion of 
these new detectors is actually a precision lens that transmits the reflected light onto various 
portions of the enclosed linear CCD array based on the angle of the triangle described above.  The 
CCD array can then determine what angle the reflected light came back at and therefore, it can 
calculate the distance to the object.  
This new method of ranging is almost immune to interference from ambient light and offers 
amazing indifference to the colour of object being detected.  
The graph showed in figure B.2 represents the sensor operation curve to different colours, 
textures and light. 
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Figure B. 2 IR sensor operation curve. 
 
The experiments showed that after 7 cm the sensor has a output response (distance vs Voltage) 
that can be quantified as a power function: y=16,64.x-0,8557, R= 0,9994. It is also verified that the 
response is not altered by the colour, texture and light. Thus, the sensor response has the following 
characteristics: 
 
Table B. 1 Maximum and Minum values of the Voltage/distance that the sensor can present/detect. 
 
  Maximum Voltage 3,2V 
Minimum Voltage 0 V 
Maximum Distance 80 cm 
Minimum Distance 6.5 cm 
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Appendix C 




C.2. Acquisition circuit of the flexiforce signal. 
 
Figure C. 1 Schematic of the acquisition circuit for the Flex iForce  signal. 
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Appendix D 
D.1 Motor’s specifications (DOGA: 111.9041.30.00) 
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D.3. Control platform used in the ASBGo walker to control the motors 









Table D. 1 Logic True table 




Right Motor Left Motor 
H H L 0 12 Backwards Forwards 
H L L 12 12 (50%*) Forwards Backwards 
L X L 12 12 Stop Stop 
H H H 12 (75%*) 12 (75%*) Stop Stop 
H L H 12 (25%*) 12 (25%*) Stop Stop 
L X H 12 (25%*) 12 (25%*) Stop Stop 
*Square wave duty cycle  
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